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The  consequences  of  Spinal  Cord  Injury  (SCI)  can  be  severe.  Depending  on  the  level  of  the  lesion, 
SCI  causes  a  loss  of  motor  and  sensory  function,  and  results  in  the  immobilisation  of  the  patient  and 
possible  lifelong  dependency  on  a  wheelchair.  A  complete  loss  of  bladder,  bowel  and  sexual  function 
is  also  common.  These  primary  effects  of  a  spinal  cord  injury  lead  over  time  to  a  range  of  secondary 
medical  complications,  e.  g.  atrophy  of  the  paralysed  muscles  and  decreased  cardiovascular  fitness. 
In  SCI  patients  with  upper  motor  neuron  lesions,  the  signal  path  from  the  Central  Nervous  System 
(CNS)  to  the  muscles  is  interrupted.  However,  the  muscles  themselves  retain  their  ability  to  contract 
and  produce  force.  Functional  Electrical  Stimulation  (FES)  applied  to  the  lower  motor  neurons  can 
replace  the  lacking  signals  from  the  CNS.  This  thesis  is  concerned  with  the  realisation  of  leg  cycling 
by  means  of  FES  in  SCI  individuals  with  complete  paraplegia.  FES  lower-limb  cycling  can  be  safely 
performed  by  paraplegics  on  static  ergometers  or  recumbent  tricycles.  Regular  FES  cycling  represents 
an  effective  exercise  intervention  with  reported  therapeutic  effects  that  help  to  reduce  the  severity  of 
the  secondary  medical  complications  arising  from  SCI. 
In  this  work,  different  FES  cycling  systems  were  developed  for  clinical  and  home  use.  Two  design 
approaches  have  been  followed.  The  first  is  based  on  the  adaptation  of  commercially  available  re- 
cumbent  tricycles.  This  results  in  devices  which  can  be  used  as  static  trainers  or  for  mobile  cycling. 
The  second  design  approach  utilises  a  commercially  available  motorised  ergometer  which  can  be 
operated  while  sitting  in  a  wheelchair.  The  developed  FES  cycling  systems  can  be  operated  in  iso- 
tonic  (constant  cycling  resistance)  or  isokinetic  mode  (constant  cadence)  when  used  as  static  trainers. 
This  represents  a  novelty  compared  to  existing  FES  cycling  systems.  In  order  to  realise  isokinetic 
cycling,  an  electric  motor  is  needed  to  assist  or  resist  the  cycling  movement  to  maintain  a  constant 
cadence.  Repetitive  control  technology  is  applied  to  the  motor  in  this  context  to  virtually  eliminate 
disturbances  caused  by  the  FES  activated  musculature  which  are  periodic  with  respect  to  the  cadence. 
Furthermore,  new  methods  for  feedback  control  of  the  patient's  work  rate  have  been  introduced. 
A  one  year  pilot  study  on  FES  cycling  with  paraplegic  subjects  has  been  carried  out.  Effective  indoor 
cycling  on  a  trainer  setup  could  be  achieved  for  long  periods  up  to  an  hour,  and  mobile  outdoor  cycling 
was  performed  over  useful  distances.  Power  output  of  FES  cycling  was  in  the  range  of  15  to  20  W 
for  two  of  the  three  subjects  at  the  end  of  the  pilot  study.  A  muscle  strengthening  programme  was 
carried  out  prior  and  concurrent  to  the  FES  cycling.  Feedback  control  of  FES  assisted  weight  lifting 
exercises  by  quadriceps  stimulation  has  been  studied  in  this  context. 
In  summary,  this  thesis  describes  new  devices  and  feedback  control  methods  for  FES  lower-limb 
cycling  in  paraplegia,  and  provides  a  preliminary  assessment  of  these  systems  and  methods. 
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ix 1  Introduction 
This  thesis  is  concerned  with  the  development  and  control  of  new  devices  for  Functional  Electrical 
Stimulation  (FES)  assisted  lower-limb  cycling.  FES  cycling  is  a  useful  method  for  cardiovascular 
training  of  Spinal  Cord  Injured  (SCI)  individuals.  Beside  the  exercise  aspects,  mobile  FES  cycling 
represents  a  locomotion  method  with  a  high  recreational  use.  This  chapter  provides  background 
information  about  spinal  cord  injury  and  FES  and  gives  an  overview  of  the  thesis. 
1.1  Spinal  Cord  Injury 
Spinal  cord  injury  results  in  an  interruption  of  the  neurological  pathways  from  the  brain  to  the  mus- 
cles.  Depending  on  the  level  of  injury,  this  causes  a  loss  of  motor  and  sensory  function  and  results  in 
the  immobilisation  of  the  patient.  Figure  1.1  shows  the  relationship  between  the  spinal  cord  segments 
and  the  spinal  nerves  to  the  vertebral  bodies.  Each  muscle  in  the  body  is  supplied  by  a  particular  level 
or  segment  of  the  spinal  cord  and  by  its  corresponding  spinal  nerve.  The  muscle  and  its  nerve  make 
up  a  myotome.  The  relationship  between  the  skin  and  spinal  nerves  is  described  by  dermatomes. 
A  dermatome  is  an  area  of  the  skin  supplied  by  nerve  fibres  originating  from  a  single  dorsal  nerve 
root.  The  important  dermatomes,  myotomes,  and  reflex  arcs  are  shown  in  Figure  1.2.  These.  give  an 
indication  of  the  impairments  caused  by  SCL 
Spinal  cord  damage  caused  either  by  injury  or  disease  may  result  in  tetraplegia  or  paraplegia  depend- 
ing  upon  the  level  at  which  the  damage  has  occurred.  Paraplegia  is  a  complete  paralysis  of  the  lower 
half  of  the  body  including  both  legs.  Tetraplegia  is  a  paralysis  of  all  four  limbs.  Paraplegia  is  slightly 
more  common  than  tetraplegia.  The  lesion  may  be  complete  or  incomplete.  A  complete  lesion  will 
give  rise  to 
9  bilateral  upper  motor  neuron  paralysis  of  the  part  of  the  body  below  the  level  of  lesion, 
e  bilateral  loss  of  all  modalities  of  sensation  below  the  level  of  lesion  and 
*  complete  loss  of  all  bladder,  bowel  and  sexual  function. 
Muscle  spasm  in  paralysed  muscles  is  also  common  and  often  exacerbates  the  disability. 
In  Britain,  it  is  estimated  that  there  are  40,000  people  with  SCI  [3].  80  %  of  the  injuries  are  sustained 
at  an  age  of  16-45.  Spinal  cord  injury  is  not  a  notifiable  disease,  so  figures  for  the  annual  incidence 1  Introduction 
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Figure  1.11:  Relationship  between  the  spinal  cord  segments  and  spinal  nerves  to  the  vertebral  bodies. 
Cervical  nerves  (nerves  in  the  neck)  supply  movement  and  feeling  to  the  arms,  neck  and 
upper  trunk.  Thoracic  nerves  (nerves  in  the  upper  back)  supply  the  trunk  and  abdomen. 
Lumbar  and  sacral  nerves  (from  the  lower  back)  supply  the  legs,  the  bladder,  bowel  and 
sexual  organs.  (from  [8]) 
are  inaccurate  and  may  vary  according  to  the  source.  In  the  UK,  approximately  1000  new  injuries  are 
estimated  to  occur  per  year,  excluding  non-traumatic  cases  [  17].  These  numbers  are  augmented  by  the 
group  of  people  with  spinal  cord  damage  caused  by  disease.  Road  traffic  accidents  involving  motor 
cycles  and  cars  are  the  commonest  cause  of  traumatic  SCI,  followed  by  domestic  falls,  accidents  at 
work  and  in  sport.  The  order  of  frequency  of  injury  in  terms  of  neurological  level  is  cervical,  then 
thoracic  and  then  lumbar  [99]. 
In  this  work,  the  focus  will  be  on  paraplegia.  A  spinal  cord  damage  in  the  sacral,  lumbar  or  thoracic 
region  results  in  paraplegia.  As  already  mentioned,  paraplegic  persons  are  paralysed  to  some  degree 
in  the  legs  and  abdomen.  Movement  in  the  trunk  and  chest  will  depend  on  the  height  of  the  lesion. 
This  usually  means  that  the  person  will  use  a  wheelchair.  Conventional  wheelchairs  have  been  widely 
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Figure  1.2:  Important  Dermatomes,  myotomes  and  reflex  arc  segmental  values  (from  [99]). 
accepted  by  persons  with  motor  disabilities  and  sufficient  arm strength  for  propulsion.  However, 
wheelchair  life  and  resulting  prolonged  immobilisation  cause  several  physiological  problems: 
The  disuse  of  the  legs  for  persons  who  spend  much  of  their  time  in  a  wheelchair  leads  to 
atrophy  of  leg  muscles  and  osteoporosis  of  the  long  bones  of  the  legs  and  an  increased  rate  of 
bone  breakage. 
*  The  lack  of  whole  body  exercise  leads  to  a  decrease  in  cardio-respiratory  fitness  and  an  in- 
creased  incidence  of  heart  disease  and  Type  2  diabetes. 
Sitting  in  a  chair  all  day  with  lack  of  sensation  can  lead  to  pressure  sores  and  other  skin  prob- 
lems  that  are  difficult  and  costly  to  treat. 
Many,  if  I  not  most,  longterm  wheelchair  users,  develop  overuse  injuries  of  their  arms,  as  a  result 
of  the  strenuous  and  somewhat  unnatural  movements  that  are  needed  to  propel  a  wheelchair 
with  the  anns. 
1.2  Functional  Electrical  Stimulation 
In  paraplegic  patients  with  upper  motor  neuron  lesions  the  signal  path  from  the  central  nervous  sys- 
tem  to  the  muscles  is  interrupted.  However,  the  muscles  themselves  retain  their  ability  to  contract 
and  produce  force.  Functional  Electrical  Stimulation  (FES)  applied  to  the  lower  motor  neurons  can 
replace  the  missing  signals  from  the  central  nervous  system.  A  so-called  neuroprosthesis  may  be  used 
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to  restore  motor  function  in  paraplegic  patients  on  the  basis  of  functional  electrical  stimulation.  Apart 
from  provoking  contraction  of  skeletal  muscle,  FES  is  used  in  other  neuroprosthetic  devices,  e.  g.  the 
cochlea  implant,  the  phrenic  pacemaker,  and  the  sacral  anterior  root  stimulator  for  bladder  control 
(see  [79]  or  [88]  for  an  overview). 
Applications  of  FES  in  paraplegia  with  the  aim  of  motor  function  restoration  include  cycling  (see 
Chapter  3),  walking  [e.  g.  28],  rowing  [e.  g.  16,39],  standing-up  and  sitting-down  [e.  g.  76,77]  and 
standing  [e.  g.  48]. 
Beyond  the  direct  functional  motor  effects,  some  therapeutic  effects  of  FES  on  the  secondary  medical 
complications  that  arise  from  SCI  have  been  reported  [e.  g.  15,50].  The  benefits  from  FES  may 
include  for  example  improved  muscle  tone,  bulk,  and  strength,  reduced  spasticity,  improved  limb 
blood  flow,  or  a  reduction  in  disuse  osteoporosis.  Additionally  to  these  peripheral  adaptations,  central 
adaptations  of  the  cardiovascular  system  can  be  achieved  by  FES  induced  exercises  such  as  regular 
FES  cycling  [50].  Improvements  in  cardiopulmonary  fitness  are  also  helping  to  reduce  the  risk  of  the 
secondary  medical  conditions  which  commonly  accompany  the  disability. 
The  underlying  neurophysiological.  principle  of  FES  is  the  generation  of  action  potentials  in  the  unin- 
jured  peripheral  lower  neurons  by  application  of  low  levels  of  pulsed  electrical  current  to  the  nerves. 
Muscle  contractions  can  be  artificially  released  by  electrical  stimulation  of  efferent  (motor)  nerves 
innervating  the  paralysed  muscles  or  by  electrical  stimulation  of  afferent  (sensory)  nerves  provoking 
reflexes  via  intact  reflex  arcs.  An  example  for  using  reflexes  is  the  stimulation  of  the  peroneal  nerve 
to  elicit  the  withdrawal  reflex.  This  is  used  for  drop  foot  prevention  in  herniplegic  patients. 
Stimulation  electrodes  can  be  implanted  or  attached  to  the  motor  nerves  either  centrally  (in  the  spinal 
cord  or  on  spinal-nerve  roots)  or  peripherally.  The  electric  pulses  can  also  be  applied  percutaneously 
to  peripheral  nerves,  using  needle  electrodes  inserted  through  the  skin.  In  the  work  reported  here, 
transcutaneous  stimulation  was  utilised  where  adhesive  electrode  are  attached  to  the  skin  in  location 
of  the  target  muscle  and  its  nerve  supply  (reflex  stimulation  was  not  performed).  The  applied  pulses 
are  charge  balanced.  Charge-balancing  can  be  realised  by  means  of  a  capacitor  or  using  biphasic 
stimulation  pulses.  The  stimulators  used  in  this  work  are  current  controlled  and  deliver  therefore 
constant  current  pulses.  The  current  pulses  have  usually  a  duration  between  5  and  800  As  and  an 
amplitude  between  0  and  125  mA  (the  exact  ranges  depend  on  the  specific  device). 
The  muscle  force  produced  by  FES  depends  on  the  number  of  recruited  motor  units  and  the  activation 
rate.  A  motor  unit  is  a  single  motor  neuron  and  the  group  of  muscle  fibres  (of  the  same  type)  inner- 
vated  by  it.  When  the  pulse  charge  (pulsewiddix  pulse  amplitude)  is  sufficiently  high  and  the  neuron 
is  close  to  the  electrode,  the  motor  neuron  will  be  polarised  above  threshold  and  an  electric  action 
potential  will  be  released.  The  muscle  force  increases  with  the  number  of  recruited  motor  units  (spa- 
tial  summation),  and  therefore  modulation  of  pulsewidth  or  pulse  amplitude  can  be  used  to  control 
this.  The  muscle  force  can  also  be  controlled  by  modulation  of  the  stimulation  frequency  (temporal 
summation).  The  traditional  method  for  neuromuscular  stimulation  employs  a  train  of  brief  rectan- 
gular  stimulating  current  pulses,  at  a  frequency  of  usually  between  10  and  100  Hz.  Low  stimulation 
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frequencies  (<15  Hz)  produce  unfused  twitches  rather  than  a  smooth  muscular  contraction  or  tetanus. 
With  increasing  frequencies,  the  muscle  is  also  subjected  earlier  to  fatigue  for  prolonged  stimulation. 
Regular  stimulus  pulse  trains  are  conventional  only  because  they  are  easy  to  generate.  It  has  long  been 
known  that  natural  nerve  impulse  trains  are  not  of  constant  frequency,  but  for  example  often  contain 
a  brief  high-frequency  burst,  slowing  to  a  lower  sustained  frequency.  Such  Variable  Frequency  Trains 
(VFT)  take  advantage  of  the  catchlike  property  of  the  skeletal  muscle  and  augment  muscle  perfor- 
mance  compared  with  Constant  Frequency  Trains  (CFT),  especially  in  the  fatigued  state.  A  review  of 
this  topic  by  S.  Binder-MacLeod  and  T.  Kesar  [80]  was  recently  published. 
Although  FES  can  elicit  strong  and  effective  muscle  contractions,  there  are  significant  limitations. 
Normally,  muscles  contain  a  mixed  population  of  slow  fatigue-resistant  (type  1),  fast  fatigue-resistant 
(type  2A)  and  fast  fatiguable  (type  2B)  motor  unit  types.  The  terms  fast  and  slow  refer  to  the  con- 
tractile  speed  of  the  muscle  fibres.  Muscle  atrophy  by  disuse  of  the  muscle  as  a  result  of  SCI  tends 
to  revert  the  fibre  population  to  type  2B.  Chronic  electrical  stimulation  can  be  used  to  convert  fast 
fatiguable  muscles  to  fatigue-resistant  type  1,  but  training  for  fatigue  resistance  takes  several  weeks 
[52].  Additionally,  the  fatigue  resistant  muscle  possesses  a  lower  work  capacity  than  the  fast  fa- 
tiguable  muscle  with  mainly  type  2B  motor  units.  The  fast  fatigue-resistant  (type  2A)  motor  units 
would  be  most  suitable  for  FES  but  there  is  as  yet  no  muscle  training  schedule  available  which  is 
generally  agreed  to  result  in  a  muscle  populated  entirely  with  type  2A  fibres. 
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Figure  1.3:  Natural  versus  artificial  muscle  activation  by  FES  (adapted  from  J.  Quintern) 
Compared  with  the  physiological  recruitment  order  (the  Hennemann  size  principle  [38]),  recruitment 
with  FES  is  thought  to  be  inverted  [36].  When  low  muscle  forces  are  desired,  and  thus  low  intensity 
electrical  stimulation  pulses  are  applied,  mainly  rapidly  fatiguing  large  motor  units  which  are  close 
to  the  electrodes  are  activated.  This  is  because  the  fast  fatiguable  fibres  of  type  2B  motor  unit  are I  Introduction 
associated  with  large-diameter  nerve  axons,  which  have  a  lower  firing  threshold  to  externally  applied 
stimulation.  With  increasing  intensity  of  the  pulses,  also  small  neurons  (related  to  slow  fatigue- 
resistant  (type  1)  and  fast  fatigue-resistant  (type  2A)  motor  units)  with  higher  firing  threshold  and 
neurons  which  are  located  further  away  from  the  electrodes  are  recruited.  In  addition  to  this,  at  a 
constant  stimulation  intensity  and  for  the  same  electrode  position,  the  same  motor  units  are  activated 
all  the  time.  With  FES,  the  action  potentials  of  different  motor  units  are  triggered  simultaneously. 
This  is  different  from  the  CNS  which  activates  motor  units  asynchronously. 
Figure  1.3  illustrates  the  differences  in  motor  unit  recruitment  for  muscle  contractions  under  FES  and 
voluntary  control.  All  the  differences  outlined  above  between  artificial  and  natural  nerve  activation 
result  in  an  early  fatigue  of  FES  induced  muscle  contractions. 
Figure  1.4  shows  a  schematic  illustration  of  the  integration  of  FES  within  a  musculoskeletal  control 
system.  The  task  is  to  control  the  angle  of  the  knee  joint  using  activation  of  the  quadriceps  muscle 
group.  Artificial  feedback  control  for  an  individual  with  lower-limb  paralysis  is  shown  in  this  figure; 
this  can  be  contrasted  with  natural  feedback  control  of  movement.  In  both  cases  the  problem  requires 
the  determination  of  knee-joint  angle,  control  processing,  and  actuation  (muscle  contraction).  In 
the  natural  case  the  joint  angle  is  determined  visually  and  through  knee-joint  receptors,  while  in  the 
artificial  case  an  external  sensor  such  as  a  goniometer  is  required.  Control  processing  is  carried  out  in 
the  brain  in  the  natural  case  and  is  implemented  in  an  external  processor  in  the  artificial  case.  Finally, 
the  natural  muscle  contraction  is  achieved  via  motor  control  pathways  under  command  of  the  brain 
while  computer-controlled  FES  is  used  in  the  artificial  system. 
In  summary,  FES,  together  with  appropriate  sensor  and  control  technology,  can  provide  useful,  con- 
trolled  functional  movement. 
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Figure  1A  Musculoskeletal  control  system  with  FES. 
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1.3  Outline  of  the  Thesis 
The  work  presented  in  this  thesis  is  concerned  with  the  development  and  control  of  systems  for  FES 
lower-limb  cycling  in  paraplegia. 
Chapter  2:  A  central  scheme  in  much  of  the  rehabilitation-engineering  work  presented  in  this 
thesis  is  the  application  of  feedback  control  for  control  of  FES-induced  musculoskeletal  motion 
or  the  control  of  an  auxiliary  electric  drive  used  in  some  of  the  cycling  systems.  This  chapter 
outlines  the  generic  control  approach  used  throughout  the  experimental  work  presented  in  this 
thesis. 
In  Chapter  3,  the  state  of  the  art  in  FES  cycling  is  reviewed.  The  principles  of  this  lower-limb 
FES  application  are  described,  and  the  major  benefits  are  identified  which  are  cardiovascular 
training  by  regular  cycling  exercise  and  the  recreational  use  of  mobile  cycling.  Existing  appara- 
tus  for  FES  cycling  are  presented,  including  static  ergometers  and  mobile  systems.  The  concept 
of  isokinetic  and  isotonic  training  devices  is  discussed  in  this  context.  The  terms  isotonic  and 
isokinetic  always  refer  in  this  work  to  the  training  devices  and  describe  whether  the  muscular 
action  by  FES  is  performed  against  a  piecewise  constant  resistance  (load)  or  against  a  motor 
controlled  constant  cadence  respectively.  Chapter  3  also  includes  a  discussion  of  reasons  for 
the  low  performance  and  efficiency  of  FES  cycling  in  comparison  to  cycling  of  able-bodied 
individuals.  Recent  approaches  to  optimise  performance  and  efficiency  are  reviewed.  Finally, 
a  summary  and  the  prospect  of  open  research  fields  in  FES  cycling  aie  given. 
"  Chapter  4  investigates  the  recreational  use  of  mobile  FES  cycling.  The  results  of  a  one  year 
pilot  study  are  described,  in  which  regular  periods  of  FES  cycling  (including  mobile  cycling) 
in  paraplegic  subjects  were  achieved.  The  design  of  FES  cycling  systems  based  on  the  adapta- 
tion  of  commercially  available  recumbent  tricycles  with  optional  motor  assistance  is  presented. 
Realisation  of  isotonic  and  isokinetic  training  regimes  for  the  developed  cycling  systems  is 
discussed.  Furthermore,  it  is  shown  how  the  stimulation  patterns  for  cycling  were  obtained. 
"  In  Chapter  5,  a  newly  developed  motorised  FES  ergometer  system  is  described.  The  system 
can  be  used  while  sitting  in  a  wheelchair.  The  overall  design  is  based  on  a  commercially 
available  motorised  ergometer,  a  newly  designed  stimulation  device  and  an  optional  laptop 
computer.  The  operation  and  interaction  of  all  components  is  discussed  in  detail.  The  focus  of 
this  chapter  is  on  the  motor  control  to  realise  both  isotonic  and  isokinetic  cycling  regimes  with 
the  ergometer  system.  A  repetitive  control  approach  is  introduced  for  the  control  of  cadence 
during  isokinetic  cycling.  Torque  disturbances  at  the  crank  (e.  g.  by  FES)  which  are  periodic 
with  respect  to  the  cadence  can  be  successfully  eliminated  by  this  repetitive  controller. 
"  Chapter  6  is  concerned  with  the  control  of  the  stimulation  intensity  during  FES  cycling  in  order 
to  achieve  a  desired  work  rate  (power  output)  of  the  cyclist.  A  well  controlled  work  rate  is 
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important  to  realise  a  prescribed  training  regime  and  for  exercise  testing.  Work  rate  is  defined 
as  the  product  of  cadence  and  active  (muscularly  produced)  drive  torque  at  the  crank. 
During  isokinetic  cycling,  cadence  is  kept  constant  by  the  training  device  and  the  active  drive 
torque  has  to  be  adjusted  by  electrical  stimulation  of  the  leg  musculature  to  establish  a  desired 
work  rate. 
During  isotonic  training,  a  piecewise  constant  resistance  (load)  is  realised  by  the  device  at  the 
crank.  The  cadence  is  again  kept  constant,  but  by  control  of  the  electrically  stimulated  muscles. 
Due  to  this  fact,  work  rate  is  adjusted  by  the  selection  of  a  suitable  resistance. 
Both  cases  (isotonic  and  isokinetic)  are  treated  in  this  chapter  and  experimental  results  are 
presented. 
Conclusions  and  recommendations  for  future  work  are  given  in  the  final  chapter  7. 
1.4  Contributions  of  the  Thesis 
Contributions  focus  on  two  areas,  FES  cycling  and  control  of  lower  limb  movement. 
1.4.1  FES  Lower-Limb  Cycling 
Development  of  FES  Cycling  Systems.  New  FES  cycling  systems  have  been  developed.  Two  design 
approaches  were  realised.  The  first  design  approach  is  based  on  the  adaptation  of  commercially  avail- 
able  recumbent  tricycles.  This  results  in  devices  which  can  be  used  as  static  trainers  (when  mounted 
on  a  standard  cycle  trainer)  or  mobile  devices.  The  tricycles  offer  a  wide  wheelbase  option  and  a  low 
centre  of  gravity  for  increased  stability.  Optionally,  an  auxiliary  electric  motor  can  be  used  to  assist 
the  cycling.  The  second  design  approach  is  based  on  a  commercially  available  motorised  ergometer, 
which  was  integrated  with  a  newly  developed  stimulation  device  and  laptop  computer  (optional).  Use 
of  the  FES  cycling  ergometer  is  possible  while  sitting  in  a  wheelchair  which  reduces  the  size  of  the 
system. 
Both  approaches  (recumbent  tricycles  and  ergometer)  yield  inexpensive  systems  which  are  useful  for 
clinical  and  home  use.  Mobile  FES  cycling  can  be  carried  out  with  the  recumbent  tricycles  for  recre- 
ational  use.  The  developed  FES  cycling  systems  can  be  operated  in  isotonic  or  isokinetic  mode  when 
used  as  static  trainers.  This  represents  a  novelty  compared  to  existing  FES  cycling  systems.  During 
isokinetic  training,  muscular  action  is  performed  at  a  constant  pedalling  cadence  which  is  maintained 
by  an  electric  motor.  Constant  resistance  (load)  is  realised  by  the  devices  during  isotonic  cycling.  The 
accurate  control  of  the  cadence  and  resistance  as  well  as  the  provided  measurements  (angle,  torque 
and  cadence  at  the  crank)  make  the  systems  suitable  for  research  purposes. 
Repetitive  Control  of  Cadence  during  Isokinetic  Training.  Isokinetic  FES  cycle  training  is  char- 
acterised  by  constant  cycling  cadence.  Typically,  a  controlled  electric  motor  assists  or  resists  the 
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cycling  movement  to  achieve  this  aim.  The  crank  torque  induced  by  the  FES  activated  leg  muscula- 
ture  represents  a  periodically  changing  disturbance  with  frequency  components  which  are  an  integer 
of  the  cadence.  Rejection  of  this  disturbance  is  often  inadequate  and  only  feasible  on  average,  as  the 
available  motor  controllers  (included  in  the  motor  electronics)  has  a  limited  bandwidth.  To  solve  this 
problem,  a  repetitive  controller  design  is  introduced  in  this  work  which  compensates  any  disturbance 
which  is  periodic  with  respect  to  the  cadence.  The  repetitive  controller  can  be  plugged  into  an  already 
existing  feedback  control  loop. 
Work  Rate  Control  in  FES  Cycling.  New  methods  for  work  rate  control  in  isotonic  and  isokinetic 
FES  cycling  have  been  developed.  These  control  design  methods  are  based  on  polynomial  methods. 
In  the  case  of  isokinetic  training,  the  averaged  active  (muscularly  produced)  crank  torque  over  one 
cycle  is  controlled  by  a  self-tuning  controller  which  adjusts  the  stimulation  intensity.  The  reference 
torque  is  calculated  from  the  desired  power  (work  rate)  and  the  given  constant  cadence.  Controller 
parameters  are  calculated  online  on  the  basis  of  a  recursively  estimated  model  describing  the  relation- 
ship  between  muscle  stimulation  and  torque. 
In  isotonic  cycling  ergometers,  a  desired  work  rate  is  established  by  setting  a  suitable  piecewise  con- 
stant  resistance  while  a  FES  control  algorithm  attempts  to  maintain  a  constant  cadence.  A  controller 
design  based  on  a  linear  model  of  the  stimulation  intensity-cadence  dynamics,  which  was  identified 
off-line,  is  proposed  for  cadence  control. 
The  feasibility  of  the  new  feedback  control  methods  has  shown  in  experiments. 
Pilot  Study  on  the  Recreational  Use  of  FES  Cycling.  The  use  of  the  developed  FES  tricycles  has 
been  investigated  in  a  one  year  pilot  study  on  FES  cycling  with  three  paraplegic  subjects.  This  study 
also  looked  at  the  feasibility  of  mobile  FES  cycling  and  a  possible  recreational  use.  The  results  of 
this  study  are  reported. 
1.4.2  Modelling  and  Control  of  FES  Induced  Single  Limb  Movement 
As  part  of  the  development  of  training  regimes  for  paraplegic  cycling,  dynamic  modelling  and  feed- 
back  control  design  approaches  for  the  electrically-stimulated  quadriceps  muscle  group  under  non- 
isometric  conditions  were  investigated. 
Before  carrying  out  a  functional  task  like  FES  cycling  paraplegics  usually  undergo  an  exercise  regime 
to  strengthen  and  rebuild  their  paralysed  muscles.  This  is  often  performed  under  non-isometric  con- 
ditions  while  generating  periodic  movements  (weight  lifting  exercise  with  the  shank).  Since  optimal 
stimulation  patterns  are  difficult  to  determine  and  dependent  on  subject  and  day,  fixed  patterns  such  as 
ramps  are  applied  in  clinical  use  and  implemented  open  loop  in  available  stimulation  hardware.  Such 
patterns  have  the  drawback  that  changing  muscle  conditions  due  to  fatigue  and  disturbances  cannot 
be  taken  into  account.  Manual  readjustment  of  the  stimulation  is  therefore  often  necessary  to  avoid 
dangerous  situations  such  as  hyper-extension  of  the  knee  or  an  excessively  rapid  decline  of  the  shank 
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from  knee  extension  phases  (which  can  cause  muscle  spasms),  and  to  compensate  for  muscle  fatigue. 
As  already  illustrated  in  Figure  1.4,  FES,  together  with  appropriate  sensor  and  control  technology,  can 
provide  useful,  controlled  movements.  A  weight  lifting  training  with  controlled  FES  of  the  quadriceps 
was  therefore  developed.  The  stimulation  pattern  is  automatically  adjusted  by  robust  closed-loop 
control  in  order  to  generate  a  desired  movement  pattern.  During  a  training  session,  the  angle  profile 
can  be  easily  re-prograrnmed  while  the  desired  movement  can  have  an  arbitrary  shape  over  time. 
The  linear  polynomial  controller  design  used  is based  on  estimated  linear  models  of  the  knee-joint 
dynamics  [81].  Experimental  system  identification  is  carried  out  at  the  start  of  each  training  session. 
This  procedure  takes  the  day-to-day  variation  of  the  neuro-musculoskeletal  system  into  account.  Tests 
with  paraplegic  subjects  show  that  robustness  against  changing  muscle  properties  due  to  fatigue  and 
externalfinternal  disturbances  is  achieved  while  stability  is  guaranteed  [83].  The  achievable  tracking 
performance  of  the  controller  is  sufficient  for  the  application  (weight  lifting  exercise). 
In  order  to  shorten  the  time  for  controller  design,  a  direct  data-driven  controller  design  has  been 
investigated  [73].  This  controller  design  approach  is  directly  based  on  open  loop  measured  input- 
output  data  and  fits  the  controller  in  such  a  way  that  the  closed-loop  meets  a  model  reference  objective. 
The  use  of  this  strategy,  avoiding  the  system  modelling  step,  significantly  reduces  the  time  required 
for  controller  design. 
The  author  established  further  a  method  for  the  non-invasive  in  vivo  identification  of  parametric 
models  of  the  electrically  stimulated  quadriceps  muscle  group  in  paralysed  individuals  under  non- 
isometric  conditions  [85].  This  technique  can  be  used  to  determine  muscle  parameter  models  for 
biomechanical  computer  simulations,  model-based  controller  design  and  for  real-time  adaptive  con- 
trol  and  monitoring  of  muscle  response  variations  such  as  fatigue. 
In  order  to  identify  the  muscle  dynamics  (relationship  between  stimulation  pulsewidth  and  active  knee 
moment)  from  discrete-time  angle  measurements  only,  a  hybrid  model  structure  is  postulated  for  the 
shank-quadriceps  dynamics.  The  model  consists  of  a  relatively  well  known  time-invariant  passive 
component  and  an  uncertain  time-variant  active  component.  Rigid  body  dynamics,  described  by  the 
Equation  of  Motion  (EoM),  and  passive  joint  properties  form  the  time-invariant  part.  The  actuator,  i.  e. 
the  electrically  stimulated  muscle  group,  represents  the  uncertain  time-varying  section.  A  recursive 
algorithm  is  outlined  for  identifying  the  stimulated  quadriceps  muscle  group  online.  The  algorithm 
requires  EoM  and  passive  joint  characteristics  to  be  known  a  priori.  The  muscle  dynamics  represent 
the  product  of  a  continuous-time  nonlinear  activation  dynamics  and  a  nonlinear  static  contraction 
function  described  by  a  Normalised  Radial  Basis  Function  (NRBF)  network  which  has  knee-joint 
angle  and  angular  velocity  as  input  arguments  (modified  Hill-type  model).  An  Extended  Kalman 
Filter  (EKF)  approach  is  chosen  to  estimate  muscle  dynamics  parameters  and  to  obtain  full  state 
estimates  of  the  shank-quadriceps  dynamics  simultaneously.  The  latter  is  important  for  implementing 
real-time  adaptive  controllers  in  state-space  form. 
The  results  of  this  work  on  modelling  and  control  of  FES  induced  single  limb  movement  have  been 
published  in  peer  reviewed  journal  and  conference  papers  (included  in  full  within  this  thesis). 
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The  author's  contribution  to  these  publications  consist  of  the  controller  design  (complete  for  the  linear 
control,  partly  for  the  direct  data-driven  control)  and  in  the  development  of  the  identification  method 
for  the  quadriceps  muscle  group.  Furthermore,  the  author  has  been  responsible  for  the  development 
and  implementation  of  the  experimental  software,  the  planning  and  execution  of  experiments,  and  the 
analysis  and  interpretation  of  the  results. 
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June  2002. 
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2.1  Summary 
The  purpose  of  this  chapter  is  to  introduce  terminology,  concepts  and  algorithms  of  the  controller  de- 
sign  which  is  used  throughout  the  experimental  work  presented  in  this  thesis.  The  design  method  used 
is  based  on  the  estimation  of  dynamic  models  of  the  system's  input-output  response.  Experimental 
system  identification  [58]  is  applied  to  obtain  linear  discrete-time  transfer  function  models  from  sam- 
pled  input-output  data.  As  the  sampling  frequency  is  typically  limited  by  the  stimulation  frequency, 
a  direct  digital  control  design  method  is  chosen.  Physically-  and  physiologically-based  modelling 
would  represent  an  alternative  to  the  experimental  system  identification  used  here.  However,  this 
would  be  difficult  to  perform  for  a  specific  individual  as  physiological  parameters  would  need  to  be 
identified  in  vivo.  The  models  obtained  by  this  method  would  also  be  more  complex  and  are  often 
not  suitable  for  direct  controller  design.  Further  model  reduction  steps  might  then  be  necessary. 
The  underlying  control  problems  investigated  in  this  thesis  are 
cadence  control  of  an  ergometer,  using  either  the  stimulation  intensity  of  the  electrically  stim- 
ulated  muscles  or  the  PWM  duty  cycle  of  the  auxiliary  electric  motor  as  control  signal,  and 
torque/resistance  control  of  an  ergometer,  again  using  either  the  stimulation  intensity  of  the 
electrically  stimulated  muscles  or  the  PWM  duty  cycle  of  the  auxiliary  electric  motor  as  control 
signal. 
Work  rate  control  is  also  investigated  in  this  thesis  and  leads  to  simultaneous  control  of  cadence  and 
torque  on  a  ergometer.  In  this  case,  decoupling  of  the  control  loops  can  be  achieved  by  using  different 
time  scales  (frequency  ranges)  for  both  control  loops. 
The  structure  of  this  chapter  is  as  follows.  Section  2.2  describes  the  employed  linear  transfer  function 
models.  The  design  of  the  general  two  degree  of  freedom  feedback  controller  and  the  analysis  of  the 
closed-loop  behaviour  are  outlined  in  Section  2.3.  In  Section  2.4,  repetitive  control  as  a  tool  to  cancel 
periodic  disturbances  is investigated.  Periodic  disturbances  are  particularly  relevant  in  FES  cycling 
in  the  form  of  periodic  moment  variations  at  the  crank.  Section  2.5  looks  at  the  controller  implemen- 
tation  with  respect  to  the  problem  of  controller  output  saturation.  A  summary  and  conclusions  are 
given  in  Section  2.6. 
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2.2  Model  Description 
Dynamic  processes  which  are  investigated  in  Chapters  5  and  6  can  be  sufficiently  well  described  as 
linear  dynamic  systems.  In  this  section,  a  general  linear  discrete-time  model  structure  is introduced 
from  which  all  linear  models  used  can  be  derived  by  simplifications.  The  system  output  y(k)  is 
the  superposition  of  a  deterministic  model  response  x(k)  and  an  arbitrary  noise  signal  d(k)  which 
represents  the  net  effect  of  all  disturbances  as  well  as  measurement  noise.  The  argument  k  is  the 
index  of  the  sample. 
By  filtering  the  system  input  u  (k)  through  a  linear  pulse  transfer  function  Hp  (q-1)  the  deterministic 
output  component  can  be  computed  as  follows 
q-nk  B(q-1) 
X(k)  =  Hp(q-')u(k)  =  --A(q_,  )  UM.  (2.1) 
Here,  B(q-1)  and  A(q-1)  are  polynomials  in  the  delay  operator  q-1  (q-1f  (k)  =f  (k  -  1)): 
B(q-1)  =  bo  +  blq-1  +*,,  +  bnbq-nb  (2.2) 
A(q-1)  =  I+alq-'+...  +an.  q-na.  (2.3) 
The  integer  nk  ?:  1  describes  an  input-output  time  delay. 
Filtering  white  noise  e(k)  through  a  linear  transfer  function  gives  the  signal  d(k): 
d(k)  =  Hd(q-')e(k)  = 
C(q-1) 
-e(k)  (2.4) 
A(q-l)D(q-1) 
with  C(q-1)  and  D(q-1)  defined  as 
C(q-1)  =  co  +  clq-1  +---+c,, 
cq-c 
(2.5) 
D(q-1)  =  1+dlq-'+...  +dnd  q-nd.  (2.6) 
Thus,  the  system  output  is  given  as 
y(k)  =  Hp(q-')u(k)  +  Hd(q-')e(k).  (2.7) 
Figure  2.1  shows  the  resulting  model.  The  transfer  functions  Hp(q-1)  and  Hd(q-1)  are  called  the 
input  transfer  function  and  noise  transfer  function  respectively. 
By  making  special  assumptions  on  the  polynomials  the  model  structures  listed  in  Table  2.1  are  ob- 
tained  [58].  Some  of  these  special  model  structures  have  been  used. 
Modelling  Deterministic  Disturbances 
Deterministic  disturbances  can  be  characterised  through  the  polynomial  D(q-1).  Table  2.2  shows 
typical  classes  of  disturbances  and  the  corresponding  polynomial  D(q-1).  Often,  the  integrating 
term  (I  -  q-1)  is included  in  the  plant's  disturbance  path  to  model  the  effect  of  stepwise-changing 
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e(k) 
I  C(q-1)  I 
I  d(k) 
u(k)  (ka  y(k)  !  F'kB(q-*I)j:  cýA 
A  (q-1) 
Figure  2.1:  General  model  structure. 
Table  2.1:  Model  structures  used  throughout  the  experimental  work  of  this  thesis. 
Model  structures  Model  equations 
ARX  y(k)  =  q-nkB(q-I)IA(q-')u(k)  +  lIA(q-')e(k) 
ARARX  y(k)  =  q-nkB(q-')IA(q-')u(k)  +  II(D(q-,  )A(q-1))e(k) 
ARMAX  y(k)  =  q-nkB(q-')IA(q-l)u(k)  +  C(q-')IA(q-')e(k) 
ARARMAX  y(k)  =  q-nkB(q-')IA(q-')u(k)  +  C(q-')I(D(q-')A(q-'))e(k) 
(piecewise-constant)  disturbances  and  offsets.  The  idealised  assumption  of  piecewise  constant  dis- 
turbances  approximates  the  true  situation  where  some  of  the  disturbances  and  system  parameters  are 
slowly  time-varying. 
Such  nonstationary  disturbances  can  be  represented  in  the  stochastic  framework  by  considering  e(k) 
to  be  a  compound  or  generalised  Poisson  process,  i.  e.  a  sequence  consisting  of  random  pulses  of 
variable  magnitude  occuring  at  random  times.  See  [41]  for  details. 
Table  2.2:  Signals  d(k)  with  corresponding  polynomial  D(q-1).  Note  that  parameters  a,  b  and  c  are 
arbitrary. 
d(k)  D(q-1) 
a  -q-1 
a  +bk  -  q-1  )2 
*+  bk  +  ck2  -  q-1  )3 
*  sin(wk  +  b)  I-2  cos  o)q-1  +q  -2 
d(k)  =  d(k  -  N)  1-q  -N 
Notice  that  the  normalised  frequency  w  :=w-t,  is  used  where  t,  is  the  sampling  time. 
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2.3  Two  Degree  of  Freedom  Controller 
2.3.1  Controller  Structure 
A  controller  structure  with  two  degrees  of  freedom  has  been  chosen.  This  allows  an  individual  adjust- 
ment  of  disturbance  and  command  signal  responses.  Figure  2.2  depicts  the  control  system  structure. 
The  controller  equations  are  given  by 
Sd(q-1)  y(k) 
d  (ýý)  u,,  (k)  u(k)  =  A- 
d(  (2.8) 
1  (Bt(q-1) 
u,  (k)  r(k)  - 
9(q-')y,  (k)) 
t  qý 
with  the  controller  polynomials  Sd,  Rd9  -9,  -9,  At  and  Bt  in  the  delay  operator  q-1  and  the  reference 
r  (k).  The  signals  u  t,  (k)  and  y,  (k)  represent  a  new  virtual  system  input  and  output  respectively  derived 
from  the  weighted  original  system  input  u  and  output  y.  By  choosing  appropriate  weighting  filters 
Sd(q-1)  and  Rd(q-1)  the  closed-loop  behaviour  with  respect  to  disturbances  and  parameter  changes 
can  be  influenced.  Further,  well  damped  stable  system  zeros  and  poles  may  be  cancelled  by  including 
pre-defined  factors  in  Rd(q-1)  and  Sd(q-').  Guidelines  for  choosing  the  polynomials  Rd(q-1)  and 
Sd(q-1)  are  given  in  the  Sections  2.3.  q  and  2.3.4.  When  designing  the  controller,  first  the  filters  Sd 
and  Rd  are  fixed.  In  the  next  step,  the  polynomials  R  and  -9  are  calculated  in  order  to  guarantee 
a  desired  closed-loop  behaviour,  whereas  stability  is  of  course  the  least  requirement.  Having  two 
degrees  of  freedom,  one  will  choose  initially  R  and  S  to  fulfil  the  requirements  on  the  disturbance 
signal  response.  After  having  finished  this  design  step,  the  desired  command  signal  response  from  the 
reference  signal  r(k)  to  the  output  y(k)  is  matched  by  determining  the  pre-filter  Bt(q-')IAt(q-1)  for 
--------------  ----------------- 
p(k) 
-----  'N,  ual  plant 
Plant 
C(q-1) 
D  )A(q_l) 
d d(k) 
(q-')A(q-1) 
v(k) 
(k) 
r(k)  -1)  Bt(q  u,  (k):  u(k)  x(k)  y(k)  I  q-'""B(q-1) 
At(q 
LEA-(q 
K(q  kd 
yý(k) 
Sd(q-1) 
--------------------------------------------- 
Figure  2.2:  General  controller  structure. 
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a  given  reference  model.  Sections  2.3.5  and  2.3.6  outline  the  pole-placement  method  and  the  Linear 
Quadric  Gaussian  (LQG)  controller  design  as  two  possible  approaches  for  calculating  the  controller 
polynomials  and  9.  In  Section  2.3.7,  the  problem  of  reference  model  matching  will  be  treated. 
2.3.2  Closed-Loop  Transfer  Functions 
The  closed-loop  equations  for  the  system  shown  in  Figure  2.2  are  given  by 
RRdA  q-nkB,  B  q-nk  BRRd 
ci 
y(k)  d(k)  +  -jA,:  Aý  r(k)  +- 
A￿  v(k) 
cl  tAci 
(k)  = 
SSdA 
d(k)  + 
BA 
r(k)  + 
A,  z  AlAc, 
--V-w 
W(q-1) 
q  -nk  -gSdB 
A,  j 
T(q-1) 
ARRd 
-  v(k)  Acl 
Wv(q-1) 
q 
-nkB,  B  q-nk  BRRd 
d(k)  +-  r(k)  +  -v(k).  Wt-A7c  Aci 
Sý(q-l) 
(2.9) 
(2.10) 
(2.11) 
The  arguments  indicating  the  delay  operator  in  the  polynomials  have  been  dropped  to  simplify  the 
presentation.  All  closed-loop  transfer-functions  share  the  characteristic  polynomial  Aj  given  by 
A,  I(q-1)  =  -R(q-')Rd(q-')A(q-')+q-nkg(q-')Sd(q-')B(q-1).  (2.12) 
In  the  equations  above,  S(q-1)  and  T(q-1)  are  the  output  sensitivity  function  and  the  complementary 
output  sensitivity  function  respectively.  The  former  describes  the  effect  of  a  net  output  disturbance 
d  (k)  on  the  measurable  system  output  y  (k)  while  the  latter  determines  the  effect  of  the  output  distur- 
bance  d(k)  on  the  output  signal  x(k)  which  is  not  directly  affected  by  disturbances  and  measurement 
noise.  Noise  sensitivity  of  the  feedback  system  is  analysed  via  the  complementary  sensitivity  func- 
tion  T(q-1)  while  the  capability  of  rejecting  deterministic  output  disturbances  by  the  closed-loop 
system  is  studied  via  the  sensitivity  function  S(q-1).  Furthermore,  the  transfer  functions  W(q-1) 
and  T,,  (q-1)  describe  the  response  of  the  control  signal  u  on  disturbances  and  the  command  signal 
response  respectively.  A  feedback  controller  design  focusing  on  output  disturbances  may  not  be  opti- 
mal  for  input  disturbances  v  (k)  entering  the  closed-loop  before  the  plant.  The  closed-loop  behaviour 
with  respect  to  such  input  disturbances  is  determined  by  the  input  sensitivity  function  S,,  (q-1)  and 
the  transfer  function  W,,  (q-1). 
It  is  assumed  that  disturbances  are  mainly  acting  at  the  output  and  the  focus  is  therefore  on  analysing 
the  output  sensitivity  function  S(q-1)  and  complementary  output  sensitivity  function  T(q-1).  Notice, 
that  from  the  definition  of  S(q-1)  and  T(q-1)  these  functions  are  related  by 
T(q-)  +  S(q-1)  =  1.  (2.13) 
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This  reveals  the  fundamental  tradeoff  between  disturbance  rejection  and  measurement  noise  effects. 
To  reject  disturbances  S(q-1)  should  be  "smalr',  and  to  make  the  output  insensitive  to  measurement 
noise  T(q-1)  should  be  also  "smain  This  is  cleary  not  possible  due  to  the  constraint  (2.13).  Making 
S(q-1)  small  in  frequency  ranges  where  disturbances  occur  (usually  low  frequencies)  while  letting 
S(q-1)  grow  in  frequency  ranges  where  measurement  noise  is  known  to  predominate  (usually  high 
frequencies)  is  one  possible  solution  to  this  problem  in  practice. 
Stability  of  the  closed-loop  system  is  guaranteed  if  AI(q-1)  has  all  its  zeros  inside  the  unit  circle, 
i.  e.  Ili  I<1  where  A(X-1)  =  0.  The  zeros  of  AI(q-1)  are  poles  of  the  closed-loop  system.  Tradi- 
tionally,  poles  and  zeros  of  a  discrete-time  transfer  function  are  defined  for  the  forward  shift  operator 
representation.  For  this  reason  there  may  be  further  stable  poles  at  the  origin  which  are  not  showing 
up  when  looking  only  at  A,,  (q-1).  Consider  the  sensitivity  function  S(q-1)  for  example.  Converting 
it  to  the  forward  shift  operator  q  fonnat  yields 
) 
qmax(deg 
-ARdA,  degAcj) 
S*(q) 
! 
f-y(q) 
=  S(q-1 
A,  *I(q)  qmax(deg-ARdA,  deg  A.  1) 
-R(q-')Rd(q-I)A(q-l)qmax(deg-ARdA,  degAci) 
Aa(q-1)  qmax(deg  RRdA,  deg  Acl) 
There  are  then  (max  (deg  -ARdA,  deg  A,,  )  -  deg(A,,  ))  zeros  of  A,  *I  (q)),  i.  e.  poles  of  S*  (q),  located  at 
the  origin. 
Stability  is  the  most  important  property  and  the  primary  requirement  on  a  control  system.  In  practice 
it  is  often  not  enough  that  the  system  is  stable.  There  must  be  some  stability  margins.  Analogously  to 
continuous-time  systems,  amplitude  and  phase  margin  can  be  defined.  Both  margins  are  inspired  by 
Nyquist's  stability  criterion,  which  is  based  on  the  plot  of  the  loop  transfer  function  L(q-1)  given  by 
L  q-1  = 
q-nkg(q-I)Sd(q-I)B(q-1)  (2.15) 
-R(q-I)Rd(q-I)A(q-1) 
An  increase  in  open  loop  gain  expands  the  Nyquist  plot  radially  while  an  increase  in  open  loop 
phase  leads  to  a  clockwise  twist  of  the  Nyquist  plot.  Figure  2.3  shows  a  Nyquist  plot  where  (0180 
is  the  smallest  frequency  where  the  phase  lag  of  the  open  loop  transfer  function  is  180  degree.  The 
amplitude  margin  is  then  defined  as 
gm  =  IL(e-jO)180)1' 
Further  let  the  gain  crossover  frequency  wg,  be  the  smallest  frequency  such  that 
I  L(e-jo)gc)  I=1. 
The  phase  margin  is  then  defined  as 
7r  +  arg(L(e-J'gc)). 
(2.16) 
(2.17) 
(2.18) 
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Figure  2.3:  Nyquist  plot  of  the  open  loop  transfer  function  with  stability  margin  s,  =  11r,  phase 
margin  V.  and  amplitude  margin  g,,,. 
In  words,  the  amplitude  margin  specifies  the  factor  by  which  the  open  loop  gain  can  be  increased 
before  the  closed-loop  system  becomes  unstable.  The  phase  margin  is  a  measure  of  how  much  extra 
phase  lag  is  allowed  before  the  closed-loop  system  becomes  unstable.  Phase  loss  is  related  to  time 
delay.  The  phase  margin  can  therefore  be  translated  to  a  delay  margin  d,.  :  --  Vm  lWph  - 
A  drawback  with  gain  and  phase  margins  is  that  it  is  necessary  to  give  both  of  them  in  order  to 
guarantee  that  the  Nyquist  curve  is  not  close  to  the  critical  point.  One  way  to  express  margins  by  a 
single  number  is  the  stability  margin  s,,,,  which  is  defined  as  the  reciprocal  of  the  smallest  distance  r 
from  the  Nyquist  curve  to  the  critical  point.  To  obtain  s.  the  sensitivity  function  is  rewritten  as 
S(q-1)  =11 
-1)' 
(2.19) 
1+ 
q-nkg(q-I)Sd(q-')B(q-1)  I+  L(q 
fi(q-I)Rd(q-I)A(q-1) 
Note  that  the  complex  number  1+  L(e-j')  can  be  represented  as  the  vector  from  the  point  -I  to  the 
point  L  (e-j')  on  the  Nyquist  curve.  Consider  the  largest  disc  centred  at  -I  with  a  radius  r  such  that 
the  disc  touches  the  Nyquist  curve  (cf.  Fig.  2.3).  Thus,  the  stability  margin  can  be  defined  as 
s..  =  max  IS  (e-jo))  I=  max 
I, 
=1  (2.20) 
11  +  L(e-j-)l  r' 
Guaranteed  bounds  on  the  margins  g..  and  (p.  are  additionally  given 
(2.21) 
2arcsin(r/2).  (2.22) 
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By  requiring  s..  =  max  I  S(e-il)  I<2,  the  system  will  have  at  least  the  robustness  margins  g>2 
and  V,,  -::  ý  29".  This  represents  a  controller  design  objective  applied  throughout  the  thesis. 
2.3.3  Cancellation  of  Plant  Zeros  and  Poles 
It  is  further  assumed  that  the  controller  can  cancel  some  of  the  plant  poles  and  zeros.  Assume  that 
the  polynomials  A(q-1)  and  B(q-1)  are  factorised  as  A(q-1)  =  A+(q-')A-(q-1)  and  B(q-1) 
B+(q-')B-(q-1)  where  A+(q-1)  and  B+(q-1)  are  the  stable  factors  that  will  be  cancelled.  Because 
a  process  pole  that  is  cancelled  must  be  a  controller  zero  and  vice  versa,  the  polynomials  Rd(q-1) 
and  Sd(q-1)  must  have  the  following  structure 
Rd(q-1)  =  -Rd(q-')B+(q-1),  (2.23) 
Sd(q-1)  =  -gd(q-')A+(q-1).  (2.24) 
The  characteristic  polynomical  is  then 
(2.25) 
(2.26) 
where  the  polynomials  A+(q-1)  and  B+(q-1)  are  thus  factors  of  the  closed-loop  polynomial  AI(q-1). 
The  cancelled  factors  must  therefore  correspond  to  stable  modes.  If  this  is  not  the  case  the  system 
will  have  unstable  modes  that  are  unreachable  or  unobservable. 
In  practice,  only  well  damped  poles  and  zeros  should  be  cancelled.  Note  that  the  cancellation  of  a 
badly  damped  pole-pair  takes  place  in  the  output  sensitivity  function  S(q-1)  but  will  not  appear  in  the 
input  sensitivity  function  S,,  (q-1)  (see  (2.9)-(2.11)).  Hence,  the  input  sensitivity  function  will  show  a 
nasty  peak,  revealing  that  an  undamped  response  can  be  expected  if  a  disturbance  enters  at  the  process 
input. 
2.3.4  Disturbance  Attenuation 
The  response  to  disturbances  can  be  controlled  by  choosing  the  right  factors  -Rd(q-1)  and  -gd(q-1) 
of  the  controller  polynomials  Rd(q-1)  and  Sd(q-1).  In  order  to  asymptotically  eliminate  the  effect 
of  disturbances  on  a  closed-loop  signal  the  transfer  function  from  the  disturbances  to  the  closed-loop 
signal  of  interest  must  be  stable  and  further  must  include  a  factor  in  the  numerator  polynomial  which 
absorbs  the  disturbance.  Including  the  right  absorption  polynomials  into  the  controller  is  called  the  in- 
ternal  model  principle  [27].  Table  2.2  shows  the  absorption  polynomials  for  some  disturbance  classes. 
First,  assume  that  a  constant  output  disturbance  d(k)  =a  with  an  arbitrary  constant  a  has  to  be 
eliminated  from  the  output  y.  The  transfer  function  from  d(k)  to  y(k)  is  (q  -nkB-R-RdA+)/(A,,  ). 
Selecting  -Rd(q-1)  =I-  q-1  will  ensure  that  the  constant  disturbance  is  eliminated  since 
Rdd(k)  =  (1  -  q-l)d(k)  =  d(k)  -  d(k  -  1)  =a-a=0.  (2.27) 
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Thus,  integral  action  (-Rd  =1-  q-1)  is  required  for  rejection  of  constant  output  disturbances  (if  the 
factor  (1  -  q-1)  is  not  already  in  A(q-1)). 
Consider  next  the  example  of  a  sinusoidal  output  disturbance  a  sin(cok  +  b)  of  frequency  co,  which 
is  above  the  closed-loop  bandwidth.  The  constants  a  and  b  are  arbitrary.  The  design  objective  may 
be  to  reduce  the  effect  of  this  disturbance  on  the  control  signal  u(k)  and  let  the  disturbance  pass  to 
the  output  y(k)  unaltered.  Thus,  the  transfer  function  from  d(k)  to  u(k)  given  by  (AS  gdB+)/(AI)  is 
of  interest.  Selecting  _9d  (q-1)  =1-2  cos(co,  )q-'  +q  -2  yields  absorption  of  the  disturbance.  The 
disturbance  a  sin(wk  +  b)  satisfies  the  equation 
-gd(q-')d(k)  =  d(k)  -  2cos(w,  )d(k  -  1)  +  d(k  -  2)  =0  (2.28) 
which  can  be  verified  by  a  direct  calculation. 
2.3.5  Pole-Placement  Controller  Design 
By  feedback,  the  closed-loop  poles  can  be  changed  in  order  to  render  the  closed-loop  system  stable 
and  to  adapt  the  system's  bandwidth.  The  polynomials  9(q-1)  and  IR(q-1)  have  to  be  determined 
within  this  process.  Taking  into  account  the  pre-defined  controller  polynomials  Rd(q-1)  and  Sd(q-1), 
the  still-adjustable  factor  A,,  (q-1)  of  the  characteristic  polynomial  becomes 
R(q-')-Rd(q-')A-(q-')+-g(q-')-gd(q-')q-;  -"B-(q-1)  (2.29) 
A(q-1)  B(q-1) 
-R(q-')A(q-1)  +  -9(q-')-G(q-1).  (2.30) 
One  way  of  calculating  the  controller  polynomials  is  pole  placement  where  a  desired  stable  polyno- 
mial  A,,  (q-1)  is  specified  and  then  the  resulting  Diophantine  equation  (2.30)  is  solved  for  -9(q-1)  and 
A  solution  exists  if  the  polynomials  A(q-1)  =  -Rd(q-')A-  (q-1)  and  9d  (q-')q-*  B-  (q-1) 
are  coprime,  i.  e.  they  have  no  common  factors  [57]. 
Equation  (2.30)  can  be  written  as  a  system  of  equations  by  identifying  the  coefficients  of  equal  powers 
of  q-1: 
k 
iik-i'fi  +E1;  k-iyi  =Ilk  Ik=0,...,  n  (2.31) 
i_-o  i=O 
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where  n  max  deg  rA  -9],  or  in  matrix  form 
ao  0  ...  'go  0  ... 
ro  J 
iii  a-o  ...  bi  bo  ... 
a,  j, 
n+1  (2.32) 
YO 
deg-9+1  deg'§+l 
The  matrix  is  invertible  if  there  are  as  many  independent  equations  as  unknowns,  i.  e.  if 
n+I=  deg-9  +  deg-9  +  2.  (2.33) 
Two  possibilities  arise  since  n=  max  deg[A  R,  B  S].  For  n=  max  deg[A  R,  B  S]  deg  AR  it 
follows  from  (2.33)  that 
degg  =  degA  -1  (2.34) 
and  consequently  that 
deg  A  IA  =  deg  (A-,,  -  -9  -9)  =  max  deg  fA-,,,  -9  9].  (2.35) 
Subtracting  A  and  using  (2.34)  gives 
deg-A  =  max[degAj-degA,  deg(-B9)-degA] 
=  max[degAI-degA,  deg(-BA)-l-degA] 
=  max[degAI-degA,  degB-1]  (2.36) 
Analogously,  we  obtain  for  n=  max  deg[A  R,  B  S]  =  deg  B  S: 
deg  -9  =  deg  9-1  (2.37) 
degg  =  max[degAj-deg-6,  degA-l]  (2.38) 
The  two  solutions  coincide  if  deg  A,,  :5  deg  A+  deg  -9  -I  whereas  the  polynomial  Aj  is  a  design 
choice.  Hence,  a  standard  choice  is 
deg  A,,  :5  degA+degB-1  (2.39) 
deg  degg-1  (2.40) 
deg  degA-  1  (2.41) 
Note,  in  this  case  the  closed-loop  system  has  (deg;  k  +  deg  -9  -1+  deg  A+  +  deg  B+)  poles.  Choosing 
deg  A,,  <A+  deg  B-1  leads  to  (A  +  deg  B-1-  deg  A,,  )  stable  poles  placed  at  the  origin.  The 
simple  choice  deg  Aj  =I  results  in  deg  A+  deg  I  poles  placed  at  the  origin.  Guidelines  for 
specifying  A,,  are  given  in  Section  2.3.8. 
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2.3.6  Linear  Quadratic  Gaussian  Controller  Design 
Instead  of  specifying  the  closed-loop  poles  by  hand  the  feedback  controller  and  with  it  the  closed-loop 
poles  can  be  determined  by  minimising  a  cost  function.  The  optimisation  cost  function  J  is  chosen 
to  allow  a  simple  tradeoff  between  virtual  output  variance  and  virtual  control  effort.  A  suitable  cost 
function  to  achieve  this  aim  is 
J=9  ly,,  (k)2  +  pu,  (k)  21 
=  gl(Sd(q-')y(k))2+p  (Rd(q-')u(k))21  (2.42) 
where  is  9  the  expectation  operator  and  p>0  is  a  tunable  control  weight. 
The  solution  of  the  optimal  control  problem  is  summarised  in  the  following  theorem: 
Theorem  23.1  [41,571  The  optimal  control  problem  (2.42)  has  a  solution  if  and  only  if 
(CI)  thepolynomials  A(q-I)Rd(q-1)  and  B(q-')Sd(q-1)  have  no  unstable  commonfactors  and 
(C2)  any  unstablefactors  of  D(q-1)  are  alsofactors  of  Rd(q-1)  or  B(q-I)Sd(q-1). 
The  polynomials  -R(q-1)  and  9(q-1)  (along  with  X(q-1))  are  the  solution  having  the  property 
(D,  (q)q-g)-l  X(q-')strictly  proper  (2.43) 
of  the  polynomial  equations 
q-gD,  (q)S(q-')+X(q-')A(q-')Rd(q-1)  =  q-gq  lk  B(q)Sd(q)C(q-1)  (2.44) 
q-gD,  (q)R(q-1)  -  X(q-')q  -lk  B(q-')Sd(q-1)  =  pq-8A(q)Rd(q)C(q-1),  (2.45) 
where  g>0  is  the  smallest  integer  which  makes  the  equations  polynomial  in  q-1.  The  Hurwitz 
spectralfactor  D,  (q-1)  is  defined  by  the  spectralfactorisation 
D,  (q-')D,  (q)  =  B(q-I)Sd(q-')Sd(q)B(q)+pA(q-')Rd(q-')Rd(q)A(q).  (2.46) 
Note  that  when  the  common  polynomial  X(q-1)  is  eliminated  between  (2.44)  and  (2.45),  the  implied 
linear  equation  arises 
A(q-')Rd(q-')-R(q-1)  +  q-"  B(q-')Sd(q-')-g(q-1)  =  D,  (q-')C(q-1)  =  AI(q-1).  (2.47) 
The  conditions  under  which  this  single  equation  may  be  used  to  generate  the  unique  optimal  controller 
are  summarised  by  the  following  theorem: 
Theorem  23.2  [42]  The  optimal  controller  polynomials  -R(q-1)  and  -9(q-1)  are  uniquely  deter- 
mined  by  the  implied  equation  (2.47)  if  and  only  if 
(C3)  The  system  C(q-')IA(q-')isproper; 
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(C4)  A(q-')Rd(q-1)  and  B(q-')Sd(q-1)  are  coprime. 
The  unique  solution  has  theproperty  (Rd(q-I)A(q-1))-'-R(q-1)  strictlyproper 
Note  that  condition  (C4)  does  not  hold  for  pole-zero  cancellations. 
It  is  clear  from  (2.47)  that  the  closed-loop  poles  are  defined  by  both  the  polynomials  D,  (q-1)  and 
C(q-1).  Sometimes  it  is  hard  to  identify  a  meaningful  polynomial  C(q-1)  from  data.  As  an  al- 
ternative,  C(q-1)  may  be  seen  as  a  design  choice  in  order  to  place  some  of  the  closed-loop  poles. 
Poles  related  to  C(q-1)  correspond  to  observer  poles  in  the  state-space  design.  The  degree  of  the 
polynomial  C(q-1)  should  be  chosen  as  follows 
deg  C(q-1)  :5  deg  (A(q-')Rd(q-1))  +deg  (q-'kB(q-I)Sd(q-1))  -1-  deg  (D,  (q-1)).  (2.48) 
2.3.7  Reference  Model  Matching 
A  desired  command  signal  response  (tracking  performance)  can  be  specified  by  the  introduction  of  a 
reference  model: 
yr(k)  =  H,  (q-')r(k)  (2.49) 
where  y,.  is  the  desired  output  response.  The  output  y  of  the  closed-loop  system  is  described  by 
Equation  (2.9).  This  yields  the  model  matching  problem 
Tr(q')  H(q1).  (25O) 
Thus  y(k)  =  y,  (k),  Vk  when  (2.50)  is  fulfilled  and  Hd(q-')e(k)  =  0. 
The  following  reference  model  is  chosen 
(A,  (I)/B-  (1))q-nkB-(q-1) 
A,  (q-1) 
where  A,  (q-1)  specifies  the  desired  poles  of  H,.  (q-1)  and  the  factor  (A,.  (I)/B-(I))  ensures  unity 
gain.  B-(q-1)  contains  the  factors  of  the  plant's  numerator  polynomial  B(q-1)  which  have  not  been 
cancelled  by  the  controller.  The  model  matching  requirement  (2.50)  then  becomes 
q-n*B,  (q-')B(q-1)  q-nkB,  (q-')B-(q-1)  q-"kB-(q-1) 
(2.52) 
AI(q-I)A,  I(q-1)  A,  (q-l)AI(q-I)A+(q-1)  A,  (q-1) 
which  results  in  the  following  pre-filter 
(2.53)  Ä-t-Fqi-)  ý 
Notice  that  the  closed-loop  poles  related  to  the  polynomial  (AA,,  (q-')A+(q-1))  are  cancelled  in  T,  (q-1) 
but  not  in  the  output  sensitivity  function  S(q-1)  and  complementary  output  sensitivity  function  T(q-1). 
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Therefore,  a  separation  of  the  disturbance  and  command  signal  responses  is  possible. 
A  special  case  occurs  if  the  polynomial  A,  (q-1)  is  already  a  factor  of  the  characteristic  closed-loop 
polynomial  A,,.  This  can  be  achieved  by  choosing  A,,  =  A,  (q-')A,  (q-1)  during  the  pole-placement 
design.  Notice  that  under  this  condition  the  pre-filter  renders  to 
B,  (q-')  A,,  (q-l)A+(q-1)(A,  (l)/B-(I)) 
(2.54)  Ktýý)  :  --  1 
where  only  the  poles  related  to  A,  (q-1)  are  cancelled  by  the  pre-filter.  However,  the  reference  model 
poles  are  in  this  case  also  poles  of  the  closed-loop  transfer  functions  S(q-1)  and  T(q-1).  Hence, 
there  is  no  longer  perfect  separation  of  tracking  and  disturbance  rejection. 
2.3.8  Controller  Performance  Specification  and  General  Design  Steps 
In  the  previous  sections,  polynomials  had  to  be  specified  in  order  to  place  the  poles  of  the  closed-loop 
system  and  of  the  reference  model.  Adjustable  closed-loop  poles  are  related  to  AI(q-1)  in  the  pole- 
placement  design  and  C(q-1)  in  the  LQG  design  if  necessary.  The  poles  of  the  reference  model  are 
determined  through  the  polynomial  A,  (q-  1). 
The  polynomials  can  be  easily  specified  by  first  or  second-order  systems  widi  given  time-domain 
properties.  For  first  order  systems  (polynomials  of  degree  one)  the  rise  time  is  used  as  a  property 
yielding  the  corresponding  polynomial 
I-  e-Tsltrq-1  (2.55) 
in  the  operator  q-1.  Again,  the  property  rise  time  t,  and  additionally  damping  are  chosen  to  specify 
second-order  systems,  i.  e.  polynomials  of  degree  two.  Within  this  work,  the  desired  damping  factor 
is  unity  (critical  damping)  and  only  the  ri  se  time  t,  must  be  specified.  Having  this  constraint,  the 
,  WOS  +  a)2  2+2 
number  of  design  parameters  is  kept  small.  A  continuous-time  second-order  system  s0 
(represented  using  the  Laplace  operator  s)  with  wo  =  3.2/t,  is  then  equivalent  to  the  discrete-time 
representation 
1-  2e-"Tsq-1  +  e-2"T,  q-2  . 
(2.56) 
Often,  the  maximal  possible  degree  of  AI(q-1)  or  C(q-1)  is  not  fully  used  by  choosing  first  or  second 
order  polynomials.  In  this  case,  there  will  be  additional  stable  closed-loop  poles  located  at  the  ori- 
gin.  The  entire  dynamics  is  then  dominated  by  the  poles  specified  via  the  first  or  second  order  systems. 
The  controller  design  procedure  can  be  surnmarised  in  the  following  steps 
1.  Identify  a  transfer  function  model  by  means  of  parameter  identification  methods  from  experi- 
mental  data  to  obtain  nk,  B(q-1)  and  A(q-1) 
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2.  Decide  if  stable  well  darnped  poles  and  zeros  shall  be  cancelled  by  the  controller  (cf.  Section 
2.3.4);  if  necessary,  specify  factors  A+(q-1)  and  B+(q-1)  in  Sd(q-1)  and  Rd(q-1)  respectively. 
3.  Discover  the  major  disturbances  and  their  frequency  ranges  in  order  to  select  suitable  controller 
polynomials  -Rd(q-1)  and  -gd(q-1)  for  disturbance  and  noise  rejection  (cf.  Section  2.3-4). 
4.  Decide  for  a  preferred  controller  design  method: 
a)  Pole-Placement 
L  Check  the  maximal  possible  degree  of  AI(q-1)  using  (2.39). 
I  Choose  between 
A.  Complete  separation  of  command  signal  response  and  disturbance  rejection  re- 
sponse:  Select  a  first  or  second  order  polynomial  AI(q-1)  depending  on  the 
possible  degree  by  means  of  the  rise  time  t;  ý_'. 
B.  Incomplete  separation  of  command  signal  response  and  disturbance  and  rejec- 
tion  response:  Select  the  polynomials  A,.  (q-1)  and  A,  (q-1)  by  rise  times  t;  ý-  and 
tf-  respectively  while  ensuring  thatAcI(q-')  =  A,  (q-I)A,  (q-1)  has  suitable  de- 
gree. 
iii.  Solve  the  Diophantine  equation  (2.30)  for  the  controller  polynomials  R(q-1)  and 
S(q-1). 
b)  Linear  Quadratic  Gaussian  (LQG)  control 
i.  Choose  the  weight  p  and  perfonn  the  spectral  factorisation  (2.46). 
ii.  Specify  the  polynomial  C(q-1)  via  the  rise  time  tC  and  check  the  maximal  possible 
degree  of  C(q-1)  using  (2.48). 
iii.  Solve  the  single  linear  implied  equation  (2.47)  if  the  conditions  of  Theorem  2.3.2 
are  fulfilled,  otherwise  use  Theorem  2.3.1  to  determine  the  controller  polynomials 
IR(q-1)  and  9(q-1) 
5.  Evaluate  the  output  sensitivity  function  S(q-1)  and  the  complementary  output  sensitivity  func- 
tion  T(q-1)  following  the  guidelines  of  Section  2.3.4.  If  necessary,  choose  new  design  param- 
eters  and  return  to  Step  4.  The  Tables  2.3  to  2.5  show  the  influence  of  the  tuning  parameters  for 
the  different  design  methods. 
6.  Deal  with  the  command  signal  response: 
a)  Use  the  reference  model  (2.5  1)  and  specify  (if  not  already  done  in  Step  4)  the  polynomial 
A,  (q-1)  by  the  rise  time  t;  ý. 
b)  Calculate  the  pre-filter  Bt(q-')IA,  (q-1)  by  Equation  (2.53)  if  A,  (q-1)  is  not  a  factor  of 
A,  I(q-1),  otherwise  use  Equation  (2.54). 
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Table  2.3:  LQG  controller  design:  Influence  of  the  tuning  parameters  on  the  closed-loop  behaviour 
(A,.  (q-1)  is  not  a  factor  of  AI(q-1);  using  (2.53)  to  design  the  pre-filter). 
Command  response  Disturbance  rejection  Noise  sensitivity 
P  better  worse 
P  worse  better 
t1c  better  worse 
worse  better 
faster 
slower 
Table  2A  Pole-placement  design:  Influence  of  the  tuning  parameters  on  the  closed-loop  behaviour 
(A,  (q-1)  is  a  factor  of  AI(q-1);  using  (2.54)  to  design  the  pre-filter). 
Command  response  Disturbance  rejection  Noise  sensitivity 
t"';  T  better  worse 
worse  better 
faster  better  worse 
slower  worse  better 
Table  2.5:  Pole-placement  design:  Influence  of  the  tuning  parameters  on  the  closed-loop  behaviour 
(A,  (q-1)  is  not  a  factor  of  AI(q-1);  using  (2.53)  to  design  the  pre-filter). 
Command  response  Disturbance  rejection  Noise  sensitivity 
t!  "',  better  worse 
worse  better 
faster 
slower 
2.4  Plug-In  Repetitive  Controller 
The  term  repetitive  control  is  used  to  describe  control  algorithms  designed  to  cancel  errors  which  are 
periodic  in  time.  Such  disturbances  occur  in  FES  cycling,  typically  in  cadence  control  problems.  The 
weight  of  the  legs  as  well  as  the  cyclic  stimulation  of  the  leg  musculature  cause  periodic  moment 
variations  at  the  crank.  The  internal  model  principle  introduced  in  Section  2.3.4  can  be  used  to  handle 
disturbances  with  a  period  of  N  sample  instants. 
Including  the  polynomial  (1  -  q-N)  in  Rd  (q-1)  causes  the  rejection  of  the  periodic  disturbance  at  the 
system  output  y(k)  since 
(1  -q  )d(k)  =  d(k)  -  d(k  -  N)  =  0.  (2.57) 
When  N  is  large,  it  is  difficult  to  detennine  a  good  feedback  controller  with  the  design  procedure 
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outlined  in  Section  2.3.  Tomizuka  et  al.  [94]  propose  a  strategy  where  first  a  feedback  controller  is 
designed  without  special  consideration  for  the  repetitive  nature  of  the  disturbance;  instead  the  de- 
signer  can  concentrate  his  effort  on  other  aspects  like  robustness  and  noise  rejection,  for  example. 
Next,  a  plug-in  controller  B,,  (q-I)1A,,  c(q-1)  as  shown  in  Figure  2.4  is  determined  which  asymptot- 
ically  rejects  periodic  disturbances  with  known  period  N  for  the  already-controlled  servo  system  by 
observing  the  error  e,.,  (k)  and  injecting  the  control  signal  u,  (k). 
:  -Virtual-plant  --------------  -----------  ------ 
B,  (q-1)  Plant 
C(q-1)  A,, 
TA(q-')DbD(q-1) 
e,,  (k) 
lu,., 
(k)  d(k) 
r(k)  Bt(q-1)  u,  (k)  u(k)  x(k)  y(k)  q-*B(q-1) 
-1)  Rd(q-1)  A(q-1)  R(q  1) 
L 
Sd(q 
---------------------------------------------- 
I 
Figure  2A  Plug-In  repetitive  control  scheme. 
The  system  seen  by  the  repetitive  controller  is  given  by 
erc  (k)  q-nkg(q-I)Sd(q-I)B(q-1)  (2.58) 
c 
-(k)  -R(q-I)Rd(q-I)A(q-1)  +  q-nkg(q-I)Sd(q-I)B(q-1) 
q-nkBp(q-1)  (2.59) 
Ap(q-1) 
Tomizuka  et  al.  [94]  proposed  the  following  prototype  repetitive  controller 
Brc(q-l) 
Arc(q-l) 
kr  E 
b< 
WE  [0,7r] 
k,,  q-N+nkAp(q-I)Bp  (q) 
(2.60) 
(1  -  q-N)bB+(q-1)  p 
(0,2)  (2.61) 
max  I  Bp  (e-j')  12  (2.62) 
where  k,  is  the  repetive  control  gain,  and  B+(q-1)  and  B-(q-1)  are  cancellable  and  uncancellable  PP 
parts  of  Bp(q-1).  The  term  B-(q)  cancels  the  phase  shift  resulting  from  uncancellable  zeros.  The 
following  choice  of  b  will  satisfy  condition  (2.62): 
(lbpol  +  lbpl  I+-.  -  +  lb 
P,., 
)2.  (2.63) 
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Brc(q-1) 
r rc(  C( 
Figure  2.5:  Repetitive  control  system. 
The  repetitive  system  with  equations  (2.59)  and  (2.60)  is  then  asymptotically  stable  for  0<k,.  <  2. 
With  the  plug-in  repetitive  controller  (2.60)  the  output  sensitivity  function  becomes 
y(k) 
=  S(q-1) 
A,.,  RdRA 
(2.64)  ;  i-(k)  RdAAArc  +  q-nkBSdg  (Arc  +  Brc)* 
The  complementary  output  sensitivity  function  T(q-')  is  then  given  by 
x(k) 
-1) 
q 
-nk  (A,  +  B,.,  )  Sd-9B 
-  T(q  (2.65)  d(k)  Rd-RAA,  -,  +  q-nkBSdg  (A,.,  +  B,.,  )* 
The  transfer  function  S(q-1)  will  be  zero  at  the  repetitive  frequencies  ±i27rlN,  i=0,1,2....  N12 
while  T(q-1)  will  be  unity.  Such  a  closed-loop  system  will  be  sensitive  to  modelling  effors.  There- 
fore,  a  modified  repetitive  controller  with  an  asymptotically  stable  filter  O(q-1)  with  IQ(e-jl)l  :51 
was  introduced  by  K.  K.  Chew  and  M.  Tomizuka  [55]: 
Brc(q') 
A(q') 
- 
k,  q-N+nk  Q(q-')Ap(q-I)Bp  (q) 
(2.66) 
Q(q-l)q-N)bB+(q-1) 
p 
In  general,  Q(q-1)  sacrifices  high-frequency  regulation  for  stability.  The  repetitive  control  system  is 
shown  in  Figure  2.5.  Notice  that  the  system  transfer  function  in  Figure  2.5  differs  from  the  one  in 
Equation  (2.60)  to  account  for  modelling  effors.  From  the  small-gain-theorem,  the  feedback  system 
is  stable  if 
e-J  . onk  bp  (e-jO)) 
<E  [0,7r].  (2.67)  -Ap(e-jw) 
After  some  transformations  and  using  (2.66)  it  follows  that 
1  -k, 
Ap(e-il)BP(ei-)  äp(e-iffl)  1, 
WE  [0,7r1.  (2.68)  bB+(e-i-)  Äp(e-i-)  <  Q(e-jw) 
p 
Figure  2.6  shows  the  right  hand  side  of  Equation  (2.68),  i.  e.  the  stability  boundary,  for  two  choices 
of  Q(q-1).  Under  conditions  of  no  modelling  error,  the  left  hand  side  of  (2.68)  is  smaller  than  unity 
for  0<k,.  <2  and  the  inequality  holds  for  either  choice  of  Q(q-1).  The  stability  region  is  extremely 
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large  when  C)2(q-1)  =  (q  +2+  q-1)14  is  utilised  with  the  price  that  high  frequency  regulation  is 
worse.  The  choice  of  Q(q-1)  depends  on  how  precisely  the  system  is  modelled. 
I 
V 
a 
-4 
--Io  0.5  1  1.5  2  2.5  3 
o)  =  frequency  x  sampling  time  [rad] 
Figure  2.6:  Stability  bounds  for  modified  repetitive  control  system  (Ql(q-1)  :=  19  Q2(q-1)  =  (q  +2+ 
q-1)14) 
The  design  procedure  for  the  plug-in  repetitive  controller  can  be  summarized  in  the  following  steps: 
1.  Given  data:  nk,  Bp(q-1),  Ap(q-').  Choose  design  parameter  k,  and  Q(q-1) 
2.  Compute  B+(q-1),  B-(q)  and  b 
PP 
3.  Form  the  robust  repetitive  controller  (2.66) 
4.  Evaluate  the  new  closed-loop  transfer  functions  S(q-1)  (2.64)  and  T(q-1)  (2.65);  If  necessary, 
choose  new  design  parameters  and  return  to  Step  1. 
An  increase  in  the  parameter  k,.  g!  ves  faster  rejection  of  periodic  disturbances  while  sensitivity  to 
modelling  errors  and  measurement  noise  worsens. 
2.5  Implementation  Issues 
The  controller  presented  in  Section  2.3  as  well  as  its  extension  with  the  plug-in  repetitive  controller 
of  Section  2.4  can  be  brought  into  the  compact  form 
1 
u(k)  (-S(q-ly(k)  +  T(q-')r(k))  (2.69) 
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which  is  depicted  in  Figure  2.7.  This  controller  configuration  will  be  called  an  RST-controller  in  the 
sequel.  The  RST-controller  polynomials  for  the  controller  without  plug-in  repetitive  controller  are 
given  by 
BtICR(O)Rd(O)At(O))  (2.70) 
ýýSdAt/(R(O)Rd(O)At(O))  (2.71) 
R=  RRdAt/(R(O)Rd(O)At(O)).  (2.72) 
With  plug-in  repetitive  control  the  polynomials  are 
T=B,  (A,,  +  B,,  )/(-R(O)Rd(O)A,  (O)A,,  (O))  (2.73) 
S=  gSdA,  (A,.,  +B,,  )/(-R(O)Rd(O)A,  (O)A,.,  (O))  (2.74) 
RRdA,  A,.,  /(-R(O)Rd(O)AI(O)A,,  (O)).  (2.75) 
Notice  that  the  polynomial  R(q-1)  is  made  monic,  i.  e.  the  leading  coefficient  ro  is  unity. 
Avoiding  Integrator  Windup 
Often,  integral  action  will  be  part  of  the  controller  design  strategy.  This  may  be  dangerous,  when 
continuing  integration  of  the  control  error  takes  place  while  the  controller  output  saturates  due  to  the 
limited  output  range  of  any  real  actuator.  Degradation  and  even  instability  of  the  closed-loop  system 
are  possible  consequences.  A  measure  must  be  introduced  to  avoid  windup  of  the  integrator  during 
controller  output  saturation.  As  proposed  in  [4],  to  avoid  windup,  the  RST  controller  structure  can  be 
modified  as  follows 
A,,.  (q-')V  =  T(q-')r(k)  -  S(q-')y(k)  +  (k.  (q-1)  -  R(q-1))  u(k) 
(2.76) 
u(k)  =  sat(u-(k)) 
where  the  saturation  function  is  defined  as 
UIOW  ii(k)  :5  ujo 
u(k)  =  sat  -a(k)  ii(k)  ulow  <  V(k)  <  Uhigh  (2.77) 
Uhigh  la(k)  ý!:  Uhigh 
with  ulow  and  Uhigh  being  the  allowed  lower  and  upper  bounds  of  the  control  signal,  respectively.  The 
polynomial  A,,  w(q-1)  can  be  considered  as  the  characteristic  polynomial  of  the  saturation  observer. 
A  block  diagram  of  the  modified  RST-controller  (2.76)  is  shown  in  Figure  2.8.  Notice  that  the  con- 
trollers  (2.69)  and  (2.76)  coincide  for  a  non-saturated  controller  output. 
The  polynomial  A,,,  (q-1)  can  be  specified  again  by  first  or  second  order  systems  with  given  time- 
domain  properties.  Taking  the  same  rise-time  as  for  the  specification  of  the  closed-loop  poles  is  often 
a  good  choice.  However,  a  simulation  study  of  the  RST-controller  with  anti-windup  together  with 
the  actuator  model  and  plant  model  should  be  performed  before  applying  the  controller  to  the  real 
system. 
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T(q') 
1 
ww7)  V(ýý 
-SWI) 
Figure  2.7:  Block  diagram  of  the  RST-controller.  Figure  2.8:  Controller  structure  with  modification 
that  avoids  integrator  windup. 
Software 
The  controller  design  was  carried  out  under  MATLABTMI  using  the  Polynomial  Toolbox"m  by 
polyX.  2  The  Identification  ToolboxTm  of  MATLABTm  was  employed  for  solving  parameter  esti- 
mation  problems. 
2.6  Summary  and  Conclusions 
The  controller  design  method  used  is  an  identification-based  approach  with  two  steps:  (i)  the  open- 
loop  response  of  the  system  output  to  variations  in  the  system  input  is  determined  in  an  identification 
test.  The  parameters  of  a  linear  input-output  model  are  determined  from  the  measured  data;  (ii)  the 
estimated  model  is  used  to  analytically  design  a  closed-loop  controller. 
Detailed  guidelines  for  the  general  controller  design  have  been  given  in  this  chapter  taking  into  ac- 
count  the  presence  of  disturbances,  plant  uncertainties  and  measurement  noise.  A  step  to  step  proce- 
dure  has  been  presented  for  tuning  of  the  controller.  The  last  part  of  this  chapter  treated  the  practical 
implementation  of  the  controller. 
The  controller  design  will  be  applied  to  the  problem  of  power,  cadence  and  torque  control  on  an 
ergometer  in  Chapters  5  and  6. 
IMATLAB  is  a  registered  trademark  of  The  MathWorks,  Inc.,  http:  //www.  mathworks.  com 
2http:  //www.  polyx.  com 
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3.1  Summary 
This  chapter  gives  an  overview  of  Functional  Electrical  Stimulation  (FES)  induced  lower-limb  cy- 
cling  in  paraplegia  and  represents  mainly  a  literature  review  with  discussions.  Section  3.2  outlines 
the  advantages  of  FES  cycling  in  comparison  to  other  FES  applications  for  the  lower  limbs.  The 
principles  of  FES  cycling  and  various  technical  realisations;  are  presented  in  Section  3.3.  This  Section 
gives  a  survey  of  existing  FES  cycling  systems  covering  static  ergometers  as  well  as  mobile  devices. 
The  concept  of  isokinetic  and  isotonic  training  devices  is  explained.  In  Section  3.4,  the  efficacy  and 
performance  of  FES  cycling  are  analysed  on  the  basis  of  published  studies.  Existing  methods  for 
designing  and  optimising  stimulation  patterns  are  presented  in  Section  3.5.  The  present  knowledge 
of  the  influence  of  stimulation  frequency,  pulse  train  composition,  and  pedalling  cadence  is  described 
in  Section  3.5  as  well.  Finally,  a  summary  and  discussion  of  open  research  fields  in  FES  cycling  are 
given  in  Section  3.6. 
3.2  Motivation 
Neuro-prostheses  based  on  functional  electrical  stimulation  offer  partial  restoration  of  lost  motor 
functions  in  paraplegia  (cf.  Chapter  1).  In  the  following  sections,  FES  supported  lower-limb  cycling 
is  investigated  as  it  provides  a  number  of  benefits  which  make  it  more  attractive  to  a  paraplegic 
individual  than  other  FES  activities.  A  major  advantage  is  that  cycling  can  be  safely  performed  by 
individuals  with  SCI.  Using  a  stationary  exercise  bicycle  (ergometer)  or  a  recumbent  tricycle,  with 
feet  constrained  by  their  attachment  to  the  pedals,  problems  of  balance  can  be  avoided.  Generally, 
patients  are  very  motivated  to  perform  FES  cycling  exercises.  Perhaps  the  most  attractive  activity 
is  recreational  cycling  outdoors.  As  such  an  exercise  is fun  and  convenient,  it  makes  it  feasible  for 
many  patients.  There  is  the  real  potential  that  mobile  FES  cycling  systems  can  find  a  broad  use 
outside  of  a  clinical  environment.  Other  neuro-prostheses,  e.  g.  for  walking,  have  not  been  transferred 
into  the  daily  lives  of  paraplegics  to  a  large  extent,  although  applicable  in  a  clinic.  As  a  result, 
the  success  of  introducing  regular  FES  exercises  to  individuals  with  SCI  so  as  to  promote  health  has 
been  disappointing  until  now.  Unlike  cycling,  practical  activities  related  with  standing  posture  require 
upper  body  effort  in  maintaining  balance  (via  crutches  or  walking  frames).  This  disadvantage  plus  the 
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preparation  time  and  the  often  poor  appearance  of  the  achieved  gait  outweigh  the  perceived  benefits  of 
use.  FES  cycling  on  the  other  hand  does  not  require  strenuous  upper  body  support  and  may  therefore 
be  more  acceptable. 
Over  the  past  twenty  years  a  large  number  of  studies  have  been  carried  out  into  the  therapeutic  and 
medical  benefits  of  FES  cycling.  A  review  by  Janssen  et  al.  [50]  summarises  the  key  potential  benefits: 
improved  muscle  size  and  strength,  increased  range  of  joint  motion,  and  significant  training  effects 
giving  improved  cardiopulmonary  fitness.  These  benefits  may  help  to  reduce  the  general  and  wide- 
ranging  effects  of  the  secondary  complications  which  often  accompany  the  disability  (see  Chapter  1) 
and  may  make  the  performance  of  activities  of  daily  living  relatively  less  stressful. 
The  main  benefit  from  FES  cycling  lies  in  the  cardiovascular  conditioning  that  can  be  achieved  by 
aerobic  exercise.  Aerobic  cycling  exercises,  when  conducted  at  an  intensity  that  demands  the  cardio- 
vascular  system  to  operate  near  the  anaerobic  threshold,  can  cause  significant  training  of  the  heart, 
the  peripheral  cardiovascular  system  in  general  and  the  lungs.  Exercises  like  cycling  which  use  the 
paralysed  leg  musculature  are  more  efficient  than  arm  exercises  for  the  excitation  of  the  cardiovascu- 
lar  system  due  to  the  significantly  larger  mass  of  the  major  leg  muscles.  In  addition,  the  shoulders  are 
ill  adapting  to  load  intensive  arm  exercises  and  so  may  be  damaged. 
Propelling  a  cycle  by  electrical  stimulation  of  the  large  leg  muscles  is  feasible  and  has  been  demon- 
strated  for  the  first  in  the  1980s  using  surface  electrodes  [69,70]  and  implanted  electrodes  [54]. 
Perkins  et  al.  [64]  realised  FES  lower-limb  cycling  in  one  SCI  individual  with  an  implanted  lumbo- 
sacral  anterior  root  stimulator. 
Unfortunately,  the  intensity  of  FES  lower-limb  cycling  exercises  is  rather  low  compared  to  normal 
cycling  of  able-bodied  individuals,  rarely  exceeding  an  oxygen  uptake  of  1-1.5  litres  per  minute  [601. 
A  detailed  discussion  about  the  performance  of  FES  cycling  is  given  in  Section  3.4.  The  limited 
intensity  constrains  the  physiological  benefits  to  be  obtained  from  FES  ergometer  cycling. 
The  intensity  can  be  elevated  by  simultaneously  performing  an  upper  body  exercise,  such  as  arm 
cranking.  Hybrid  exercise  provokes  a  significantly  higher  pulmonary  oxygen  uptake  (1ý02  1.5- 
2.0  I/min)  [60].  However,  performing  two  cycling  exercises  simultaneously  represents  a  rather  unnat- 
ural  movement.  It  is  therefore  questionable  if  this  form  of  hybrid  exercise  will  find  a  wide  acceptance. 
FES  assisted  rowing  for  persons  with  SCI  is  an  alternative  to  FES  lower-limb  cycling  [16,39].  Pilot 
studies  demonstrated  that  FES  rowing  is  a  safe  and  well-tolerated  type  of  cardiovascular  exercise  for 
paraplegics.  It  gives  reliably  high  1ý02  values  (ý!:  1.5  I/min)  and  involves  the  lower  limb  as  well  as  the 
upper  limbs  and  trunk  musculature.  Stress  on  the  upper  limbs  is  not  increased  as  seen  in  wheelchair 
propulsion. 
3.3  FES  Cycling  Systems 
In  this  section,  the  state  of  the  art  in  FES  cycling  technology  is  outlined.  The  focus  will  be  on  surface 
stimulation  approaches.  A  summary  of  approaches  from  selected  surface  stimulation  studies  is  given 
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in  Table  3.1. 
There  are  some  common  features  which  nearly  all  FES  cycling  devices  share: 
*  The  muscle  stimulation  is  synchronised  with  the  measured  crank  angle. 
The  ankles  are  stabilised  against  plantar  and  dorsi  flexion,  internal/external  rotation  and  inver- 
sion/eversion  using  orthoses.  Additionally,  varus/valgus  of  the  legs  is  prevented  by  this  bracing. 
The  FES  cycling  systems  can  be  simply  operated  by  the  paralysed  cyclist.  The  paralysed  person 
can  transfer  on  and  off  the  tricyclelergometer  independently.  Some  systems  can  be  operated 
from  the  wheelchair  without  transfer. 
The  distance  between  hip  and  pedals  and  the  crank  arm  lengths  are  individually  adjustable  for 
each  cyclist.  This  allows  the  range  of  motion  for  knees  and  hips  to  be  limited  as  desired. 
Independent  pedalling  by  the  paralysed  individuals  is  mainly  achieved  by  activating  knee  extensors 
via  quadriceps  stimulation,  knee  flexors  via  hamstrings  stimulation  and  hip  extensors  via  gluteus 
maximus  stimulation.  The  quadriceps  contributes  most  to  the  total  power  output  in  FES  cycling, 
followed  by  the  hamstrings  and  then  the  gluteus  maximus  [31]. 
In  some  studies,  only  a  subset  of  these  muscle  groups  has  been  employed.  Such  a  strategy  usually 
causes  dead  spots  in  the  cycling  motion  which  have  to  be  overcome  by  injecting  additional  mechanical 
energy  into  the  system  which  is  not  related  to  muscle  stimulation. 
Stimulation  of  other  muscle  groups  such  as  iliacus,  tibialis  anterior  and  gaýtrocnemius  (in  addition  to 
gluteus  maximus,  hamstrings  and  quadriceps)  was  also  applied  in  experimental  and  simulation  studies 
[2,22,24,32,35,63,72,971. 
The  use  of  the  withdrawal  reflex  in  FES  cycling  by  peroneal  nerve  stimulation  was  proposed  by 
Angell  et  al.  [2]  although  the  effects  of  this  are  little  reported  and  analysed.  A  recent  simulation 
study  by  Gf6hler  and  Lugner  [32]  shows  only  a  modest  increase  in  power  output  by  peroneal  nerve 
stimulation. 
In  [24,35],  slightly  higher  magnitudes  of  metabolic  and  cardiopulmonary  responses  by  the  addition 
of  shank  muscles  were  reported  while  power  output  was  nearly  unaffected.  In  these  studies,  however, 
the  ankle  joint  was  kept  fixed  and,  consequently,  stimulation  of  the  triceps  surae  only  leads  to  a 
negligible  moment  contribution  of  the  gastrocnernius  at  the  knee.  Van  Soest  et  al.  [97]  used  a  forward 
dynamics  modelling/simulation  approach  to  assess  the  potential  effect  of  releasing  the  ankle  on  the 
maximal  mechanical  power  output.  Triceps  surae  and  tibialis  anterior  were  additionally  stimulated. 
Thus,  releasing  the  ankle  joint  destroys  the  direct  kinematical  relationship  between  crank  angle  and 
joint  angles.  A  new  mechanical  degree  of  freedom  is  introduced,  the  kinematics  of  the  leg  now 
depend  on  muscle  forces,  and  thus  muscle  forces  have  to  be  coordinated  in  such  a  way  that  the 
resulting  leg  kinematics  are  appropriate.  An  inadequate  muscle  stimulation  pattern  may  result  in, 
for  example,  hyper  extension  of  the  knee.  Releasing  the  ankle  joint  introduces  injury  hazards.  The 
simulation  study  by  Van  Soest  et  al.  [97]  showed  that  releasing  the  ankle  joint  and  stimulating  the 
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triceps  surae  and  tibialis  anterior  is  expected  to  result  in  a  modest  increase  in  power  output  at  best. 
The  improvement  in  power  output  depends  strongly  on  the  location  of  the  contact  point  between  the 
foot  and  the  pedal.  A  tuning  of  this  position  with  respect  to  the  relative  strength  of  the  ankle  plantar 
flexors  is  necessary.  For  an  inappropriate  position,  the  power  output  may  be  smaller  with  a  released 
ankle  joint  compared  to  the  fixed  ankle  joint  setup.  The  stimulation  patterns  applied  in  [97]  are  the 
result  of  a  complex  optimisation  that  maximises  the  power  output.  Muscle  fatigue  was  not  considered 
in  the  optimisation.  A  result  of  the  optimisation  is  that  the  triceps  surae  has  to  be  stimulated  for  most 
of  the  crank  cycle.  It  should,  however,  be  noted  that  a  prolonged  moment  contribution  by  the  plantar 
flexors  using  FES  is  not  realistic  since  continuous  electrical  stimulation  would  cause  muscle  fatigue 
within  a  few  minutes. 
Table  3.11:  Stimulated  muscle  groups  or  nerves  using  surface  electrodes  for  FES  cycling  in  selected 
studies  /  systems:  Q-  quadriceps,  H-  hamstrings,  G-  gluteus  maximus,  I-  iliacus,  TA  - 
tibialis  anterior,  GAS  -  gastrocnemius,  P-  peroneal  nerve. 
Source  /  System  Q  H  GI  TA  GAS  P  Motor  Flywheel  Type 
Petrofsky  et  al.  [70]  x  x  x  static 
Eichhorn  et  al.  [18]  x  x  x  static 
Petrofsky  et  al.  [69]  x  x  static 
Ergys  HI  x  x  x  x  static 
Stimmaster  Orion2  x  x  x  x  static 
Pons  et  al.  [72]  x  xx  x  mobile 
Petrofsky  and  Smith  [67]  x  x  x  mobile 
Jang  et  al.  [49]  x  x  x  static 
Glaser  et  al.  [35]  x  x  xxx  x  static 
Chen  et  al.  [13]  x  x  x  static 
Gf6hler  et  al.  [30]  x  x  x  x  mobile 
Angeli  et  al.  [2]  x  x  xx  x  mobile 
Perkins  et  al.  [63]  x  x  xxx  mobile 
Stein  et  al.  [89]  x  x  mobile 
Berkelmans  et  al.  [7]  x  x  x  mobile 
Chen  et  al.  [14]  x  x  x  x  static 
Szecsi  et  al.  [91]  x  x  x  mobile 
Takahashi  et  al.  [92]  x  x  x  x  mobile 
Fornusek  et  al.  [26]  x  x  x  x  static 
3.3.1  Static  Isotonic  Trainers 
Based  on  a  design  study  by  Petrofsky  et  al.  [701,  a  line  of  commercial  FES  cycling  ergometers  has 
been  established  by  Therapeutic  Alliances  Inc.,  including  the  Regys  I  clinical  rehabilitation  system 
as  well  as  the  Ergys  I  and  Ergys  H home  rehabilitation  systems.  Currently,  these  static  ergometers 
I  Therapeutic  Alliances  Inc.,  United  States,  http:  //www.  musclepower.  com/ 
2EIectrologic  of  America,  Inc.,  United  States,  http:  //www.  electrologic.  comi 
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are  mostly  employed  for  clinical  rehabilitation  treatment.  These  ergometers  are  based  on  a  standard 
Monarch  bicycle  ergometer  used  for  non-paralysed  individuals.  Resistance  levels  have  been  reduced 
to  adapt  the  devices  to  the  limited  power  output  ranges  of  paralysed  cyclists.  Glaser  et  al.  [35]  investi- 
gated  possible  modifications  of  the  stimulation  parameters  and  the  additional  recruitment  of  the  shank 
muscles  for  the  Ergys  I  ergometer  system  in  order  to  improve  the  power  output.  However,  success 
was  limited. 
Electrologic  of  America  Inc.  offers  another  commercial  ergometer  for  FES  cycling,  named  Stim- 
master  Orion.  Notice  that  the  commercial  devices  by  Therapeutic  Alliances  Inc.  and  Electrologic  of 
America  Inc.  are  only  certified  for  medical  use  in  the  United  States  and  are  used  only  within  research 
projects  in  Europe. 
Jang  et  al.  [49]  built  a  prototype  FES  cycling  trainer  with  adjustable  seat  and  load.  The  system  was 
based  on  a  commercially  available  exercise  ergometer  where  the  seat  position  is  different  from  the 
commercially  available  high-chair  type  FES  ergometers.  Chen  et  al.  [  11  ]  extended  this  FES  cycling 
prototype  system  for  multi-centre  controlled  studies.  A  tele-meeting  system  was  built  for  online  dis- 
cussion  and  exchange  of  training  protocols  between  clinical  centres  via  the  public  Integrated  Services 
of  Digital  Network  (ISDN).  The  same  research  group  also  developed  a  hybrid  exercise  system  which 
combines  FES  lower-limb  cycling  and  arm  cranking  [14].  The  patient  can  exercise  on  this  static 
ergometer  while  sitting  in  the  wheelchair. 
Most  static  ergometers  listed  above  are  equipped  with  a  large  flywheel  to  maintain  an  initiated  cycling 
motion  in  case  of  untrained  and  weak  leg  musculature  and  to  overcome  dead  spots  due  to  insufficient 
muscle  stimulation.  The  cycling  resistance  (load)  can  be  adjusted  by  applying  resistance  to  the  fly- 
wheel  or  using  an  hysteresis  brake. 
An  isotonic  training  regime  can  be  realised  with  such  ergometers  when  a  set  constant  amount  of 
resistance  is  applied.  This  resistance  is  mainly  viscous  friction  so  that  only  for  a  constant  speed  the 
assumption  of  constant  resistance  and  therefore  perfect  isotonic  training  can  be  achieved.  To  cycle 
at  a  given  speed,  the  cyclist  must  produce  a  drive  moment  by  stimulation  which  compensates  for 
the  externally  applied  viscous  friction,  the  internal  static  and  viscous  friction  and  the  passive  crank 
moments  caused  by  the  legs  due  to  gravity.  Setting  the  resistance  at  the  flywheel  or  brake  to  zero 
does  not  mean  that  the  power  output  is  truly  zero.  'ýZero"  power  in  isotonic  ergometer  systems  is 
defined  by  the  amount  of  power  required  to  passively  turn  the  legs  and  the  unbraked  flywheel  at  a 
given  cadence.  This  offset  can  vary  between  subjects  of  disparate  muscle  tone  and  also  depends  on 
seating  position. 
3.3.2  Static  Isokinetic  Trainers 
With  isokinetic  exercise  devices  muscular  action  is  performed  at  a  constant  pedalling  cadence.  There- 
fore,  an  isokinetic  FES  lower-limb  cycling  system  must  use  an  active  drive  mechanism  (e.  g.  an  elec- 
tric  motor)  to  achieve  the  aim  of  constant  cadence.  The  first  FES  cycling  ergometer  that  used  a  motor 
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to  assist  or  resist  the  pedalling  has  been  described  by  Eichhorn  et  al.  [18].  However,  the  motor  control 
approach  is  not  explicitly  mentioned. 
Fornusek  et  al.  [26]  developed  a  true  isokinetic  FES  cycle  ergometer.  The  design  was  based  on  a 
commercially  available  motorised  ergometer  which  was  integrated  with  a  customised  FES  system,  a 
laptop  computer,  and  a  specialised  chair  that  restricted  lateral  leg  movements. 
Isokinetic  training  devices  allow  a  larger  proportion  of  SCI  persons  to  undertake  FES  cycling,  i.  e. 
those  unable  to  generate  and  maintain  sufficient  muscle  force  to  rotate  a  large  flywheel  or  those 
with  low  tolerance  to  FES  due  to  residual  sensation.  The  motor  opposes  FES-induced  muscle  forces 
exerted  by  the  subject  or  assists  pedalling  during  dead  spots.  Compared  to  isotonic  ergometers,  a 
wider  range  of  pedalling  cadences  can  be  achieved  (5-60  rpm).  Cadences  below  35  rpm  are  difficult 
to  establish  with  isotonic  trainers  and  have  not  been  reported  yet.  Current  findings  on  the  effect  of 
cadence  in  FES  cycling  are  outlined  in  Section  3.5.3. 
Accurate  information  on  power  output  can  be  obtained  from  a  power  sensor  at  the  crank  or  by  calcu- 
lation  from  cadence  and  applied  motor  torque  which  is  reflected  by  the  motor  current  [26].  The  active 
crank  torque  produced  by  the  electrically  stimulated  muscles  can  be  easily  determined  by  subtracting 
the  passive  motor  torque  (i.  e.,  when  the  limbs  are  being  moved  solely  by  the  motor)  from  the  sensed 
motor  torque  during  the  FES  cycling  exercise.  Notice  that  by  using  the  active  drive  torque  for  power 
calculation  the  true  active  power  output  by  stimulation  is  obtained.  The  passive  torque  is  crank  angle 
dependent  and  has  to  be  obtained  during  periods  of  passive  cycling.  A  readjustment  has  to  be  carried 
out  in  case  of  changes  due  to  muscle  tone  or  seating  position. 
Despite  the  large  number  of  positive  aspects  in  using  isokinetic  training  devices,  disadvantages  also 
exist.  The  use  of  a  motor  driven  system  has  the  potential  to  injure  the  subject  by  forcing  a  limb 
movement  in  the  presence  of  a  strong  muscle  spasm.  Special  safety  features  that  prevent  muscle 
injury  are  required.  Usually,  only  low  power  electrical  drives  (<200  W)  are  used.  Muscle  spasms 
are  detected  by  crank  moment  measurements  or  estimates  from  motor  current.  The  electric  motor  is 
powered  off  in  the  event  of  a  spasm.  Another  problem  is  the  fact,  that  the  legs  are  always  turning 
even  without  electrical  stimulation  and  that  the  cyclist  may  lose  the  feeling  of  being  able  to  cycle 
independently.  This  may  diminish  the  motivation  to  perform  such  cardiovascular  training. 
3.3.3  Mobile  Devices 
Several  locomotion  devices  by  means  of  functional  electrical  stimulation  have  been  developed.  The 
majority  of  these  mobile  systems  can  be  converted  into  a  static  ergometer  and  vice  versa.  Mostly 
three  or  four  wheel  constructions  with  a  wide  wheelbase  are  used  to  ensure  stability  especially  in 
turns  when  carrying  paraplegic  cyclists.  These  vehicles  are  either  built  by  modification  of  commercial 
devices  [9,63,67,69,91  ]  or  specially  constructed  from  scratch  to  better  fit  the  demands  of  paralysed 
cyclists  [30,72,91].  A  travelling  speed  of  5-10km/h  can  be  achieved  with  these  devices  making 
them  suitable  for  outdoor  use.  A  problem  is  the  limited  manoeuvrability  of  a  tricycle  compared  to 
a  wheelchair,  reducing  the  use  indoors.  Alternatively,  cycling  systems  which  work  as  a  wheelchair 
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extension  have  been  developed  [2,7,92].  These  systems  offer  better  manoeuvrability  that  allows  for 
indoor  operation.  The  reported  travelling  speed  however  is  below  2  km/h  for  some  of  the  wheelchair 
cycling  systems,  making  them  less  suitable  for  intensive  outdoor  use.  An  advantage  of  wheelchair 
cycling  systems  is  their  portability  and  small  size.  The  system,  presented  in  [2]  fits  into  a  passenger 
car. 
On  all  devices,  the  intensity  of  muscle  stimulation  can  be  manually  adjusted  by  the  cyclist  often  using 
a  throttle  (potentiometer)  mounted  to  the  handlebar. 
FES  cycling  systems  which  are  specially  constructed  for  the  purpose  of  paraplegic  cycling  are  typ- 
ically  rather  expensive.  Locomotion  devices  with  a  similarity  to  a  wheelchair  in  appearance  may 
not  be  the  favourite  choice  for  paraplegic  users  if  they  can  choose  a  "normal"  tricycle  with  nearly 
the  same  functionality.  These  facts  may  lower  the  likelihood  of  specially  constructed  systems  to  be 
chosen  by  paralysed  individuals  for  recreational  use. 
In  contrast,  the  modification  of  commercially  available  standard  recumbent  tricycles  by  relatively 
simple  means  yields  non-expensive,  practical  FES  cycling  systems.  Riding  such  tricycles,  one  can 
barely  distinguish  between  a  paralysed  cyclist  and  a  neurologically  intact  cyclist.  This  may  be  a 
reason  why  such  systems  are  already  used  outside  a  clinical  environment  [9,63].  These  mobile  FES 
cycling  devices  have  a  low  Centre  of  Gravity  (CoG)  for  stability,  while  being  suitable  for  transfer 
from  a  wheelchair. 
An  alternative  approach  for  FES  locomotion  similar  to  cycling  is  presented  in  [33].  The  authors 
modified  a  wheelchair  so  that  it  could  be  propelled  by  FES  induced  leg  extension.  The  legs  move 
sliding  foot-plates  which  turn  the  back  wheel  via  a  ratchet  transmission.  Only  the  quadriceps  muscles 
are  stimulated  as  gravity  IS  used  to  return  the  legs. 
Stein  et  al.  [89]  also  developed  a  leg-propelled  wheelchair  which  has  a  number  of  different  properties 
from  Glaser's  original  design  (e.  g.,  rotary  motion  about  the  knee  joint,  rather  than  linear  translation). 
The  forces  generated  by  flexion  and  extension  about  the  knees  are  used  to  propel  the  wheelchair 
forward  through  a  custom-built  gear-box.  The  gear-box  converts  bi-directional  rotations  of  the  knee 
joint  into  unidirectional  rotations  that  drive  the  rear  wheel  in  a  forward  direction  via  a  standard  bicycle 
chain.  The  system  can  be  also  used  as  a  static  leg  exercise  trainer. 
While  training  effects  of  regular  static  FES  cycling  exercises  with  static  ergometers  have  been  exten- 
sively  studied,  only  limited  results  are  reported  on  evaluating  mobile  devices  with  paraplegic  subjects. 
Only  three  sources  [9,63,9  1]  provide  data  which  prove  the  utility  of  mobile  FES  cycling  devices  for 
long-term  usage  outside  laboratory  conditions,  including  mobile  cycling. 
Assisted  Mobile  FES  Cycling 
A  major  problem  of  mobile  FES  cycling  is  the  occurrence  of  rapid  muscle  fatigue  due  to  the  artificially 
induced  muscle  contractions  (see  Chapter  1).  This  fatigue  diminishes  the  recreational  benefits  of 
cycling  as  only  limited  distances  can  be  achieved.  However  the  radius  of  action  can  be  extended  if  an 
electric  motor  is  integrated  into  the  cycling  system. 
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The  auxiliary  motor  allows  furthermore  to  initiate  cycling  by  overcoming  the  initial  inertia  when 
the  cycling  device  is  started  from  rest.  As  explained  subsequently  in  Section  3.4,  the  power  output 
of  FES  lower-limb  cycling  is  generally  low  compared  with  that  of  voluntary  cycling  of  able-bodied 
individuals.  While  brief  periods  of  cycling  on  flat  ground  are  possible,  longer  periods  of  cycling  as 
well  as  cycling  on  slopes  and  against  strong  winds  may  require  an  additional  contribution  from  the 
motor  to  the  leg  power. 
Several  research  teams  have  already  designed  mobile  tricycles  with  an  auxiliary  motor  [2,30,72,92]. 
Notice  that  in  the  systems  described  in  [30,72]  and  [2],  the  motor  and  the  electrically  stimulated 
muscles  are  always  controlled  in  a  feedforward  manner,  e.  g.  manually  by  the  cyclist.  Gf6hler  et  al. 
[30]  fitted  a  hub  motor  in  the  front  wheel  of  their  tricycle.  The  total  drive  power  (by  motor  and 
stimulation)  is  then  adjusted  by  a  throttle  grip  whereas  the  ratio  of  muscle  and  motor  torque  can  be 
preselected. 
Sophisticated  feedback  control  of  the  electrical  stimulation  and  the  motor  is  not  well  developed  at  the 
moment.  Recently,  Takahashi  et  al.  [921  proposed  two  control  strategies  and  tested  them  experimen- 
tally.  The  aim  of  both  strategies  is  to  control  the  travelling  velocity  of  the  cycling  system.  A  reference 
for  the  velocity  is  manually  set  by  the  cyclist.  In  the  first  control  approach,  a  proportional-derivative 
(PD)  controller  determines  the  stimulation  intensity  of  the  electrical  stimulation.  The  stimulation 
intensity  is  bounded,  and  the  motor  supports  the  movement  only  if  the  stimulation  intensity  reaches 
saturation.  In  this  case,  PD  control  is  also  applied  to  the  motor.  The  second  approach  requires  a 
complex  model  of  the  cycling  device  and  the  electrically  stimulated  muscles.  A  Power  Estimator 
estimates  the  required  power  to  make  the  system  run  at  the  desired  speed  and  distributes  the  power  to 
the  motor  and  the  muscles  according  to  a  pre-defined  criterion. 
Petrofsky  and  Smith  [67]  investigated  another  approach  to  resolve  the  "muscle  fatigue"  problem.  The 
researchers  designed  a  new  "tricycle  for  two".  This  device  allows  a  paralysed  individual  to  cycle 
with  a  non-paralysed  individual.  A  non-paralysed  person  can  ride  alongside  the  patient  for  safety, 
to  provide  additional  pedaffing  force  for  example  when  the  paralysed  individual  becomes  fatigued 
through  excessive  functional  electrical  stimulation  of  their  leg  muscles. 
The  combination  of  FES  lower-limb  cycling  and  arm  cranking  to  drive  a  vehicle  has  been  presented 
in  [7].  The  FES  systems  described  in  [89]  and  [92]  can  also  be  additionally  propelled  by  the  arms. 
Sitting  Posture 
The  cyclist's  position  on  the  vehicle  may  be  erect,  as  on  a  standard  bicycle,  or  supine  recumbent. 
The  latter  is  preferable  to  ensure  stability  during  comering.  Stability  problems  in  the  case  of  an  erect 
sitting  posture  have  been  reported  in  [67].  In  contrast  to  able-bodied  individuals,  paraplegic  cyclists 
have  often  only  limited  control  over  their  trunk  muscles  which  makes  it  difficult  to  stabilise  the  trike 
by  changing  the  centre  of  gravity  of  the  upper  body. 
Gf6hler  et  al.  [30]  designed  a  tricycle  where  the  two  rear  wheels  and  the  main  tricycle  frame  can 
be  inclined  in  parallel  with  adjustable  hydraulic  damping,  in  order  to  avoid  stability  problems  when 
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cornering  while  using  an  erect  sitting  posture.  Petrofsky  and  Smith  [67]  developed  a  tricycle  where 
the  basic  design  was  a  commercial  tricycle  made  for  two  people  with  a  side-by-side  arrangement  of 
the  seats.  This  increases  the  stability  of  the  system  in  bends. 
3.4  Efficacy  and  Performance  of  FES  Cycling 
An  important  objective  with  FES  cycling  is  to  improve  the  cardiopulmonary  fitness  of  the  SCI  sub- 
jects.  This  requires  regular  aerobic  exercise  for  which  the  body  uses  oxygen  to  release  energy  for 
physical  activity,  in  this  case  cycling.  An  aerobic  metabolism  occurs  when  the  body  breaks  down 
fat  and  glucose  by  combining  with  oxygen.  During  intense  aerobic  exercises,  the  body  uses  more 
oxygen,  and  breathing  and  heart  rate  increase.  An  exercise  period  of  20-30  min  with  a  heart  rate  of 
60  to  80%  of  the  maximum  heart  rate  is  considered  necessary  to  stimulate  aerobic  (cardiopulmonary) 
adaptations.  Tberefore,  a  certain  level  of  mechanical  power  output  is  necessary  while  cycling  in  order 
to  start  the  aerobic  metabolism. 
Faghri  et  al.  [20]  have  shown,  that  after  12  weeks  of  static  FES  cycling  exercises  (3  sessions  per  week) 
there  were  significant  performance  gains  in  which  endurance  increased  from  a  few  minutes  to  30 
minutes  per  session  and  power  output  capabIlities  increased  from  5  to  18  W  for  6  paraplegic  subjects 
(5  of  them  complete  SCI).  The  exercises  were  always  limited  to  30  min  and  started  with  minimal 
resistance  (unbraked  flywheel)  during  the  first  week.  When  fatigue  occurred,  up  to  three  bouts  were 
permitted  to  complete  the  session.  When  the  subjects  were  able  to  exercise  at  a  given  power  output 
for  three  consecutive  sessions,  the  load  was  increased  for  the  next  session.  These  numbers  plus 
cardiorespiratory  variables  recorded  during  these  exercises  indicate  that  aerobic  exercises  have  been 
achieved,  causing  local  (muscular)  and  central  (cardiorespiratory)  training  effects. 
Eser  et  al.  [  19]  achieved  average  power  outputs  of  up  to  26  W,  resulting  from  three  weekly  sessions 
of  30  min  each.  Petrofsky  and  Stacy  [68]  described  more  impressive  results,  with  all  of  their  eight 
subjects  producing  at  least  55  W  for  30  min  after  24  weeks  of  training  (however,  the  training  frequency 
was  not  reported.  ) 
Following  a  period  of  training,  the  magnitudes  of  cardiorespiratory  responses  in  SCI  patients  caused 
by  FES  cycling  may  be  similar  to  those  of  able-bodied  individuals  during  walking  and  slow  jog- 
ging  [501.  However,  one  can  state  that  even  following  intensive  training,  power  output  and  maximal 
possible  cycling  time  stay  low  compared  to  values  obtained  by  normally  trained  able-bodied  individ- 
uals.  Hence  cardiorespiratory  responses  will  be  different  for  SCI  and  able-bodied  individuals  during 
cycling  exercises.  Glaser  et  al.  [34]  showed  in  an  experimental  study,  that  efficiencies  for  FES  cy- 
cling  were  significantly  lower  (by  approximately  1/3  to  1/4)  than  those  for  voluntary  cycling.  More 
metabolic  energy  is  utilised  for  producing  the  same  mechanical  power  output.  Reasons  for  this  may 
be: 
o  Non-physiological  stimulation  patterns:  The  stimulation  patterns  to  recruit  muscles  during 
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FES  cycling  are  crude  compared  to  those  inherent  in  voluntary  cycling  exercises  with  able- 
bodied  individuals.  Using  surface  electrodes,  there  are  typically  also  muscles  unintentionally 
recruited  and  forces  generated  which  do  not  contribute  to  the  pedalling  at  all  or  in  a  highly 
inefficient  way.  The  conversion  of  mechanical  energy  produced  by  the  muscles  to  mechanical 
rotational  energy  at  the  crank  may  not  be  ideal  for  the  chosen  stimulation  sequence. 
Sinclair  et  al.  [87]  reported  that  paraplegic  subjects  apply  significantly  larger  peak  forces  than 
able-bodied  subjects  cycling  under  voluntary  muscle  control  because  of  the  short  duration  of 
neuromuscular  stimulation.  Able-bodied  subjects  were  able  to  achieve  the  same  workload  by 
applying  smaller  forces  over  a  greater  percentage  of  each  crank  revolution.  While  the  work  in 
healthy  subjects  is  usually  delegated  to  many  muscles,  in  FES  cycling  only  a  few  major  muscles 
with  consequently  larger  force  outputs  are  propelling  the  crank.  It  was  concluded  that  this  fact 
contributes  to  the  low  efficiency  of  FES  cycling. 
Non-physiological  cardiorespiratory  responses  in  SCI  individuals:  The  sympathetic  stim- 
ulation  of  the  cardiorespiratory  system  may  not  occur  to  the  same  extent  during  FES  cycling 
of  SCI  patients  as  for  able-bodied  individuals  during  voluntary  exercise  (especially  for  higher 
level  injury  (T5  and  above)).  This  is  caused  by  the  interruption  of  some  autonomic  sympathetic 
outflows  due  to  SCL  An  insufficient  delivery  of  blood  and  oxygen  to  the  active  muscles  during 
FES  cycling  may  be  the  result  [20,75,931. 
Limitations  of  electrically  stimulated  (paralysed)  muscles:  The  muscle  fibre  composition  of 
the  large  paralysed  leg  muscles  and  metabolism  within  the  muscles  and  the  body  are  altered  af- 
ter  SCI  due  to  the  disuse  of  muscles.  This  fact,  plus  the  artificially  induced  muscle  contractions 
may  require  more  metabolic  energy  to  produce  forces  than  is  necessary  for  voluntary  contrac- 
tions  in  healthy  muscles.  As  explained  in  Chapter  1,  electrically  stimulated  muscles  also  fatigue 
rapidly.  Hence,  SCI  individuals  are  often  not  able  to  cycle  for  prolonged  periods. 
Poor  mechanical  setup:  Seat  configuration  and  mechanical  design  also  affect  the  efficiency  of 
FES  cycling.  Muscle  contraction  properties  which  depend  on  joint  angles  and  velocities  as  well 
as  mechanical  energy  transfer  from  the  muscles  to  the  crank  are  influenced  by  the  mechanical 
setup. 
The  total  mass  of  a  mobile  FES  cycling  system  is  another  important  factor  which  has  an  im- 
pact  on  cycling  performance.  A  light  device  reduces  the  required  muscle  strengths  to  initiate 
mobile  cycling.  Some  fdnctionalities,  like  a  hydraulic  seat  adjustment  as  described  by  Gf5hler 
et  al.  [30],  may  make  the  operation  of  the  devices  easier,  but  increase  the  mass  of  the  system 
unnecessarily. 
To  overcome  these  limitations,  and  to  generally  improve  the  performance  of  FES  cycling  several 
studies  have  been  carried  out.  Most  of  them  have  focused  on  finding  suitable  stimulation  sequences 
42 3  State  of  the  Art  in  FES  Cycling 
and  stimulation  parameters.  Section  3.5  contains  a  survey  of  such  approaches. 
Little  effort  has  been  spent  on  analysing  the  mechanical  configuration.  Schutte  et  al.  [86]  carried  out 
an  analysis  of  the  efficacy  of  electrical  stimulation  induced  leg  cycle  ergometry  based  on  a  dynamic 
musculoskeletal.  model.  The  performance  of  FES  cycling  was  assessed  in  terms  of  1)  the  probability 
that  an  SO  subject  would  be  able  to  maintain  a  steady  cadence,  2)  the  relative  strength  required 
by  each  muscle  to  pedal  alone,  and  3)  the  estimated  rate  of  metabolic  energy  utilisation  associated 
with  steady  state  pedalling.  The  authors  investigated  the  influence  on  the  performance  of  different 
situations  (for  the  Ergys  I  system): 
(a)  Change  of  seat  configuration  while  applying  a  fixed  stimulation  pattern. 
Main  outcome:  Very  upright  seat  configurations  with  short  hip  to  crank  distances  will  increase 
the  rate  of  metabolic  energy  utilisation  but  require  slightly  greater  muscle  strengths  from  the 
SCI  subject  compared  to  the  standard  configuration  of  the  Ergys  I  system.  This  result  and 
other  conclusions  drawn  apply,  however,  only  to  the  Ergys  I  system  with  the  fixed  standard 
stimulation  pattern  for  all  patients. 
(b)  Change  of  the  seat  configuration  while  applying  a  configuration-specific  stimulation  pattern 
which  maximises  the  active  drive  torque  produced  by  electrical  stimulation  (see  also  Section 
3.5). 
Results:  Using  configuration-specific  stimulation  patterns  increase  the  probability  to  cycle  and 
decrease  the  required  muscle  strengths  for  all  investigated  crank  to  hip  distances.  The  probabil- 
ity  to  cycle  as  well  as  the  required  muscle  strengths  are  less  sensitive  to  the  seat  configuration. 
Metabolic  energy  utilisation  was  always  increased  compared  to  the  set-up  (a). 
(c)  Variation  the  output  power  (product  of  crank  cadence  and  cycling  resistance)  while  using  stan- 
dard  seat  configuration  and  stimulation  sequences  of  the  Ergys  I  system. 
Main  results:  If  the  power  is  increased,  which  is  demanded  from  the  stimulated  paralysed 
lower  extremities,  fewer  individuals  can  pedal  and  in  those  who  can,  more  metabolic  energy  is 
utilised. 
Angeli  et  al.  [1]  constructed  a  special  non-circular  optimised  pedal  path  which  raises  drive  power 
output  for  FES  cycling.  The  authors  showed  that  spastic  reactions  can  be  decreased  due  to  smaller 
angle  ranges  of  the  hip  joint  movement.  The  optimised  pedal  path  has  been  realised  in  a  mobile 
cycling  system  [2]  and  test  bed  [3  1  ].  Optimal  stimulation  patterns  and  further  design  optimisation  for 
the  non-circular  pedal  path  are  described  in  [32]  and  [74]  respectively.  Rasmussen  et  al.  [74]  argue 
that  human  legs  are  naturally  built  to  provide  their  maximum  force  directed  roughly  in  line  with  the 
hip  and  the  ankle  joint.  It  is  therefore  inevitable  that  each  leg  has  one  or  several  regions  in  a  cyclic 
motion  where  it  cannot  provide  much  force  tangential  to  the  movement.  In  a  conventional  pedalling 
mechanism,  the  circular  foot  motion  causes  these  dead  centres  for  the  two  leg  to  coincide.  For  the 
special  non-circular  optimised  pedal  path  the  dead  centre  for  one  leg  falls  close  to  the  point  where  the 
other  leg  has  its  maximum  leverage  [74]. 
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3.5  Stimulation  Sequences  and  FES  Cycling  Parameters 
3.5.1  Paftern 
The  stimulation  pattern  (timing)  is  typically  described  by  crank  angle  intervals  during  which  certain 
leg  muscle  groups  are  activated  by  electrical  stimulation.  The  demands  on  the  stimulation  pattern  are 
different  for  isotonic  and  isokinetic  cycling.  The  former  requires  a  functional  pattern  that  results  in  a 
smooth  cycling  movement  generated  by  the  leg  musculature;  typically,  a  certain  number  of  muscles 
must  be  included  into  the  pattern  to  achieve  this  goal.  For  isokinetic  cycling,  the  task  of  the  pattern  is 
to  generate  a  positive  drive  moment  in  order  to  obtain  a  positive  power  output.  Functionality  of  the 
pattern  is  not  important  since  smooth  turning  of  the  legs  is  ensured  by  the  motor. 
Imitating  Voluntary  Muscle  Activation 
Often,  stimulation  patterns  have  been  derived  from  electromyographic  (EMG)  measurements  during 
voluntary  isotonic  cycling  of  able-bodied  subjects  [21,49,65,67,72,95].  However,  in  [72]  a  poor 
correlation  was  found  between  the  EMG  based  stimulation  sequence  and  the  stimulation  sequence 
finally  chosen.  Pons  et  al.  [72]  pointed  out  that  the  transposition  of  EMG  patterns  to  FES  may  not 
result  in  the  best  motion. 
Despite  this,  EMG  measurements  can  give  an  indication  of  how  to  design  realistic  FES  cycling  pat- 
terns.  EMG  measurements  show  an  increasing  phase  advance  in  muscle  activity  when  the  crank  is 
rotating  faster.  This  earlier  muscle  activation  takes  the  presence  of  a  time  delay  in  muscle  contraction 
and  relaxation  as  well  as  the  load  dependent  dynamical  properties  of  the  system  into  account.  This 
latency  behaviour  of  the  muscles  requires  an  earlier  activation  (stimulation)  of  the  muscles  in  order 
to  have  the  muscle  forces  generated  at  the  correct  crank  angle  ranges.  Dependent  on  the  muscle,  the 
latency  time  varies  and  can  be  different  for  muscle  contraction  and  relaxation.  A  stimulation  pattern 
derived  for  a  certain  velocity  consequently  has  to  be  modified  when  used  at  different  pedal  velocities. 
Speed  dependent  stimulation  patterns  where  investigated  by  Petrofsky  and  Smith  [67]  first. 
Wang  et  al.  [98]  observed  from  EMG  recordings  that  voluntary  muscle  activation  in  healthy  subjects 
varies  for  changing  load  conditions.  Petrofsky  [65]  designed  a  stimulation  pattern  which  depends 
on  pedalling  cadence  and  load.  The  pattern  was  derived  from  EMG  measurements  and  significantly 
improved  the  power  output  of  the  paraplegic  subject. 
Fitting  the  Active  Drive  Torque  to  the  Load  Characteristics  of  the  Crank  Shaft 
Smooth  pedalling  on  an  ergometer  without  a  large  flywheel  and  in  mobile  cycling  is  only  possible  if 
the  active  drive  moment  generated  by  the  leg  muscles  at  the  crank  corresponds  to  the  load  character- 
istic  of  the  crank  shaft. 
In  [13],  an  initial  stimulation  pattern  has  been  designed  by  analysing  the  gravitational  potential  of 
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the  lower  limbs  while  cycling  against  a  frictionless  cycling  ergometer.  The  stimulation  is  activated 
within  crank  angle  intervals  for  which  the  gravitational  potential  is  increasing.  Further,  the  response 
delay  of  electrically  stimulated  muscles  has  been  considered  while  cycling  at  higher  velocities.  The 
stimulation  pattern  finally  applied  was  obtained  by  assessing  experimentally  the  smoothness  of  the 
cycling  for  small  variations  of  the  previously  derived  pattern.  Aspects  of  smoothness  have  often  been 
neglected  in  other  design  approaches  for  stimulation  patterns.  However,  cycling  without  jerks  is  de- 
sirable  from  a  medical  point  of  view  to  protect  tendons  and  bones  as  well  as  to  avoid  spasms. 
Szecsi  et  al.  [90]  used  a  crank  angle  dependent  stimulation  intensity  profile  to  obtain  a  good  fit  of  drive 
and  load  moment  at  the  crank.  This  strategy  was  only  evaluated  in  simulations  where  an  improvement 
in  the  pedalling  smoothness  could  be  observed. 
Minimising  Muscular  Fatigue/Stress,  Maximising  Metabolic  Efficiency 
Gf5hler  and  Lugner  [29]  sought  start  and  stop  crank  angles  for  the  muscle  stimulation  intervals  by 
numerical  optimisation  with  the  aim  to  obtain  maximal  average  power  output  with  minimal  muscle 
force  (load)  at  different  pedalling  velocities  for  a  given  constant  stimulation  intensity..  A  reduction 
in  muscle  fatigue  is  expected  when  applying  such  stimulation  patterns.  The  intended  use  of  the 
optimised  pattern  was  for  mobile  FES  cycling  with  the  tricycle  described  in  [30].  To  carry  out  this 
optimisation  task,  a  complex  dynamical  model  of  the  rider-tricycle  system  including  the  electrically 
stimulated  skeletal  muscles  was  used.  Gluteus  maximus,  rectus  femoris,  vasti  and  hamstrings  were 
modelled  as  actuators.  Additionally,  passive  forces  generated  by  other  muscles  were  considered  as 
well.  To  simplify  the  problem,  the  timing  for  each  muscle  group  has  been  individually  optimised 
while  setting  the  stimulation  of  other  muscle  groups  to  zero.  In  each  optimisation  step,  the  muscle 
force  produced  by  the  investigated  muscle  group  and  the  resulting  contribution  to  the  power  output 
were  calculated  for  one  crank  rotation.  Constant  speed  was  assumed  during  this  crank  rotation. 
The  assumption  of  constant  cadence  is  true  for  isokinetic  cycling  with  good  cadence  control  or  for 
ergometers  with  a  large  moment  of  inertia  provided  by  a  flywheel.  However,  constant  cadence  cannot 
be  guaranteed  for  mobile  devices  where  a  flywheel  cannot  be  used  and  where  the  system  mass  is  not 
large.  The  applied  procedure  neglects  in  this  case  any  inherent  mechanical  feedback  within  the  rider- 
tricycle  system  while  carrying  out  the  optimisation.  It  is  highly  questionable  whether  such  a  reduction 
complexity  of  the  optimisation  problem  yields  realistic  results  for  a  system  with  speed  variation. 
The  optimal  stimulation  intervals  are  bounded  to  the  specified  fixed  stimulation  intensity.  Optimality 
will  be  lost  when  a  stimulation  intensity  different  from  the  one  chosen  in  the  optimisation  procedure 
is  used.  This  represents  a  major  drawback. 
Idso  et  al.  [47]  determined  the  optimal  stimulation  intensity  and  intervals  for  a  desired  constant  ped- 
alling  cadence  and  work  rate  that  minimise  the  total  energy  expenditure  of  the  stimulated  muscles. 
Not  only  is  muscle  stress  considered  as  in  the  work  of  Gf5hler  and  Lugner  [29],  but  the  full  metabolic 
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cost  of  the  muscles  is  taken  into  account.  It  is  interesting  that  the  lowest  metabolic  cost  is  achieved 
when  the  stimulation  intensity  is  maximal  and  the  stimulation  interval  length  is  at  the  shortest  possible 
value  for  the  specified  work  rate.  This  observation  is  in  accordance  with  experimental  results  from 
paraplegics  by  Ferrario  et  al.  [23]  where  metabolic  efficiency  was  determined  by  oxygen  cost  mea- 
surements.  A  better  understanding  of  this  can  be  achieved  when  considering  the  fact  that  the  transfer 
of  muscle  force  to  the  crank  is  almost  a  sinusoidal  function  with  the  crank  angle  as  the  argument. 
Maximal  transfer  is  achieved  at  the  positive  extreme  of  the  curve,  and  the  transfer  function  drops  off 
more  and  more  quickly  as  the  distance  from  this  point  increases.  It  is  evident  that  a  shorter  interval 
centred  at  the  crank  angle  of  maximal  force  transfer  will  ensure  a  higher  average  torque  transfer  from 
the  joint  to  the  crank.  Idso  et  al.  [47]  point  out  that  the  commonly  applied  technique  to  control  the 
stimulation  intensity  while  using  a  fixed  stimulation  interval  is  suboptimal.  A  better  control  technique 
may  be  to  control  the  stimulation  interval  while  maintaining  a  fixed  stimulation  intensity. 
The  stimulation  pattern  derived  by  Idso  et  al.  [47]  optimises  metabolic  efficiency  but  is  likely  to  cause 
some  problems  when  applied  to  a  paraplegic  individual.  The  short  intervals  and  maximal  stimulation 
intensities  can  lead  to  jerky  movements  and  possibly  trigger  muscle  spasms.  The  impulsive  crank 
moments  generated  with  this  pattern  will  put  a  high  burden  on  the  cadence  control  of  isokinetic 
training  devices.  For  isotonic  cycling,  there  is  no  guarantee  of  smoothness  in  the  cycling  motion  due 
to  the  neglected  load  characteristics  at  the  crank  shaft. 
Maximising  the  active  drive  torque 
In  order  to  find  the  stimýlation  pattern  which  gives  maximum  active  power  output,  Gf5hler  et  al. 
[31]  built  a  test  bed  with  a  non-circular  pedal  path  for  FES  cycling  with  an  auxiliary  motor  and  a 
force  measuring  crank,  which  allows  static  and  dynamic  forces  in  three  dimensions  to  be  recorded. 
Only  one  leg  is  connected  to  the  crank  to  make  sure  that  the  measurements  are  not  influenced  by 
spasms  or  forces  of  the  other  leg.  Initially,  a  crude  stimulation  pattern  is  obtained  from  static  force 
measurements  indicating  crank  angle  intervals  for  which  the  individual  muscles  generate  positive 
drive  torque.  Baseline  patterns  for  the  online  optimisation  at  different  speeds  are  derived  by  applying 
a  simple  correction  to  the  static  pattern. 
For  optimisation,  the  motor  drives  the  crank  at  constant  velocity,  while  only  one  muscle  group  is 
stimulated.  Forces  over  one  crank  rotation  are  recorded  and  the  active  drive  power  is  calculated  in 
real-time.  Active  muscle  forces  which  are  required  to  determine  the  active  drive  power  are  obtained 
by  subtracting  the  passive  forces  which  have  been  previously  measured  for  a  crank  rotation  without 
stimulation,  from  the  measured  forces. 
During  the  optimisation  procedure,  start  and'stop  angles  of  the  stimulation  are  modified  to  find  set- 
tings  yielding  the  maximum  active  power  output.  Under  isokinetic  conditions,  the  resulting  pattern 
yields  maximal  drive  power. 
However,  the  intention  of  Gf6hler  et  al.  [3  1]  was  to  find  a  suitable  pattern  for  the  FES  tricyle  described 
in  [2].  For  the  mobile  system  nearly  isotonic  conditions  hold.  In  addition,  the  lightweight  tricyle  only 
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possesses  a  small  moment  of  inertia  with  respect  to  the  crank  compared  to  a  static  ergorneter  with 
flywheel.  Hence,  crank  velocity  will  be  a  function  of  stimulation  and  will  have  a  direct  influence  on 
the  muscle  force  generation  via  the  force-length  and  the  force-velocity  relationships  of  the  muscles. 
The  active  power  achieved  when  stimulating  all  muscles  during  one  crank  rotation  may  be  different 
in  this  case.  Furthermore,  the  derived  active  crank  torque  profile  will  probably  not  fit  well  to  the  load 
characteristic  of  the  crank  shaft. 
In  summary,  there  are  serious  doubts  whether  the  proposed  strategy  can  give  a  realistic  stimulation 
pattern  for  mobile  FES  cycling.  An  experimental  validation  of  the  pattern  in  "real"  mobile  FES  cy- 
cling  has  still  to  be  carried  out. 
The  influence  of  various  parameters  on  the  pattern  which  maximises  active  drive  torque  has  been 
investigated  by  Gf6hler  and  Lugner  [32]  in  a  dynamic  simulation  of  FES  cycling.  Equations  for 
calculation  of  the  optimal  stimulation  pattern  as  a  function  of  the  following  parameters  have  been 
derived:  ramp  length  at  the  beginning  and  at  the  end  of  the  stimulation,  body  height,  relation  of  thigh 
and  shank  lengths  and  seating  geometry.  It  should  be  noted  that  the  stimulation  intensity  does  not 
influence  the  optimal  pattern  in  this  case. 
Schutte  et  al.  [86]  also  investigated  the  effects  of  a  stimulation  pattern  which  maximises  the  active 
drive  torque  for  the  Ergys  system.  The  pattern  was  derived  by  optimisation  methods  (not  specified) 
based  on  a  complex  dynamical  musculoskeletal.  model  for  cycle  ergometry.  It  was  not  clear  for  the 
authors  how  fatigue  will  be  affected  by  the  optimised  pattern.  Schutte  et  al.  [86]  showed  furthermore 
in  simulation  that  the  metabolic  energy  utilisation  will  not  be  minimised  by  such  a  stimulation  pattern. 
Perkins  et  al.  [63]  and  Trumbower  and  Faghri  [96]  took  static  pedal  force  readings  for  a  set  of  crank 
angles,  in  order  to  determine  favourable  crank  angles  for  stimulating  each  muscle  group,  yielding 
maximal  positive  drive  torque.  Only  a  single  muscle  group  was  stimulated  at  a  time  while  analysing 
the  static  forces.  Thigh  and  shank  muscles  were  tested.  The  intervals  derived  were  altered  for  differ- 
ent  speeds  in  a  simple  manner  [63]. 
Ferrante  et  al.  [22]  used  dynamic  crank  moment  measurements  on  an  isokinetic  training  device  to  de- 
termine  appropriate  crank  angle  intervals  at  which  muscle  stimulation  causes  a  positive  drive  torque. 
An  electric  motor  kept  the  cadence  at  a  chosen  set  point.  One  muscle  at  a  time  was  stimulated  for  the 
entire  cycle  while  the  corresponding  crank  torque  was  measured. 
In  summary,  maximising  the  active  drive  moment  results  in  a  good  stimulation  pattern  for  isokinetic 
cycling  exercise  if  the  power  output  has  to  be  maximised.  However,  muscle  fatigue  will  probably 
not  be  minimised  when  applying  such  a  pattern.  For  isotonic  ergometer  training  without  a  large 
flywheel  or  mobile  cycling,  the  optimised  pattern  may  lead  to  a  non-smooth  movement  as  the  load 
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characteristic  of  the  crank  shaft  has  not  been  considered  and  the  assumption  of  constant  speed  is 
possibly  not  fulfilled. 
3.5.2  Stimulation  Frequency  and  Pulse  Train  Composition 
In  most  studies  of  FES  cycling  a  fixed  stimulation  frequency  in  the  range  of  20  to  40  Hz  has  been 
used.  Higher  stimulation  frequencies  have  not  been  applied  as  increased  muscle  fatigue  was  expected. 
However,  with  higher  frequencies  higher  power  output  can  be  achieved  (see  Section  1). 
The  often  used  frequency  range  of  20  to  40Hz  has  been  found  optimal  in  the  sense  of  achieved 
muscle  force,  contraction  smoothness  and  fatigue  resistance  for  muscle  strengthening  programmes 
which  consists  of  applying  cyclic  electrical  stimulation  to  the  knee  extensor  muscles,  resulting  in 
isotonic  contractions,  and  for  prolonged  standing  exercises  with  continuous  quadriceps  stimulation. 
For  the  first  application,  duty  cycles  (the  relation  of  pulse  train  duration  and  pause)  of  1/1  or  1/2  with 
pulse  train  durations  in  the  range  4-8  s  are  typically  used. 
During  FES  cycling,  the  muscles  are  intermittently  stimulated  rather  than  continuously  as  for  stand- 
ing.  In  contrast  to  muscle  strengthening  programmes,  duty  cycles  at  crank  velocities  of  40  to  60  rpm 
are  in  the  range  of  1/3  to  1/6  with  shorter  pulse  train  durations  of  200  to  600  ms. 
It  is  weH  known  that  duty  cycle  and  pulse  train  duration  as  well  as  stimulation  frequency  have  a  com- 
bined  impact  on  fatigue  resistance  [56].  In  this  framework,  a  recent  study  by  Matsunaga  et  al.  [59] 
indicates,  that  higher  stimulation  frequencies  up  to  100  Hz  can  be  applied  in  intermittent  stimulation 
schemes  with  duty  cycles  above  1/15  (4  s  stimulation  burst  repeated  with  a  period  more  than  60  s), 
resulting  in  less  fatigue  and  increase  force  compared  to  applying  low  frequencies  such  as  20  Hz.  It  is 
consequently  questionable  whether  the  range  of  20  to  40  Hz  is  optimal  for  FES  cycling  exercise.  In 
[19]  first  results  are  shown  for  FES  cycling  which  indicate  no  significant  increase  in  fatigue  when  us- 
ing  higher  stimulation  frequencies  of  50  and  60  Hz  while  power  output  increased  by  up  to  25  per  cent. 
The  FES  cycling  devices  by  Petrofsky  et  al.  [69]  and  Petrofsky  and  Smith  [67]  as  well  as  all  commer- 
cial  cycling  ergometers  by  Therapeutic  Alliances  Inc.  offer  a  sequential  muscle  stimulation  technique 
to  obtain  smoother  muscle  contractions  and  to  increase  muscle  forces  and  power  output.  Three  sur- 
face  electrodes  are  used  for  each  muscle  instead  of  the  conventional  two  electrodes  used  for  standard 
electrical  stimulation.  The  centre  electrode  is  the  reference  electrode  and  the  two  outside  electrodes 
are  active  electrodes.  Stimulation  is  applied  first  to  one  active  electrode  and  then,  180'  out  of  phase, 
to  the  other  electrode  at  a  30  Hz  rate.  By  alternating  across  the  head  of  the  muscle,  contraction  of 
the  muscle  is  obtained  more  powerfully  and  smoothly  since  the  effective  stimulation  frequency  at 
the  single  reference  electrode  amounts  to  60  Hz.  The  inventors  of  this  stimulation  technique  argue 
that  fatigue  of  the  muscle  fibres  will  be  mainly  affected  by  the  30  Hz  rate  of  stimulation  and  will  be 
lower  than  when  working  directly  with  conventional  stimulation  at  60  Hz.  Unfortunately,  there  are  no 
comparable  data  available  for  FES  cycling  supporting  this  statement.  In  addition,  the  results  obtained 
by  Eser  et  al.  [19]  contradict  this  statement. 
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The  ongoing  development  of  stimulation  technology  and  the  better  understanding  of  how  healthy 
muscles  work  will  lead  to  further  improvements  in  FES  cycling.  For  example  possibilities  for  ex- 
ploiting  the  "catch-like"  effect  [101  of  muscles  in  FES  cycling  have  received  little  attention.  The 
catchlike  property  f  keletal  muscle  is  the  force  augmentation  as  a  result  of  the  inclusion  of  an  r  sl  r  sl 
initial,  brief,  highlrequency  burst  of  two  to  four  pulses  at  the  start  of  a  subtetanic  low  frequency 
stimulation.  Variable  Frequency  Trains  (VFT)  can  take  advantage  of  the  catchlike  property  of  the 
skeletal  muscle  and  augment  muscle  performance  compared  with  Constant  Frequency  Trains  (CFT), 
especially  during  fatigue.  A  review  of  this  topic  by  S.  Binder-MacLeod  and  T.  Kesar  [80]  was  re- 
cently  published.  Only  one  study  by  Janssen  et  al.  [51]  describes  the  effect  of  VFT  on  FES  cycling 
performance.  The  results  of  this  study  do  not  indicate  that  stimulation  with  catch-like  inducing  trains 
significantly  improves  the  FES  cycling  performance.  However,  in  the  study,  a  large  variability  among 
the  few  subjects  (five)  was  observed.  Furthermore,  each  investigated  pattern  was  only  applied  twice 
applied  to  each  subject.  The  outcome  measurement  was  the  total  work  performed  with  each  pattern 
while  work  rate  was  controlled.  An  individual  resistance  was  chosen  for  each  subject  and  cadence 
was  controlled  at  50  rpm.  Experiments  were  performed  on  an  ERGYS  cycling  ergometer  (ie.,  an  iso- 
tonic  trainer).  However,  a  changing  offset  in  the  power  measurement  due  to  changing  seat  position 
and  muscle  conditions  (muscle  tone)  lead  to  problems  with  the  work  rate  control  and  thus  to  varying 
testing  conditions.  This  fact  may  help  to  explain  the  inconclusive  results  of  this  study.  Further  studies 
have  to  be  carried  out  with  better  controlled  testing  conditions,  preferably  using  isokinetic  cycling 
ergometers. 
The  stimulation  frequency  has  furthermore  a  direct  influence  on  how  exactly  a  muscle  can  be  stimu- 
lated  within  a  specified  crank  angle  interval.  This  will  be  discussed  in  more  detail  in  Chapter  4. 
3.5.3  Pedalling  Cadence 
Fornusek  and  Davis  [25]  investigated  the  effect  of  pedalling  cadence  on  muscle  force  and  power 
output  in  FES  cycling.  SCI  individuals  performed  35  minute  of  isokinetic  cycling  exercise  at  constant 
stimulation  intensity  and  pedalling  cadences  of  35  rpm  and  50  rpm.  Peak  and  average  torques  were 
significantly  greater  at  the  lower  cadence.  From  15  minutes  onwards,  power  output  was  significantly 
higher  at  50  rpm,  compared  with  15  rpm.  A  second  test  examined  the  effect  of  a  low  vs  high  pedal 
rate  (20  and  50  rpm)  upon  isolated  muscle  fatigue  over  5  minutes.  Peak  torque  of  the  quadriceps 
decayed  faster  at  the  higher  cadence,  indicating  a  higher  rate  of  fatigue.  A  main  reason  suggested 
for  the  larger  forces  at  low  cadences  is  the  force-velocity  relation  [100]  of  a  muscle.  A  significant 
difference  in  the  muscle  stimulation  delivered  at  different  cadences  is  the  length  of  the  contraction- 
relaxation  period,  which  for  FES  cycling  is  inversely  related  to  the  pedalling  cadence.  High  cadences 
therefore  have  short  contraction-relaxation  periods.  For  intermittent  isometric  contractions,  shorter 
contraction-relaxation  periods  result  in  more  rapid  force  decline  [6,40]. 
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Fornusek  and  Davis  [251  stated  the  hypothesis  that  low  cadence  training  may  be  optimal  for  strength 
training  while  higher  cadences  may  be  best  for  power  training.  To  confirm  this,  a  prospective  training 
study  is  required. 
3.6  Summary  and  Conclusions 
Over  the  last  twenty  years  FES  cycling  has  become  an  established  approach  for  the  cardiovascular 
training  of  SCI  individuals.  A  wide  range  of  FES  cycling  systems  has  been  developed,  including 
static  ergometers  and  mobile  devices.  Some  of  these  have  been  made  commercially  available.  Re- 
cently,  an  isokinetic  training  device  [26]  has  been  developed  as  an  alternative  to  the  well  established 
isotonic  cycling  ergometers  that  utilise  a  flywheel.  Isokinetic  training  at  a  motor  controlled  constant 
cadence  allows  a  larger  proportion  of  SCI  persons  to  undertake  FES  cycling.  In  addition,  accurate 
power  measurements  can  be  obtained  and  training  conditions  can  be  controlled  better.  Thus,  isoki- 
netic  training  should  be  the  preferred  choice  for  exercise  testing  and  studies  of  physiological  effects 
of  FES  cycling.  Furthermore,  lower  pedalling  cadences  can  be  achieved  compared  to  an  ergometer 
with  flywheel.  From  the  user's  perspective,  isokinetic  training  may  not  be  the  preferred  choice  since 
the  motor  induced  movement  does  not  give  the  feeling  of  "My  legs  are  propelling  the  crank!  '.  None 
of  the  existing  FES  cycling  devices  offers  both  isokinetic  and  isotonic  training.  Two  newly  developed 
training  systems  are  presented  in  Chapters  4  and  5  which  can  be  used  in  both  training  modes.  One 
design  approach  is  based  on  the  adaptation  of  a  recumbent  tricycle  which  can  also  be  used  as  a  mobile 
device.  The  other  design  approach  is  purely  static  and  utilises  a  commercially  available  motorised 
ergometer. 
The  training  effect  of  regular  FES  cycling  exercise  on  static  ergometers  has  been  extensively  studied. 
Major  problems  reported  in  all  studies  are  the  limited  endurance,  the  low  power  output  and  the  re- 
duced  metabolic  efficiency  of  FES  cycling  compared  to  voluntary  cycling  of  able-bodied  individuals. 
Since  we  are  unable  to  overcome  most  of  the  limitations  inherent  to  FES  cycling  of  SCI  individuals, 
it  is  important  to  optimally  tune  the  parameters  which  actually  can  be  modified.  The  stimulation  pat- 
tern  is  one  such  parameter.  Several  approaches  for  pattern  optimisation  are  published  but  despite  all 
efforts,  endurance,  power  output  and  efficiency  with  optimised  patterns  are  still  below  levels  shown  in 
able-bodied  cyclists.  It  is further  questionable  whether  model-based  optimisation  is  the  best  tool  for 
finding  a  patient  specific  pattern.  It  appears  to  be  simply  not  practicable  to  adapt  complex  musculo- 
skeletal  models  to  an  individual  subject.  Instead,  the  underlying  physiological  effects  of  FES  cycling 
must  be  further  studied.  Therefore,  comparable  and  better  controlled  testing  methods  have  to  be  es- 
tablished.  In  Chapter  6,  the  control  of  work  rate  in  isotonic  and  isokinetic  FES  cycling  exercise  will 
be  investigated.  A  significant  increase  in  power  output  may  be  achieved  by  eliciting  catch-like  effects 
in  FES  cycling,  but  further  clinical  studies  are  needed  to  test  this  hypothesis. 
VVWle  the  effects  of  regular  static  FES  cycling  exercise  have  been  extensively  studied,  only  limited 
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results  are  reported  on  evaluating  mobile  devices  with  paraplegics  subjects.  More  evidence  is  re- 
quired  which  demonstrates  the  usability  of  mobile  FES  cycling  devices  for  long-term  usage  outside 
laboratory  conditions.  Chapter  4  presents  the  results  of  a  pilot  study  which  also  included  mobile  FES 
cycling  tests.  Future  research  should  be  directed  towards  assisted  mobile  cycling  systems;  in  partic- 
ular,  the  use  of  feedback  control  in  motor  assisted  devices  represents  a  challenging  task  for  which 
no  satisfactory  solutions  exist  at  the  moment.  Another  not  entirely  solved  problem  is  to  find  optimal 
stimulation  patterns  for  mobile  cycling.  An  appropriate  pattern  must  fit  to  the  load  characteristics 
of  the  crank  shaft  in  order  to  give  a  smooth  pedalling  motion.  An  automatic  tuning  of  the  pattern 
based  on  angle,  cadence  and  pedal  force/torque  information  is  desirable,  but  has  not  yet  been  fully 
developed. 
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4.1  Summary 
Aim:  The  aim  was  to  develop  inexpensive  FES  cycling  systems  for  hometrecreational  use  and  for 
investigational  purposes  (e.  g.  exercise  testing).  This  work  was  further  intended  as  a  pilot  study  to 
achieve  regular  periods  of  FES  cycling  in  paraplegic  subjects  over  a  period  of  one  year  to  show 
feasibility  of  the  recreational  use  of  mobile  FES  cycling. 
Methods:  Recumbent  tricycles  have  been  adapted  for  paraplegic  users,  and  instrumented  for  stim- 
ulation  control.  The  cycling  systems  can  be  used  as  static  trainers  or  mobile  devices.  An  optional 
electrical  motor  is  used  to  enable  isokinetic  training  in  addition  to  the  standard  isotonic  training  mode 
when  the  systems  are  operated  as  static  ergometers.  Three  SCI  subjects  with  a  complete  lesion  par- 
ticipated  in  a  one  year  pilot  study.  Training  consisted  of  daily  FES  muscle  strength  exercises  and 
weekly  FES  cycling  sessions  once  the  subjects  were  proficient  in  cycling.  Stimulation  patterns  for 
the  subjects  were  determined  by  a  simple  procedure  where  the  rider-tricycle  geometry  and  isometric 
force  measurements  caused  by  stimulation  of  isolated  muscles  are  taken  into  account. 
Results:  Effective  indoor  cycling  on  the  trainer  could  be  achieved  for  long  periods  of  up  to  an 
hour,  and  mobile  cycling  outdoors  over  useful  distances.  Power  output  of  FES  cycling  was  in  the 
range  of  15-20  W  for  two  of  the  three  subjects  at  the  end  of  the  pilot  study. 
Conclusion:  Effective  mobile  cycling  can  be  achieved  with  the  developed  FES  cycling  systems 
(non-motorised)  and  a  low  intensity  cycling  training  regime  combined  with  daily  muscle  strength 
training.  The  cycling  systems  are  suitable  for  home/recreational  use,  and  for  investigational  purposes 
(e.  g.  exercise  testing). 
Contribution:  The  author's  contribution  to  this  study  consists  of  the  development  and  realisation, 
of  the  experimental  software  and  hardware.  Furthermore,  the  author  was  involved  in  the  planning  and 
execution  of  the  experiments  and  in  the  analysis  and  interpretation  of  the  results.  Results  of  this  work 
are  published  in  [43,44,45,46,84]. 
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4.2  Motivation 
Mobile  FES  cycling  for  recreational  use  represents  an  interesting  option  for  SCI  individuals.  It  is  fun 
and  has  therefore  a  greater  potential  than  "static"  ergometer  training  to  introduce  paraplegics  to  FES 
cycling.  Performance  of  mobile  FES  cycling,  including  outdoor  cycling,  has  only  been  described 
in  three  sources  [9,63,91].  Two  of  them  present  results  from  a  long-term  usage  outside  laboratory 
conditions.  It  is  remarkable  that  far  more  publications  describe  mobile  FES  cycling  systems.  Perkins 
et  al.  [63]  reported  on  an  SCI  cyclist  with  incomplete  lesion  who  is  able  to  cycle  with  FES  assistance 
for  about  12  krn  at  a  time  (both  indoors  and  outside).  A  German  paraplegic  cyclist who  uses  an  FES 
cycling  system  at  home  is  able  to  cycle  over  distances  of  more  than  10  km  with  slopes  of  up  to  5  %. 
To  achieve  this  performance,  training  over  1  1/2  years  including  6  hours  daily  weight  lifting  (with 
FES)  has  been  completed  [9,91].  These  results  are  not  representative  for  the  majority  of  paraplegics. 
Szecsi  et  al.  [91]  investigated  the  cycling  performance  of  7  SCI  individuals  with  complete  paralysis  of 
the  lower  limbs.  All  subjects  were  untrained  with  respect  to  FES  cycling  but  performed  other  forms 
of  FES  muscle  strength  training  for  the  lower  limbs.  A  recent  study  by  Petrofsky  and  Laymon  [66] 
shows  that  previous  weight  training  and  concurrent  weight  training  has  a  significant  positive  effect  on 
the  performance  of  FES  cycling.  This  explains  the  surprising  result  that  six  out  of  the  seven  subjects 
in  the  study  by  Szecsi  et  al.  [91  ]  could  cover  distances  in  the  range  of  1300  to  1800  m  during  their 
first  FES  cycling  triaL 
The  aim  of  the  study  presented  here  was  to  investigate  the  FES  cycling  performance  of  initially 
untrained  SCI  individuals  with  a  complete  lesion  for  a  specified  training  protocol  over  one  year. 
4.3  Subjects 
Three  paraplegic  subjects  with  a  motor-complete  spinal  cord  lesion  at  levels  ranging  from  T7  to  TIO 
were  recruited  for  this  study.  Details  of  the  subjects  are  given  in  Table  4.1.  The  results  reported  here 
Table  4.11:  Subjects  of  the  pilot  study. 
Subject  Level  of  complete  lesion  Age  [years]  Time  post-injury 
[years] 
SI  T8/9  28  3 
S2  T10  57  3 
S3  T7/8  38  7 
are  taken  from  experiments  carried  out  during  the  12  months  of  the  study.  The  data  for  age  and  post- 
injury  time  given  in  the  table  are  with  respect  to  the  start  of  the  subjects'  participation.  The  subjects 
were  recruited  at  the  Queen  Elizabeth  National  Spinal  Injuries  Unit  at  the  Southern  General  Hospital 
in  Glasgow.  All  procedures  were  approved  by  the  Southern  General  Hospital  Ethics  Committee;  the 
subjects  provided  informed  consent  prior  to  participation.  None  of  the  subjects  had  used  FES  for  the 
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lower  limbs  before. 
4.4  Apparatus  and  Methods 
The  mobile  cycling  devices  used  in  this  work  are  based  on  two  commercially  available  standard 
recumbent  tricycles  which  were  specially  instrumented  and  modified  for  FES  lower-limb  cycling. 
This  design  was  initially  proposed  by  Perkins  et  al.  [63,64],  with  appropriate  adaptations,  for  FES 
induced  paraplegic  cycling.  One  tricycle'  (cf.  Figures  4.1  and  4.3),  denoted  as  trike  1,  has  a  two  front 
wheels  -  one  rear  (driven)  wheel  configuration.  The  other  tricycle  2  (cf.  Figur6  4.2),  denoted  as  trike 
H,  has  the  opposite  wheel  arrangement.  On  this  trike,  only  one  of  the  two  rear  wheels  is  driven.  Both 
trikes  offer  a  wide  wheelbase  and  a  low  centre  of  gravity  for  increased  stability.  Standard  wheelchair 
cushions  were  fitted  to  the  seats  to  reduce  seat  pressure.  The  handlebars  of  both  tricycles  can  be 
turned  aside  to  allow  an  obstacle-free  patient  transfer  onto  and  from  the  tricycles. 
The  tricycles  can  be  converted  to  static  ergometers  by  mounting  a  commercially  available  resistance 
trainer3  on  the  driven  wheel.  The  cycle  trainer  employed  for  trike  I  comes  with  an  electronically 
controlled  and  adjustable  magnetic  brake  which  allows  the  resistance  to  be  altered  in  discrete  steps. 
Additionally,  online  measurements  of  the  power  at  the  driving  wheel  are  available  via  this  cycle 
trainer. 
Trike  I  was  further  equipped  with  an  auxiliary  electric  motor  to  assist  the  cychng  motion.  Motor  and 
rechargeable  batteries  are  mounted  behind  the  seat.  The  motor  can  be  connected  through  gearing  to 
the  drive  wheel  of  the  tricycle  (the  rear  wheel),  and  is  also  directly  coupled  to  the  cranks  at  the  front 
of  the  tricycle.  Thus,  even  when  no  power  is  supplied  by  the  subject,  the  legs  can  be  turned  by  the 
motor.  If  desired  (e.  g.  for  isotonic  training),  the  motor  can  be  completely  decoupled  from  the  system. 
4.4.1  Mechanical  Modifications 
Customised  ankle  orthoses  are  fixed  to  the  pedals.  These  stabilise  the  ankle  and  constrain  the  legs  to 
movements  in  the  sagittal  plane.  This  was  found  to  be  an  important  factor  to  ensure  smoothness  of 
the  generated  cycling  motion. 
The  distance  between  the  seat  and  the  pedals  as  well  as  the  crank  arm  lengths  can  be  individually 
adjusted  to  guarantee  suitable  knee  and  hip  angle  ranges  for  the  paralysed  cyclists.  The  adjustment 
of  the  seat-pedal  distance  was  already  possible  with  the  unmodified  commercial  tiicycles  by  simulta- 
neously  shortening  or  extending  the  boom  and  changing  the  chain  length.  To  allow  the  adjustment  of 
seat-pedal  distance  for  frequently  changing  cyclists  without  time-consuming  adaptation  of  the  chain 
length,  the  following  modifications  were  carried  out: 
1'7rice  Classic",  Inspired  Cycle  Engineering  Ltd.,  UK,  http:  //www.  ice.  hpv.  co.  uk 
2"Hase  Kett-Wieser',  Hase  Spezialrader,  Germany,  http:  //www.  hase-speziaIraeder.  de 
3"Grand  Excel"  (trike  1)  and  "Eco  Tracke'  (trike  11),  Tacx.  Ile  Netherlands,  http:  //www.  tacx.  nl 
54 4  Pilot  Study  of  FES  Cycling 
Trike  1:  An  automatic  chain  tensioner  (modified  derailleur)  was  mounted  on  the  tricycle.  This 
allows  the  geometry  to  be  changed  while  the  subject  is  sitting  on  the  trike. 
Trike  11:  The  connection  of  seat  and  frame  was  redesigned  to  allow  a  forward  and  backward 
sliding  of  the  seat  with  respect  to  the  pedals.  Constructional  details  are  given  in  [62]. 
Figure  4.1:  Recumbent  tricycle  (trike  1):  Setup  for  Figure  4.2:  Recumbent  tricycle  (trike  11):  Para- 
indoor  cycling  on  the  cycle  trainer.  plegic  subject  cycling  outdoors. 
Electric  Steering  handles 
motor  with  brake  and 
throttle  (potentiometer) 
Extendable 
's,  bonm 
Derailleur  Allhwwwskhý  t 
Magnetic  brake 
Torque  sensor  (integrated 
in  chain  wheel) 
tandem  chain  wheel 
to  drive  shaft  encoder 
Figure  4.3:  Schematic  setup  and  instrumentation  of  the  trike  I  (two  wheels  in  the  front  and  one  driven 
wheel  in  the  back). 
4.4.2  Instrumentation  and  Device  Operation 
Both  tricycles  are  equipped  with  an  absolute  optical  shaft  encoder  4  (1  O-bit  resolution)  which  is  driven 
by  a  short  chain  attached  to  the  left  crank  (tandem  version)  (cf.  Figure  4.4).  Constructional  details 
are  given  in  [78].  This  setup  allows  the  measurement  of  the  crank  angle.  The  crank  speed  is  obtained 
by  differentiation  (with  low-pass  filtering)  of  the  sampled  crank  angle. 
A  throttle  in  the  form  of  a  potentiometer  is  integrated  into  the  right  hand  grip.  It  is  possible  to  set  the 
stimulation  intensity  manually  by  using  this  throttle. 
4Hengstler  GmbH,  Germany,  http:  //www.  hengstier.  de 
Adjustable 
Shaft  crank  arms 
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Figure  4.4:  Shaft  encoder  and  ankle  orthosis 
arrangement  on  trike  11. 
Figure  4.5:  Torque  measuring  crank  mounted 
on  trike  1. 
- 
Figure  4.6:  Portable  stimulator  with  cables  and  surface  electrodes.  The  RS232  interface  has  a  gal- 
vanic  isolation  unit  (small  left  box). 
On  trike  1,  a  torque  measuring  crank  5  (resolution  ±  2.5%)  with  four  strain  gauges  was  installed  re- 
placing  the  standard  right  crank  (see  Figure  4.5).  The  sensor  also  provides  a  measurement  of  cycling 
cadence.  Thus,  instantaneous  power  output  at  the  crank  can  be  computed  as  the  product  of  instanta- 
neous  torque  and  angular  speed. 
Information  arriving  from  the  shaft  encoder  and  potentiometer  are  processed  either  directly  by  the 
AD-converter  and  microcontroller  of  the  portable  8-channel  stimulator  (cf.  Figure  4.6)  1711  or  indi- 
rectly  by  a  laptop-based  data-acquisition  system.  The  latter  is  preferable  during  test  phases,  where 
frequent  changes  of  the  program  code  are  carried  out.  The  signals  from  the  torque/power  sensor 
(trike  1)  are  interfaced  to  analogue  input  channels  ofthe  data  acquisition  card  installed  in  the  laptop 
computer.  The  electric  motor  on  trike  I  is  speed  controlled  where  the  reference  speed  can  be  set  by 
applying  a  voltage  to  the  analog  input  port  of  motor  electronics  unit.  This  input  is  connected  to  an 
5SRM 
-  sensor  kit,  Schoberer  Rad  Messtechnik  GmbH,  Germany.  http:  //www.  srm.  de 
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analogue  output  of  the  data  acquisition  card  and  serves  as  control  signal  for  the  motor. 
While  running  the  control  software  on  the  laptop,  serial  communication  with  the  stimulator  is  estab- 
lished  through  an  isolated  RS232  link.  Real-time  data  acquisition,  communication  protocols  and  con- 
trol  algorithms  are  implemented  using  MATLAB/SIMULINK  and  the  EXTENDED  REALTIME  ToOL- 
BOX6.  The  sampling  frequency  for  feedback  control  was  20  Hz  (i.  e.,  sample  interval  of  50  ms),  which 
corresponds  to  the  chosen  muscle  stimulation  frequency  (see  the  following). 
During  the  experiments  reported  here  the  stimulator  operated  at  constant  frequency  (20  Hz),  con- 
stant  current  for  the  individual  muscle  groups,  adjustable  in  10  mA  increments  up  to  a  maximum  of 
120  mA,  and  the  pulsewidth  was  varied  on-line  in  the  range  0-  800  gs. 
Stimulation  Strategy:  Pairs  of  surface  electrodes  are  attached  to  each  of  the  six  muscle  groups,  i.  e. 
the  left  and  right.  quadriceps,  hamstring  and  gluteal  muscles.  The  joint  activity  generated  by  each 
muscle  group  is  illustrated  in  Figure  4.7.  The  primary  and  desirable  joint  motion  generated  by  each 
muscle  group  is  indicated  in  italics,  w,  hile  the  unwanted  "side  effects"  are  also  shown.  Unwanted 
muscle  actions  from  surface  stimulation  result  from  the  bi-articular  nature  of  the  quadriceps  and 
hamstring  muscles. 
To  achieve  an  effective  and  smooth  cycling  motion  the  muscle  groups  must  be  switched  on  and  off 
at  appropriate  times  during  the  360  degree  crank  cycle.  Details  of  the  procedure  for  determination  of 
the  stimulation  angles  and  times  are  given  in  Section  4.4.3.  Typical  stimulation  patterns  are  shown 
in  Figure  4.8.  Thus,  the  quadriceps  muscles  produce  knee  extension,  the  gluteal  muscles  give  hip 
extension,  and  the  hamstrings  are  activated  for  knee  flexion.  Each  of  these  effects  is  timed  in  order 
to  produce  significant  positive  crank  moments.  The  stimulation  pattern  shown  in  Figure  4.8(a)  indi- 
cates  the  positions  where  significant  positive  torque  is  generated  by  each  muscle  group  under  static 
conditions,  Le:  for  zero  angular  velocity.  In  order  to  compensate  for  dynamic  muscle  latency,  i.  e.  the 
time  following  onset  of  stimulation  before  significant  forces  are  produced,  the  stimulation  patterns 
have  to  be  shifted  forward  in  time  as  cycle  cadence  increases.  This  is  illustrated  in  Figure  4.8(b)  for 
a  cadence  of  50  rpm.  In  general,  the  shift  angle  is  directly  proportional  to  cycling  cadence. 
The  shaft  encoder  and  throttle  signals  are  interfaced  to  a  stimulation  program.  Stimulation  control 
ensures  that  the  individual  muscle  groups  are  automatically  switched  on  and  off  during  cycling  us- 
ing  a  continuous  measurement  of  the  crank  angle.  To  simplify  the  stimulation  control,  a  common 
pulsewidth  was  applied  to  all  muscles. 
Mobile  Cycling 
The  tricycles  can  be  used  for  mobile  cycling.  In  the  work  reported  here  only  trike  H  was  employed  in 
experiments  involving  mobile  cycling  due  to  the  reduced  weight  in  comparison  to  the  motorised  trike 
6Extended  Real  Time  Toolbox,  Humusoft,  Czech  Republic,  http:  //www.  humusoft.  cz/rV 
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Figure  4.7:  Stimulated  muscle  groups  during  FES 
cycling  using  surface  electrodes.  De- 
sired  muscle  activities  by  the  stimulation 
are  shown  in  italics. 
60 
30 
90 
(b) 
180 
Figure  4.8:  Stimulation  patterns  for  one  subject.  (Q  -  Quadriceps,  H-  Hamstrings,  G  Gluteus,  R/L 
-  Right/Left)  (a)  "Static"  pattern  for  zero  cadence,  (b)  Shifted  pattern  at  50  rpm  cycle 
cadence. 
1.  The  stimulation  intensity  can  be  set  by  manual  adjustment  of  the  throttle  so  that  the  cycle's  forward 
velocity  can  be  controlled.  This  control  structure  is  shown  in  Figure  4.9. 
Isotonic  Trainer  Setup 
When  mounted  on  the  cycle  trainer,  the  tricycles  can  be  operated  as  static  isotonic  crgorneters.  The 
resistance  (load)  can  be  adjusted  on  the  cycle  trainer.  Stimulation  intensity  can  be  set  manually  by 
the  cyclist,  computer-controlled  during  identification  periods,  or  set  automatically  under  closed-loop 
cadence  control  dependent  on  the  determined  cadence  as  illustrated  schematically  in  Figure  4.10. 
Feedback  control  of  the  cadence  is  described  in  detail  in  Chapter  6.  With  trike  1,  output  power 
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Figure  4.9:  Control  scheme  for  mobile  FES  cycling. 
measurements  can  be  obtained  by  means  of  the  installed  torque/power  sensor. 
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Figure  4.10:  Control  structure  of  the  FES  cycling  system  for  isotonic  training. 
Isokinetic  Trainer  Setup  -  Motor  Assisted  Cycling 
The  motorised  and  instrumented  trike  I  can  be  used  for  isokinctic  training  exercise  where  cycling 
cadence  is  maintained  at  a  desired  constant  set  point  by  the  electric  motor.  The  active  power  output 
of  the  cyclist  by  electrical  muscle  stimulation  can  be  adjusted  manually  by  using  the  throttle.  Alter- 
natively,  simultaneous  feedback  control  of  cycling  cadence  and  of  leg  power  output  can  be  applied. 
The  control  scheme  with  two  independent  feedback  loops  is  shown  in  Figure  4.11.  In  the  first  loop, 
the  electric  motor  input  is  automatically  adjusted  in  such  a  way  that  the  cycling  cadence  is  controlled 
to  a  reference  value  by  feedback.  This  feedback  loop  has  a  relatively  high  bandwidth.  The  second 
loop  provides  feedback  control  of  leg  power,  as  measured  at  the  cranks.  Stimulation  intensity  (here, 
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pulsewidth)  is  automatically  adjusted  to  keep  the  measured  power  close  to  a  reference  value,  which 
can  be  set  arbitrarily  in  the  control  software. 
The  level  of  the  desired  leg  power  can,  thus,  be  chosen  to  keep  the  subjject's  legs  working  at  optimal 
operating  conditions,  or  to  achieve  a  prespecified  workrate  profile  for  exercise  testing  (e.  g.,  step  or 
incremental). 
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Figure  4.11:  Control  strategy  of  the  motor  assisted  FES  cycling  /  isokinetic  training. 
Details  on  the  controller  design  for  the  motorised  system  are  given  in  1461  where  the  setup  and  control 
stragety  were  further  applied  to  exercise  testing.  A  model-based  controller  design  was  employed  using 
linear  models  which  have  been  experimentally  identified  (offline)  previously.  In  Chapter  6,  a  modified 
approach  is  described,  which  does  not  rely  on  offline  identification  but  uses  self-tuning  control. 
4.4.3  Determination  and  Analysis  of  Stimulation  Patterns 
Stimulation  Intervals 
An  initial  indication  of  suitable  stimulation  intervals  can  he  gained  by  analysis  of  the  rider-tricycle 
geometry.  The  aim  is  to  parameterise  the  flexion  and  extension  periods  for  the  knee  and  hip  joints  in 
terms  of  the  crank  angle. 
The  mechanical  structure  of  the  rider-tricycle  system  can  be  described  as  a  five-bar  linkage,  as  de- 
picted  in  Figure  4.12.  The  system  is  composed  of  the  two  lower  legs  consisting  of  shanks,  feet  and 
ankle  orthoses,  the  two  thighs  and  the  link  between  left  and  right  pedal  axes  formed  by  the  left  and 
right  crank  arm.  All  links  are  assumed  to  be  rigid,  and  the  ankle  joints  are  fixed  by  the  orthoses.  Joints 
in  the  linkage  are  revolutejoints  with  one  degree  of  freedom,  whereas  the  positions  of  hip  joints  and 
crank  axis  are  fixed.  The  position  where  the  crank  arms  are  horizontally  aligned  and  the  right  crank  is 
close  to  the  hip  is  defined  as  the  zero  crank  angle.  The  entire  system  has  one  degree  of  freedom  and 
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can  be  fully  characterised  by  the  crank  angle.  Note  that  freely  movable  ankle  joints  would  increase 
the  degrees  of  freedom  by  two. 
The  dimensions  of  the  rider-tricycle  system  have  been  obtained  by  means  of  an  ultrasound-based 
motion  analysis  systemS7.  Measurement  markers  were  placed  on  one  pedal  axis,  knee  joint  and  hip 
joint.  Table  4.2  gives  the  exact  measurements  for  one  subject  which  have  served  to  generate  the 
correctly-scaled  linkage  in  Figure  4.12. 
Table  4.2:  Measured  dimensions  of  the  rider-tricycle  geometry  as  defined  in  Figure  4.12  for  the  para- 
plegic  subject  S2  on  trike  1. 
It  [M]  1,  [M]  Ic  [M] 
, 
lhc  [M]  (Ph, 
0.44  0.52  0.10  0.82  2 
RK  (right  knee) 
-nc 
(right  pedal) 
Crank  arm 
(Crank  axis) 
LP  (left  pedal) 
Figure  4.12:  Rider-tricycle  geometry.  Five-bar  linkage  model  for  cycling  including  left  and  right  lower 
and  upper  leg  as  well  as  the  link  formed  by  the  two  crank  arms. 
Due  to  symmetry,  analysis  of  the  linkage  can  be  simplified  by  reducing  the  system  to  a  four-bar  link- 
age  formed  by  only  one  leg  and  one  crank  arm.  Thus,  in  the  sequel,  the  right  side  only  is  analysed 
(the  results  are  valid  for  the  left  leg  with  a  phase  shift  of  180  degrees  for  the  crank  angle). 
Using  the  triangles  H(RP)C  and  H(RK)(RP)  the  right  knee  angle  Vk"  as  defined  in  Figure  4.12  can  be 
expressed  in  terms  of  the  crank  angle  as  follows 
12  12  It22)  2  +12  _  12  2c 
+  t 
lhA  lclhc 
rh  ra 
+tsc 
COS(V  +  ýPhc)  (4.1)  ýpi  =  arccos  arccos 
( 
21,1t 
(I 
21tls  itil 
where  1,,  lt  and  1,  are  shank,  thigh  and  crank  arm  lengths  respectively,  and  (p  is  the  crank  angle.  The 
7Measurement  system  CMS-HS,  zebris  Medizintechnik  GrnbH,  Germany,  http:  //www.  zebris.  de 
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arrangement  of  the  seat  (hip)  with  respect  to  the  crank  axis  C  is  described  by  its  distance  Ih,  and  the 
slope  angle  ýph,.  The  distance  Ih,,.,,  between  the  hip  and  the  right  ankle  joint  is  then  given  by 
2c  +  Ic2  Ih, 
ra  "' 
Oh' 
c- 
21hc  Ic  COS  (V  +  ýPhc)  - 
(4.2) 
The  relationship  between  the  right  hip  angle  and  the  crank  angle  becomes 
12+12  2 
st+ 
lh, 
ra 
(Phr  =  arccos 
A  lh, 
r. 
(0 
+(Phc 
Z(RK)H(RP) 
12  2c  +2 
c+44  +  sign(7r  -  ((ýo  +  ýohc)mod(27r)))  arccos  (4.3) 
21hclh, 
ra  ýo 
Z(RP)HC 
Thus,  the  knee  and  hip  angles  are  nonlinear  functions  of  the  crank  angle. 
Based  on  equations  (4.1)  and  (4.3),  the  crank  angle  ranges  for  flexion  and  extension  of  knee  and  hips 
can  be  calculated.  To  do  this,  the  crank  angle  arguments  for  the  extreme  values  of  hip  and  knee  angles 
have  to  be  deteffnined.  These  are: 
(P  rk.  min  =  arg  min  (pr«p)  =  -(phc  ve[0,27r) 
(P 
lk,  min  rk,  min  +  7r  )rnod(2x) 
rk,  max  (P  arg  max  (Pk  P)  =  7r  -  (Phc  r« 
(PE[0,21r) 
(P  lk,  max  «prk,  max  +  7r)mod(22r) 
9  rh,  min  =  arg  min  ýo.  r  (,  ) 
(pE[0,27r) 
(P  (,  prh,  min  +  7r)mod(27r) 
rh,  max  (P  arg  max  (pÄ 
r  (0 
rpE[0,27r) 
(P 
Ih,  max  «prh,  max  +  7r)mod(27r). 
Thus,  the  crank  angle  argument  ýOrk,  min  is  related  to  the  minimum  of  the  right  knee  angle  ýpkr  etc. 
Figure  4.13  depicts  the  resulting  flexion  and  extension  ranges.  Note  that  for  the  hips,  the  crank  angle 
intervals  related  to  flexion  and  extension  differ  in  size. 
To  initiate  and  maintain  a  cycling  movement,  it  is  clear  that  the  knee  extensors  (via  quadriceps  muscle 
group),  knee  flexors  (via  hamstring  muscle  group)  and  hip  extensors  (via  gluteus  maximus)  must 
be  activated  by  stimulation  as  the  crank  angle  proceeds  through  the  relevant  flexion  and  extension 
intervals  as  surnmarised  in  Table  4.3  and  Figure  4.13).  The  table  also  summarises  the  unwanted  "side 
effects"  of  stimulation,  i.  e.  activity  at  the  hip  which  tends  to  act  contrary  to  the  primary  desired 
cycling  moments. 
Having  determined  the  crank  angle  intervals  from  the  rider-tricycle  geometry,  the  "static"  (zero  ca- 
dence)  start  and  stop  angles  for  stimulation  are  determined  by  the  following  strategy.  Within  an  ap- 
propriate  crank  angle  interval,  relevant  muscle  groups  are  selectively  stimulated  at  a  range  of  discrete 
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Figure  4.13:  Ranges  of  joint  flexion  and  extension  derived  from  the  rider-tricycle  geometry. 
Table  4.3:  Muscle  groups  used  for  FES  cycling  and  corresponding  crank  angle  intervals. 
Crank  angle 
Interval 
Required  action  Stimulated  muscle 
group 
Unwanted  side  effect 
of  the  stimulation 
(ýOrk,  max,  (,  ork,  min  )  right  knee  flexion  right  h-a--ms-tring  r-igh-t  hip  extension 
((Plk,  min,  ý01k,  max)  left  knee  extension  left  quadriceps  left  hip  flexion 
(ýOrkjnin,  ýOrk,  max)  right  knee  extension  right  quadriceps  r*  ight  hip  flexion 
(ýOlk,  max,  ýO 
1k,  min  )  left  knee  flexion  left  hamstring  left  hip  extension 
(ýOrh,  min,  Vrh,  max)  right  hip  flexion 
(ýOlh,  min,  ý01h,  max)  left  hip  flexion 
(ýOrh,  max,  Vth,  min  )  right  hip  extension  right  gluteus  maximus 
(ýOlh,  max,  ý01h,  min)  left  hip  extension  left  gluteus  maximus 
crank  angles  while  the  pedal  forces  acting  tangentially  to  crank  rotation  are  assessed  using  a  digital 
hand-held  dynamometer.  8  The  muscle  activation  (stimulation  interval)  was  then  limited  to  subinter- 
vals  in  which  the  stimulation  intensity  was  justifiable  with  respect  to  the  positive  drive  torque  (to 
avoid  injuries  and  rapid  muscle  fatigue),  and  where  no  strong  co-activation  of  muscles  was  observed, 
working  against  the  cycling  motion.  Avoiding  ineffective  muscle  stimulation,  with  low  force  output, 
has  the  additional  potential  to  reduce  muscle  fatigue  as  muscle  recovery  periods  are  extended.  Static 
stimulation  patterns  obtained  by  this  method  are  shown  in  Figure  4.8(a).  The  force  measurements 
serve  further  to  allow  selection  of  the  constant  current  amplitudes  for  the  individual  muscle  groups. 
The  aim  is  to  even  out  differences  in  muscle  strength  for  the  muscle  groups  and  body  sides. 
8"Portable  Force  Indicator",  Mecmcsin  Ltd.,  LJK,  http:  //www.  meciiiesin.  coni 
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Dynamic  correction  of  stimulation  intervals 
While  cycling,  a  dynamic  correction  of  the  static  stimulation  intervals  has  to  be  carried  out  taking 
the  dynamic  force  response  of  a  muscle  into  account.  Figure  4.14  shows  schematically  the  isometric 
muscle  force  response  to  a  train  of  stimuli.  The  dynamic  behaviour  can  be  characterised  by  a  time 
delay  tj  and  an  increase  time  t2  for  muscle  activation  as  well  as  a  time  delay  t3  and  a  decrease  time  t4 
for  muscle  relaxation.  These  parameters  vary  for  different  muscles  and  load  conditions. 
When  cycling,  the  aim  is  to  have  the  maximum  muscle  force  available  within  the  statically  specified 
crank  angle  interval  but  not  outside.  Thus  the  stimulation  has  to  be  initiated  in  advance  of  the  static 
start  angle  and  switched  off  in  advance  of  the  static  stop  angle. 
(D 
(a 
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Figure  4.14:  Isometric  muscle  force  response  to  a  train  of  stimuli. 
For  simplicity,  we  have  assumed  an  approximated  force  response,  as  shown  in  Figure  4.14,  with  a 
unique  latency  time  TL  for  muscle  contraction  and  relaxation.  This  latency  time  TL  corresponds  to  a 
pure  time  delay  and  is  assumed  to  be  the  same  for  all  muscles.  Chen  et  al.  [13]  and  Perkins  et  al.  [63] 
also  postulated  an  approximated  force  response  irt  their  work  and  reported  a  latency  time  TL  in  the 
range  of  100-250  ms. 
Compensation  of  the  latency  time  TL  is  straightforward.  The  necessary  time-advanced  stimulation 
can  be  easily  realised  by  rotating  the  entire  static  stimulation  pattern  opposite  to  the  cycling  direction 
and  proportional  to  the  speed.  The  start  angle  (p,,  'tart(k)  and  stop  angle  Vit,,  P(k)  of  the  crank  angle 
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interval  for  stimulating  the  i-th  muscle  group  at  the  sampling  time  instant  k.  are  then  given  by 
TL  (o  (k)  and  ý0.,  top(k) 
=  Vitop,  static  -  TLo)(k)  (4.4)  Vstart(k)  --=--  Vstart,  slatic  Y 
where  ýPsitartjtatic  and  Vsitop,  static  are  the  statically-derived  start  and  stop  angles  for  the  stimulation  of 
the  muscle  group  i,  and  o)  is  the  angular  velocity. 
The  latency  time  TL  is  obtained  using  a  simple  trial  and  error  strategy.  While  constant  pulsewidth, 
stimulation  frequency  and  current  settings  are  applied,  the  proportionality  factor  TL  is  altered  in  dis- 
crete  steps.  For  each  setting  of  TL  the  resulting  steady-state  cycling  movement  is  observed  and  sub- 
jectively  assessed.  A  value  of  TL  which  gives  a  high  cycling  speed  with  smooth  motion  (no  jerks) 
over  the  crank  rotations  is  then  selected.  A  latency  time  of  130  ms  was  obtained  for  all  subjects  by 
the  application  of  this  strategy.  Thus,  the  resulting  stimulation  pattern  for  a  speed  of  50  rpm  based  on 
the  "static"  pattern  in  Figure  4.8(a)  is  depicted  in  Figure  4.8(b). 
Effect  of  Discrete-Time  Stimulation  and  Crank  Angle  Sampling 
Until  now,  muscle  stimulation  has  been  considered  to  be  continuous  in  time  when  deriving  the  stim- 
ulation  patterns.  In  reality,  artificial  muscle  stimulation  represents  a  discrete-time  process.  This  fact 
has  an  impact  on  the  smoothness  of  the  FES  cycling  motion,  especially  if  the  stimulation  frequency 
is  low.  As  already  mentioned,  a  frequency  of  20  Hz  has  been  applied  during  the  experiments  reported 
here.  To  keep  the  implementation  simple  and  computational  burden  low,  the  decision  on  sending 
pulses  is  taken  every  50  ms  (corresponding  to  the  stimulation  frequency)  based  on  the  currently  sam- 
pled  crank  angle.  Assuming  constant  speed,  the  crank  angle  will  change  by  A(p  =  coT,  (sampling 
time  T,  =  50  ms),  between  two  sampling  instances  where  co  is  the  cycle  cadence. 
Crank  angles  at  which  electrical  pulses  can  be  sent  will  consequently  differ  from  cycle  to  cycle.  An 
ongoing  variation  of  the  stimulation  pattern  occurs.  It  is  practically  impossible  that  pulses  are  sent 
exactly  at  the  begin  and  the  end  of  the  originally  specified  intervals.  Hence,  the  actual  stimulation 
always  starts  later  and  stops  earlier  than  specified  (see  Figure  4.15).  As  a  consequence,  the  indented 
stimulation  range  with  respect  to  the  crank  angle  will  be  reduced. 
The  effect  of  sampling  the  crank  angle  can  be  interpreted  as  an  increase  in  muscle  contraction  delay 
and  a  reduction  of  the  muscle  relaxation  delay.  The  magnitudes  of  these  changes  vary  from  cycle 
to  cycle  in  the  range  0-50  ms  (for  20  Hz  stimulation)  and  are  different  for  muscle  activation  and 
muscle  deactivation.  Modifying  the  original  stimulation  pattern  (basically  extending  the  intervals 
to  counteract  the  trimming)  would  only  have  an  influence  on  the  expectation  value  of  the  stimulation 
interval  length  but  not  on  the  variance.  In  this  work,  such  a  step  is  omitted  as  it  would  require  the  exact 
knowledge  of  latency  times  in  muscle  contraction  and  relaxation  for  the  individual  muscles  which 
cannot  be  experimentally  obtained  using  the  current  setup.  It  should  be  noted,  that  the  previously 
determined  latency  time  TL  reflects  the  net  effect  of  muscle  dynamics  and  discrete-time  stimulation. 
Measurements  of  the  crank  angle  at  a  higher  rate  than  the  stimulation  frequency  could  be  used  to 
better  detect  at  least  the  correct  onset  of  stimulation  better. 
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A  higher  stimulation  frequency  combined  with  fast  crank  angle  sampling  would  definitively  mitigate 
the  negative  effect  of  sampling  on  the  stimulation  accuracy. 
(p  (k  +  3)  (p  (k  +  4)  r-L-  Stimulation  pulse 
(o(k  +  2)  (D(k  +  5) 
--  6) 
v(k) 
Cranking 
dýir  ection 
ý(k  +  7) 
Figure  4.15:  Effect  of  sampling  on  the  stimulation:  The  statically  determined  crank  angle  interval 
A  for  stimulating  one  muscle  group  will  be  shifted  anti-clockwise  for  higher  speeds  to 
compensate  the  latency  effect  in  the  force  generation  and  degeneration.  This  rotation 
results  in  stimulation  interval  B.  Assuming  perfect  continuous  stimulation,  effective  mus- 
cle  force  will  be  built  up  over  the  desired  interval  A.  However,  the  discrete  time  decision 
on  sending  electrical  stimuli  shortens  the  actual  stimulation  range  to  the  interval  C  which 
results  in  an  effective  muscle  force  over  the  interval  D.  This  interval  is  shorter  than  the 
interval  A.  The  crank  angles  (p(k  +  i),  i=0,1.2.  ...  are  used  to  check  if  muscle  stimu- 
lation  has  to  be  active  or  not.  Aýo  is  the  speed  dependent  crank  angle  interval  between 
two  sampling  instants. 
4.5  Training  Protocol 
The  subjects  initially  carried  out  a  programme  of  muscle  strengthening  using  a  portable  electronic 
stimulator9  at  home  on  a  daily  basis,  which  continued  over  the  entire  study  period  of  one  year.  The 
training  consisted  of  quadriceps  and  hamstrings  stimulation.  A  stimulation  frequency  of  20  Hz  was 
chosen.  The  knee  extensors  and  flexors  were  stimulated  one  after  the  other  in  two  separate  phases. 
For  each  phase,  stimulation  was  ramped  up  over  two  seconds,  held  for  six  seconds  and  ramped  down 
over  two  seconds  with  a  two  second  pause  before  the  other  phase  was  started.  The  exercise  regime 
was  gradually  increased  starting  with  low  initial  muscle  action  so  that  no  damage  was  caused  to  the 
atrophied  leg  muscles.  Table  4.4  shows  the  exercise  regime  which  has  been  proven  to  be  suitable. 
The  flexion  of  the  knee  was  always  opposed  by  cushions  or  bedding. 
During  the  initial  training  period  of  6-8  weeks  subjects  attended  the  Spinal  Unit  at  the  Southern 
General  Hospital  one  day  per  week,  for  progress  monitoring  and  preparation  for  FES  cycling.  When 
the  major  cycling  muscles  (quadriceps  and  hamstrings)  were  judged  to  be  sufficiently  strong,  subjects 
began  a  programme  of  "static"  isotonic  FES  cycling  with  the  tricycles  mounted  on  cycle  trainers.  At 
90dstock  4  channel  stimulator.  England,  htip:  //www.  salishuryfes.  com/stimulat.  htm 
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Table  4.4:  Prescribed  exercise  regime  for  strengthening  hamstrings  and  quadriceps. 
Week  Daily  duration  Comments 
I  2xl5  min  On  the  bed,  limited  stimulation 
causing  no  leg  movements  but 
visible  muscle  contractions 
2,3  200  min  On  the  bed;  rolled-up  towel  un- 
der  knees  to  allow  only  a  slight 
lift  of  the  shanks 
4-52  200  min  or  lx60  min  On  a  chair  with  increasing 
weights  on  the  ankles  of  up  to 
2  kg  per  leg 
this  stage  subjects  attended  the  Spinal  Unit  once  per  week  for  a  cycling  session.  Gluteal  muscles 
were  trained  only  by  the  cycling  exercises.  When  each  subject  became  proficient  in  cycling  on  the 
trainer,  they  began  sessions  of  mobile  cycling  outside.  During  the  pilot  study,  outdoor  cycling  was 
investigated  using  only  the  trike  H  which  weighs  less  than  trike  I  due  to  the  absence  of  an  electric 
motor.  Again,  cycling  sessions  took  place  once  per  week.  Motor  assistance  was  not  activated,  neither 
for  "static"  nor  for  mobile  cycling. 
4.6  Results  and  Discussion 
4.6.1  Cycling  Performance 
All  subjects  were  able  to  start  cycling  after  6  to  8  weeks  of  home  training.  Subjects  SI  and  S2 
improved  progressively  to  the  stage  where  they  were  able  to  cycle  continuously  and  reliably  on  the 
trainer  situated  within  the  rehabilitation  gymnasium  for  periods  of  30-40  minutes,  after  approximately 
3  months  of  participation  in  the  programme.  One  year  after  starting  the  study,  subjects  S1  and  S2 
could  cycle  continuously  for  at  least  I  hour  on  the  trainer  while  sustaining  a  work  rate  of  15-20  W. 
Progress  with  subject  S3  was  initially  hindered  by  the  appearance  of  spasms  in  the  calf  muscles  (a 
clonus  effect),  which  prevented  him  from  cycling  for  more  than  a  minute  or  two.  However,  persis- 
tence  with  the  training  regime  and  "tuning"  of  the  mechanical  arrangement  of  the  apparatus  improved 
results.  Additionally,  subject  S3  carried  out  15-20  minutes  of  standing  in  a  standing  frame  prior  to 
cycling,  in  order  to  stretch  the  calf  muscles.  This  was  found  to  significantly  resists  the  onset  of  clonus. 
At  the  end  of  the  study,  subject  S3  was  able  to  cycle  on  the  trainer  for  30  minutes  at  a  time. 
Approximately  3-4  months  after  the  subjects  joined  the  programme  they  started  to  participate  in 
mobile  cycling  sessions,  on  a  tarmac  track  situated  adjacent  to  the  Spinal  Unit.  Subjects  SI  and  S2 
have  completed  up  to  3km  in  a  single  session  with  a  speed  of  4-7  km/h;  and  Subject  S3  achieved  a 
distance  of  1.4krn  (with  partial  assistance).  Each  outdoor  "session"  lasted  approximately  30-40  min 
and  consisted  of  I  0-minute  bouts  of  cycling,  each  followed  by  a  5-minute  rest  period.  As  noted  above, 
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Subject  S3  became  proficient  in  cycling  later  than  SI  and  S2.  He  was  therefore  significantly  weaker 
and  fatigued  more  rapidly. 
4.6.2  Analysis  of  Cycling  Motion  Smoothness 
The  appearance  of  FES  cycling  was  difficult  to  distinguish  from  the  cycling  of  able-bodied  individ- 
uals.  Figure  4.16  shows  an  example  of  the  time  course  of  the  cycle  cadence  (upper  graph)  during 
paraplegic  cycling  on  the  isotonic  trainer  setup  while  applying  a  constant  stimulation  intensity  (lower 
graph).  A  plot  of  the  averaged  cadence  over  several  crank  rotations  as  a  function  of  the  crank  angle 
is  given  in  Figure  4.17.  The  ripple  in  the  measured  velocity  is  caused  by  the  gravity  of  the  legs  in 
conjunction  with  the  applied  crude  stimulation  pattern,  the  differences  in  force  generation  of  left  and 
right  leg  as  well  as  the  asymmetries  in  the  mechanical  setup  (e.  g.  slightly  different  crank  arm  lengths 
on  left  and  right  side).  This  intra-cycle  speed  variation  consists  mainly  of  two  frequency  components. 
Asymmetries  in  the  mechanical  setup  and  in  left/right  leg  force  generation  are  reflected  by  a  frequency 
which  is  the  same  as  the  cadence,  whereas  the  weight  of  the  legs  mainly  causes  velocity  variations 
at  a  frequency  which  is  twice  the  cadence.  The  calculated  power  spectrum  (see  Figure  4.18)  of  the 
cadence  shows  peaks  close  to  the  predicted  frequency  components  of  the  ripple  while  the  mean  value 
of  the  cadence  is  43.3  rpm  which  is  equivalent  to  4.53  rad/s. 
The  low  frequency  components  in  the  power  spectrum  and  the  relatively  large  confidence  interval  of 
the  speed  parameterised  by  the  crank  angle  in  Figure  4.17  can  be  mainly  explained  by  the  varying 
stimulation  pattern  due  to  low  sampling  and  low  stimulation  frequency.  To  visualise  this  effect  for  the 
R  '-QR  (j)  experiment  reported  in  Figure  4.16,  the  actual  start  and  stop  crank  angles  ý,  Qtt(j)  and  Vitop  for 
right  quadriceps  stimulation  of  the  cycle  j  have  been  used  to  calculate  reversely  the  corresponding 
"virtual"  static  start  and  stop  angle  ^  QR  -QR  ýO;  Iart,  static(i)  and  Kop,  static(j) 
by 
-R  -QR  R  -QR  ý?  R  (j)  +T  6(j,  ?R 
V?  tart,  static(i)  --"ý  V;  tart(i) 
+TI  and  Vitop,  static(i)  --"ý  top  t 
(j))  L6(ig  ý? 
tart(D)  L  top 
QR 
where  6(j,  and  6(j,  ý?  t,, 
R,. 
t(j))  are  the  recorded  angular  velocities  at  the  crank  angles  on 
which  the  first  and  last  pulse  for  the  j-th  cycle  have  been  generated.  Sufficient  force  by  the  right 
(^QR  -QR  quadriceps  is  then  approximately  generated  within  the  crank  angle  interval  (P;  tart,  static(j)OV;  top,  static(i)) 
for  the  cycle  j.  In  the  upper  part  of  Figure  4.19,  the  "virtual"  static  start  and  stop  angles  are  plotted 
together  with  the  originally  specified  static  start  and  stop  angle.  The  resulting  interval  length  for  right 
quadriceps  stimulation  is  depicted  in  the  lower  graph.  The  ongoing  variation  and  shortening  of  the 
interval  are  clearly  recognisable. 
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Figure  4.16:  Measured  steady-state  cadence  for  constant  stimulation  intensity. 
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Figure  4.17:  Cadence  versus  crank  angle  for  steady-state  cycling.  Cadence  mean  value  and  stan- 
dard  deviation  (shown  as  68%  confidence  interval)  have  been  estimated  from  the  ca- 
dence  shown  in  Figure  4.16,  covering  16  full  crank  rotations. 
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Figure  4.18:  Power  spectrum  of  the  cadence  sequence  shown  in  Figure  4.16  after  removing  mean 
value  and  drift. 
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Figure  4.19:  "Virtual"  static  stimulation  intervals  of  the  right  quadriceps  for  the  experiment  reported  in 
(-QR  -QR  Figure  4.1  B.  The  estimated  intervals  are  given  by  Vitart,  staticAP;  tart,  stati).  The  resulting 
-QR  -QR  interval  length  V;  top,  static-Kart,  static  is  smaller  than  the  length  of  the  originally  specified 
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The  cycle  to  cycle  variation  of 
the  stimulation  interval  due  to  sampl,  ing  is clearly  visible. 
70 4  Pilot  Study  of  FES  Cycling 
4.7  Summary  and  Conclusions 
Mobile  FES  cycling  systems  have  been  developed  based  on  the  adaptation  of  commercially  available 
recumbent  tricycles.  The  systems  can  be  either  used  as  a  static  ergometer  for  training  exercises  or  as 
a  mobile  device  for  recreational  use.  One  system  has  been  further  equipped  with  an  electric  motor  to 
assist  the  FES  cycling.  This  enables  isokinetic  training  and  exercise  testing.  Stimulation  patterns  have 
been  derived  by  a  simple  strategy  where  the  rider-tricycle  geometry  and  static  (isometric)  pedal  force 
measurements  are  taken  into  account.  The  resulting  patterns  are  subject  specific.  The  long  term  usage 
of  the  developed  systems  with  paraplegic  individuals  has  been  reported  proving  the  effectiveness 
and  usability  of  the  devices.  Regular  periods  of  FES  cycling  have  been  achieved,  including  outdoor 
cycling  over  significant  distances  on  a  tarmac  track.  It  can  be  concluded  that  mobile  FES  cycling  over 
useful  distances  is  a  realistic  option  for  the  paraplegic  population. 
In  the  future,  a  higher  stimulation  frequency  could  be  applied  to  increase  the  power  output  as  proposed 
by  Eser  et  al.  [191.  This  would  also  improve  the  accurancy  of  stimulation.  The  objective  is  to  stimulate 
as  well  as  possible  within  the  specified  angle  intervals  while  having  minimal  variation  of  the  pulse 
positions  with  respect  to  the  crank  angle  between  rotations. 
Variable  frequency  trains  would  be  another  measure  to  increase  power  output.  However,  the  stimu- 
lator  used  in  the  experiments  with  the  tricycles  did  not  allow  the  straightforward  implementation  of 
variable  frequency  trains.  In  Chapter  6,  a  new  static  motorised  FES  ergometer  system  is  presented. 
In  co-operation  with  a  company,  a  new  stimulator  device  has  been  developed.  Bottlenecks  of  the  old 
stimulator  have  been  removed  in  the  new  stimulator  design.  'Me  new  stimulator  can  be  also  used  for 
the  recumbent  tricycle  based  cycling  systems.  Experimental  validation  of  the  systems  with  the  new 
stimulator  device  must  be  conducted  in  future. 
Isotonic  cycling  exercise  on  the  trainer  setup  has  been  carried  out  by  the  subjects  during  the  pilot  study 
mainly  because  of  the  motivation  aspect.  Furthermore,  the  technical  solution  for  isokinetic  cycling 
was  not  available  from  the  beginning  of  the  study.  Isokinetic  cycling  exercise  at  lower  cadences 
for  muscle  strength  training  of  the  atrophied  muscles  would  have  been  an  alternative  to  the  muscle 
strength  training  at  home.  This  option  should  be  considered  for  new  paraplegic  subjects  who  are 
introduced  to  FES  cycling. 
The  motorised  tricycle  (trike  I)  was  not  used  for  mobile  cycling  within  this  pilot  study.  Further 
research  has  to  focus  on  mobile  cycling  with  motor  assistance.  Initially  a  simple  open-loop  strategy 
to  balance  the  energy  input  from  the  motor  and  from  the  stimulated  muscles  can  be  tested.  The 
integrated  control  strategy  used  for  the  isokinetic  cycling  on  the  trainer  can  also  be  applied  for  mobile 
cycling.  The  net  effect  of  this  control  scheme  is  that  smooth  cycling  motion  at  constant  cadence 
(or,  equivalently,  depending  on  the  gear  engaged  the  cycle's  forward  speed)  can  always  be  achieved 
by  the  motor  control  loop,  even  if  the  leg  power  contribution  varies  or  becomes  low  as  a  result  of 
fatigue,  or  if  the  total  load  changes.  Effectively,  the  total  mechanical  power  output  of  the  rider- 
tricycle  system,  which  is  comprised  of  the  sum  of  motor  power  and  leg  power,  is  automatically  varied 
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in  order  to  maintain  the  instantaneous  value  of  desired  cadence.  Independently,  the  muscle  stimulation 
loop  could  attempt  to  keep  the  muscles  working  at  an  arbitrarily  specified  work  rate,  and,  thus,  it  is 
the  motor  power  which  automatically  varies  in  order  to  meet  the  overall  total  instantaneous  power 
requirements. 
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5.1  Summary 
Alm:  The  work  presented  in  this  chapter  aimed  to  develop  a  compact  and  inexpensive  motorised 
FES  ergometer  system  which  can  be  used  while  sitting  in  a  wheelchair.  An  isotonic  and  an  isokinetic 
training  mode  were  realised  by  controlling  the  electric  motor  in  appropriate  ways. 
Methods:  A  commercially  available  motorised  ergometer  system  has  been  integrated  with  a  newly 
developed  stimulation  device.  Stimulator  and  ergometer  are  connected  to  a  laptop  computer  which 
runs  the  control  software.  Crank  angle,  cadence  and  motor  torque  are  estimated  from  the  ergometer 
signals  provided  through  a  serial  communications  link.  Sensor  fusion  by  an  extended  Kalman  filter 
was  applied  and  signal  calibration  methods  were  developed  and  implemented  to  obtain  the  data. 
The  ergometer  was  further  instrumented  with  an  absolute  shaft  encoder  to  gain  an  accurate  angle 
measurement  as  reference  to  validate  the  angle  estimate  obtained  by  the  extended  Kalman  filter. 
The  crank  angle  is  checked  every  5  ms  to  detect  whether  muscles  have  to  be  stimulated  or  not.  In 
addition,  variable  frequency  trains  can  be  generated  by  the  stimulation  device  in  a  simple  manner. 
The  standard  motor  control  of  the  ergometer  was  used  to  realise  isotonic  and  isokinetic  training  modes 
for  FES  cycling.  Furthermore,  a  customised  cadence  controller  for  the  isokinetic  training  mode  has 
been  designed  as  an  alternative  to  the  built-in  cadence  controller  of  the  ergometer  to  allow  a  better 
rejection  of  disturbances  which  are  periodic  with  respect  to  the  cadence.  The  control  scheme  includes 
a  plug-in  repetitive  controller  as  described  in  Chapter  2.  The  duty  cycle  of  the  motor  pulsewidth 
modulation  (PWM)  is  used  as  the  control  signal  for  the  custornised  cadence  controller. 
The  developed  ergometer  system  for  FES  cycling  has  been  experimentally  tested  by  one  of  the  inves- 
tigators. 
Results:  The  commercially  available  ergometer  used  is  suitable  for  realising  isotonic  and  isoki- 
netic  training  in  FES  cycling.  No  modifications  to  the  ergometer  have  to  be  carried  out.  Pedalling 
cadence  during  isokinetic  training  and  resistance  (load)  during  isotonic  training  can  be  well  controlled 
when  using  the  standard  built-in  motor  controller.  Cadence  varies  only  slightly  during  the  isokinetic 
training  with  a  variation  below  10  rpm  for  typical  crank  moments  caused  by  the  electrical  stimulation. 
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I  By  using  the  customised  cadence  controller,  the  amplitude  of  the  cadence  variation  can  be  signifi- 
cantly  reduced  to  below  I  rpm.  However,  an  angle  sensor  has  to  be  mounted  on  the  ergometer  for  the 
technical  realisation  of  this  controller. 
Accurate  information  about  the  active  crank  moment  and  power  output  caused  by  the  electrical  stim- 
ulation  of  the  muscles  can  be  obtained  with  this  system. 
Conclusions:  The  developed  motorised  FES  cycling  system  represents  the  first  static  ergometer 
which  offers  both  isotonic  and  isokinetic  training  mode.  It  is  compact  and  relatively  inexpensive 
(about  GBP  4000).  The  system  can  be  used  for  research  purposes  due  to  its  accuracy,  provided 
measurements  and  FES  parameter  flexibility,  while  its  size  and  cost  also  make  it  appropriate  for 
home  use.  The  solution  with  customised  cadence  control  is interesting  for  research  where  accurate 
control  of  cadence  is  required.  Standard  cadence  control  is  sufficient  for  clinical  and  home  use. 
Contribution:  The  author's  contribution  to  this  study  consists  of  the  development  of  the  concept 
for  the  motorised  FES  cycling  ergometer  system.  Control  algorithms  have  been  developed  and  im- 
plemented  in  software  on  the  laptop  and  microcontroller  of  the  stimulator  device.  Furthermore,  the 
author  has  planned  and  conducted  the  experimental  tests  and  analysed  and  interpreted  the  results. 
5.2  Motivation 
FES  cycling  systems  based  on  recumbent  tricycles  can  be  used  for  mobile  cycling  and  stationary 
training  (cf.  Chapter  4).  -In  conjunction  with  an  auxiliary  motor,  cyclists  with  a  weak  or  fatigued 
musculature  can  also  perform  cycling  exercises.  However,  there  are  some  drawbacks  to  this  solution. 
Firstly,  the  system  requires  quite  a  lot  of  space  and  is  therefore  not  perfectly  suitable  for  in-house 
use.  Second,  converting  the  mobile  system  into  a  trainer  and  vice  versa  cannot  be  carried  out  by  the 
paraplegic  cyclist  alone;  assistance  is  required.  And  third,  a  transfer  of  the  paralysed  cyclist  between 
tricycle  and  wheelchair  is  always  necessary.  Transfers  may  require  further  assistance  and  carry  the 
risk  of  falls.  Space  and  assistance  are  usually  no  problem  in  a  clinical  or  research  environment  but 
may  be  limitations  in  using  such  an  FES  cycling  system  at  home. 
These  considerations  have  led  to  the  idea  of  using  commercially  available  ergometers  with  motor 
assistance  for  FES  cycling  which  can  be  operated  while  the  cyclist  sits  in  a  wheelchair.  The  motor  can 
be  utilised  to  enable  both  isokinetic  and  isotonic  training.  Fornusek  et  al.  [26]  followed  independently 
of  this  work  the  same  idea  and  developed  an  FES  cycling  ergometer  for  isokinetic  training. 
Within  this  chapter  a  newly  developed  FES  cycling  system  based  on  a  commercial  ergometer  is  pre- 
sented  which  allows  both  isokinetic  and  isotonic  cycling  exercise.  The  structure  of  this  Chapter  is 
as  follows.  In  Section  5.3,  the  experimental  setup  will  be  outlined,  with  the  focus  on  the  ergometer 
used.  Cadence,  torque  and  crank  angle  are  signals  needed  for  the  algorithms  in  FES  cycling.  Esti- 
mation  and  calibration  of  these  signals  from  available  measurements  at  the  ergometer  side  as  well  as 
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the  PC  control  of  the  ergometer  are  explained  throughout  Section  5.4.  After  this,  in  Section  5.5,  the 
stimulator  device  and  pattern  generator  will  be  described.  Subsequently,  the  control  of  the  DC  motor 
in  order  to  realise  isokinetic  and  isotonic  cycling  exercises  is discussed  in  the  Sections  5.6  and  5.7. 
Finally,  a  summary  is  given  in  Section  5.8. 
5.3  Experimental  Setup 
The  commercially  available  ergometers  THERA-vitalTm  and  THERA-liveTm  by  the  German  com- 
pany  medica  Medizintechnik  GmbH1  have  been  chosen  for  the  purpose  of  FES  cycling.  Both  trainers 
are  motor  driven  and  controlled  by  a  microcontroller.  The  main  difference  between  the  devices  is  in 
the  provided  control  unit.  The  user  interface  of  the  THERA-vital  provides  more  information  such 
as  biofeedback  to  the  cyclist.  The  construction  of  the  THERA-live  is  slightly  more  robust  compared 
to  the  THERA-vital.  According  to  manufacturer,  a  new  generation  of  THERA-vital  devices  will  be 
available  by  the  end  of  2005  having  the  same  base  construction  and  thus  stability  as  the  THERA-live. 
In  the  sequel,  the  words  trainer  and  ergometer  refer  to  THERA-vital  and  THERA-live  equally.  Ex- 
periments  within  this  thesis  are  based  on  a  THERA-vital  trainer. 
The  ergometer  is  a  certified  medical  device  which  is  suitable  for  use  at  home,  in  clinics,  homes  for 
the  elderly  or  hospitals.  It  is  meant  for  mobilisation  of  persons  that  are  disabled  in  their  movement 
after  accidents,  surgeries,  or  after  general  illnesses  which  concern  the  apparatus  of  movement.  The 
trainer  can  be  used  as  a  leg  trainer  and  as  an  upper  torso  trainer.  Within  this  work,  only  the  leg  trainer 
is  of  interest.  It  is  appropriate  for  active  and  passive  exercise.  Indications  are  neurological  disabilities 
such  as  stroke,  paraplegia,  hemiplegia/hemiparesis,  Parkinson's  disease  and  multiple  sclerosis.  The 
medical  use  of  the  trainer  for  spinal  cord  injured  persons  was  recently  investigated  [53].  In  paraplegia, 
benefits  of  passive,  motor  supported  cycling  exercises  are  a  reduction  of  spasticity,  the  prevention  of 
joint  contractures  and  the  improvement  of  range  of  motion.  During  the  training  the  patient  is  seated 
on  a  chair  or  in  a  wheel-chair  in  front  of  the  ergometer  (cf.  Figure  5.1).  The  feet  are  fixed  to  foot  rests 
and  the  legs  are  stabilised  by  ankle  joint  orthoses.  Depending  on  the  chosen  accessories  crank  arm 
lengths  in  the  range  50-110  mm.  can  be  realised.  These  settings  are  similar  to  those  of  Chapter  4. 
By  applying  electrical  stimulation  to  the  paralysed  muscles  during  the  cycling,  the  exercise  can  be 
rendered  from  passive  to  active  for  the  paraplegic  subject.  Typically,  stimulated  muscles  are  the 
quadriceps,  hamstrings,  gluteus  maximus  and  gastrocnemius. 
The  experimental  setup  for  the  lower-limb  FES  cycling  ergometry  is  shown  in  the  Figures  5.2  and 
5.3.  Two  approaches  can  be  distinguished.  For  clinical  research  the  stimulation  control  is  PC-based 
as  shown  in  Figure  5.2.  The  stimulator's  functionality  reduces  in  this  case  to  the  generation  of  stim- 
ulation  pulses  that  are  requested  by  the  PC  software.  The  stimulation  intensity  can  be  controlled 
I  http:  //www.  theravital.  de/ 
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Figure  5.1:  Motorised  ergometer  used  for  FES  cycling  (physical  apparatus). 
4e 
A 
------- 
Ergometer  8  channel  stimulator 
USB  Stimulation 
commands 
Motor  controller 
configuration 
or  direct  motor 
>  control 
Control  System: 
RS232 
-  Laptop  with  Linux 
Cadence 
, 
ýýDrive 
-  Matlab/Simulink 
Motor  moment 
-  Soft  realtime  solution 
Sector  change 
sensor  (B  Bit)  event  Parallel  I  USS  I 
pon 
SPI 
Crank  angle  (customised  sensor) 
Dial 
Figure  5.2:  Ergometer  system  for  lower-limb  FES  cycling  with  PC-control. 
automatically  (see  Chapter  6)  or  is  adjIusted  manually  by  means  of  an  electronic  dial/switch  2  which  is 
connected  to  the  laptop*s  USB  port.  The  FES  cycling  algorithms  and  ergometer/stimulator  interface 
have  been  implemented  in  Matlab/Simulink  under  Linux.  A  custornised  soft  real-time  solution  has 
been  employed. 
For  daily  clinical  or  home  use,  the  stimulation  is  directly  controlled  by  the  stimulator's  built-in  mi- 
crocontroller  bypassing  the  PC  as  shown  in  Figure  5.3.  Data  logging  and  complexity  of  control 
algorithms  are  reduced  in  this  configuration.  The  ergometer  offers  a  serial  interface  (RS232)  to  en- 
able  the  periodic  transfer  of  ergometer  signals  to  an  external  device  (PC  or  stimulator).  It  is  further 
2http:  //www.  griffintechnology.  com/products/powermate/ 
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Figure  5.3:  Stand-alone  ergometer  system  for  lower-limb  FES  cycling  without  PC-control. 
possible  to  influence  the  ergometer  behaviour  through  this  serial  link,  by  changing  parameters  ofthe 
internal  motor  control  unit  or  by  setting  the  motor  voltage  through  Pulsewidth  Modulation  (PWM) 
directly.  The  connection  between  PC  and  stimulator  corresponds  to  the  USB  1.1  standard.  Gal- 
vanic  isolation  is  provided  by  the  ergometer's  serial  interface  and  the  USB  interface  of  the  stimulator. 
The  current-controlled  8  channel  stimulator  RehaStim  pro  P"  by  the  German  company  HASOMED 
GMbH3  possesses  two  independent  current  sources  which  are  multiplexed  to  4  outputs  each.  A  de- 
tailed  description  of  the  stimulator  device  will  be  given  in  Section  5.5. 
Motor  Control  Strategy 
The  ergometer  is  equipped  with  a4  quadrant  chopper  DC  drive  providing  a  torque  range  of  -  15  to 
15  Nm.  Figure  5.4  illustrates  the  built-in  motor  control  scheme  of  the  trainer.  A  detailed  view  ofthe 
PWM  controlled  DC  drive  is  given  in  Figure  5.5. 
A  cascade  controller  structure  is  employed.  The  inner  loop  controller,  C,,,,  controls  the  motor  moment 
and  has  the  duty  cycle  y  of  the  pulsewidth  modulator  as  controller  output.  The  sensed  motor  moment 
T 
inm  ki 
is  proportional  to  the  measured  motor  current  i  where  k  is  an  estimate  of  the  true  motor  torque  con- 
stant  k,,,.  The  sensed  crank  cadence  (o  T  is  controlled  by  the  outer  loop  controller,  C,  which  has  the 
moment  inc  as  controller  output.  This  moment  contributes  to  the  reference  moment  of  the  inner  loop 
r 
together  with  the  moments  inmol  and  in  FC 
. 
The  moment  mm'  is  negatively  proportional  to  the  crank  rrr 
acceleration  and  emulates  the  effect  of  a  flywheel  or  to  be  precise  a  large  moment  of  inertia  (Mol)  at 
the  crank;  this  smooths  the  cycling  movement.  The  estimated  static  friction  of  the  system  (Aýf,  sign  (OT) 
http:  //www.  hasomed.  de 
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Figure  5A  Motor  control  scheme  of  the  ergometer. 
Figure  5.5:  Detailed  model  of  the  PWM  controlled  DC  drive. 
will  be  compensated  by  the  reference  moment  contribution  MFC  Which  reduces  the  amount  of  muscle  r 
force  required  to  initiate  a  cycling  movement.  The  reference  moment  mc  contributed  by  the  speed 
controller  Cc  can  by  limited  be  a  lower  bound  m  and  an  upper  bound  fil. 
Assume  a  given  positive  reference  cadence  col.  The  value  a+M,  specifies  how  much  the  motor  is 
r 
resisting  a  voluntary  cycling  which  tries  to  exceed  the  reference  cadence  corT.  On  the  other  hand,  the 
value  jýi  +  k,  specifies  how  much  the  motor  shall  support  the  cycling  movement  in  order  to  achieve 
wTr  when  the  cyclist  is  passive  or  actively  resists  the  movement. 
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RL 
ic 
Figure  5.6:  Electrical  circuit  of  the  DC  motor. 
IR  compensation  is  applied  for  the  PI-type  speed  controller,  C,  The  sensed  cadence  wl  is  determined 
from  motor  voltage  u,,  and  motor  current  i.  Let  us  consider  the  model  of  the  PWM  controlled  motor 
shown  in  Figure  5.5.  The  equivalent  electrical  circuit  is  illustrated  in  Figure  5.6.  It  can  be  represented 
by  a  voltage  source  u,,  across  the  coil  of  the  armature.  The  electrical  equivalent  of  the  armature  coil 
can  be  described  by  an  inductance  L  in  series  with  a  resistance  R  in  series  with  an  induced  voltage  ui 
which  opposes  the  voltage  source.  The  induced  voltage  is  generated  by  the  rotation  of  the  electrical 
coil  through  the  fixed  flux  lines  of  the  permanent  magnets.  Kirchoff's  voltage  law  states  that  the  sum 
of  all  voltages  around  a  loop  must  equal  zero 
U'(O  -i.  (t)R  -L 
di(t) 
_  uj(t)  =  0.  (5.2)  -u  -t 
The  induced  voltage  uj  is  proportional  to  the  real  crank  cadence  o) 
ui  =  k,  o-)  (5.3) 
where  k,,  is  the  velocity  constant.  Thus,  a  simple  approach  to  determine  a  "measurement"  of  the 
cadence  is  to  insert  (5.3)  into  (5.2)  and  solve  it  for  co.  In  practice,  the  current  i  is  assumed  to  be 
slowly  varying  (derivative  almost  zero),  so  that  the  sensed  cadence  w'  is  then  given  by 
WT 
u,,  i 
kv 
(5.4) 
where  R  and  k,,  are  estimates  of  the  resistance  R  and  the  velocity  constant  k,  Of  course,  the  quality 
of  this  "measurement"  depends  on  the  agreement  of  h  and  k,  with  their  true  values.  Notice  that  the 
cadence  wT  is  load  dependent  because  of  i.  The  accuracy  of  a  speed  controller  with  IR  compensation 
is  usually  low  and  stationary  errors  due  to  a  biased  cadence  measurement  occur  also  with  integral 
action.  However,  since  IR  compensation  is  cheap  and  no  speed  sensor  is  required,  it  is  used  in  the 
ergometer. 
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Measurements  and  Communication  Protocol 
The  ergometer  manufacturer  provides  a  complex  communication  protocol  for  reading  out  data  from 
the  ergometer  and/or  controlling  the  ergometer.  The  serial  communication  runs  with  9600  Bauds. 
The  signals  of  interest  for  FES  cycling  are  the  crank  angle,  cadence  and  motor  torque.  The  internal 
ergometer  signals,  sensed  cadence  o-)T  and  sensed  motor  torque  MT  ,  are  provided  by  the  trainer.  M 
These  measurements  are  sent  automatically  by  the  ergometer's  microcontroller  without  request  to  an 
external  device  with  a  rate  of  approx.  50  Hz. 
Acquiring  an  accurate  angle  measurement  is  more  difficult.  The  trainer  comes  without  an  accurate 
angle  sensor.  The  device  possesses  only  a  simple  mechanism  to  determine  a  fixed  number  of  crank 
positions  at  which  the  crank  can  be  positioned  by  the  motor  for  facilitating  the  placement  of  the  legs 
into  the  foot-rests  (get-in  support).  For  this,  a  disk  with  six white  and  black  sectors  of  different  size 
is  mounted  on  the  crank  shaft  and  rotates  while  cycling.  An  optical  sensor,  fixed  to  the  device  frame, 
senses  the  sector  colour.  For  nearly  constant  speed,  the  sectors  can  be  identified  because  of  their 
different  size  and  colour.  Knowing  the  current  sector  and  cycling  direction,  the  event  of  entering  a 
new  sector  can  be  related  to  a  known  angle.  The  sector  transitions  can  be  matched  to  six  fixed  angles 
which  yields  a  discrete-event  angle  measurement.  The  optical  sensor  output  is  polled  by  the  trainer's 
microcontroller  every  10  ms.  In  the  event  of  a  changing  colour,  a  command  will  be  send  out  to  the 
PC  or  stimulator  giving  the  colour  of  the  current  sector.  The  angle  detection  based  on  this  signal  is 
described  in  Section  5.4.2.  Accurate  angle  estimates  can  be  obtained  by  sensor  fusion.  An  extended 
Kalman  filter  combines  cadence  and  angle  measurements  in  order  to  provide  angle  estimates  between 
the  angle  measurements.  For  details  see  Section  5.4.3. 
The  ergometer  used  in  this  work  was  instrumented  with  a  customised  8  Bit  absolute  angle  sensor.  In 
addition  to  the  standard  disk  with  six  sectors,  a  disk  with  Gray  code  was  mounted  on  the  crank  shaft. 
A  fixed  optical  sensor  reads  the  actual  absolute  position  from  the  Gray  code  and  provides  this  reading 
through  a  Serial  Peripheral  Interface  (SPI).  The  parallel  port  at  the  PC  side  was  used  to  control  the 
SPI.  This  angle  measurement  was  employed  as  a  reference  to  validate  the  angle  estimate  obtained  by 
the  extended  Kalman  filter. 
Table  5.1  summarises  the  available  measurements  at  the  ergometer.  The  signal  resolution  is  only  8 
bit,  so  that  a  considerable  amount  of  quantisation  noise  is  present  in  the  data.  In  the  sequel,  noisy 
measurements  are  indicated  by  the  superscript 
Table  5.2  summarises  ergometer  variables  which  can  be  altered  through  the  serial  link.  With  the 
provided  communication  protocol,  the  cadence  reference  o),  T  and  the  constraints  m  and  N  can  be  set 
online.  Commands  pointing  to  the  ergometer  can  be  sent  with  20  Hz  when  the  motor  control  is  active. 
The  update  of  m  and  N  represents  one  command,  the  update  of  wT  another.  Assuming  the  same 
priority  for  changing  cj,  m  and  jýi,  results  in  an  individual  update  rate  of  10  Hz.  The  desired  Moment 
of  Inertia  (Mol)  and  the  static  compensation  moment  A  can  be  set  as  well.  During  cycling  these 
parameters  are  usually  not  altered. 
An  interesting  option  is  to  switch  the  built-in  motor  control  off  entirely  and  to  control  the  duty  cycle 
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of  the  PWM  directly.  The  duty  cycle  can  be  updated  in  this  mode  every  20  ms.  Due  to  a  firmware  bug 
sector  colour  changes  are  no  longer  sent  by  the  ergometer  in  this  mode.  The  customised  angle  sensor 
is  therefore  used  to  obtain  an  angle  measurement. 
Depending  on  the  motor  control  mode,  two  measurement  configurations  may  be  distinguished  as 
indicated  in  Table  5.3.  Section  5.4  describes  how  sufficiently  accurate  estimates  of  cadence,  torque 
and  crank  angle  can  be  obtained  by  the  use  of  an  extended  Kalman  filter  for  the  two  configurations. 
Table  5.1:  Available  measurements  at  the  trainer  side. 
Variable  Computer  representation  by  Factory  calibration  Interface  Frequency 
Cadence  signed  char  cadence  0.5-cadence  [rpm]  RS232  50  Hz 
T*  Motor  torque  mm  signed  char  torque  unkown  RS232  50  Hz 
Angle  (p*  signed  char  angle  1.4-angle  [o]4  Parallel  port  200  Hz5 
Sector  change  event  boolean  sce6  RS232  100  Hz 
Table  5.2:  Ergometer  variables  which  can  be  changed  through  the  serial  link. 
Variable  Computer  representation 
and  range 
Factory  calibration  Frequency 
Cadence  reference  &;,  r  [rpm]  signed  char  cad_r,  wT  =  0.75cad-r  10  Hz 
-80...  80 
Resisting  torque  limit  m  [Nm]  unsigned  char  lb_m,  m=-0.141b-m+l  lOHz 
0  ...  150 
Supporting  torque  limit  iii  [Nm]  unsigned  char  ub-m,  N--O.  15ub-m  1OHz 
0-150 
Duty  cycle  of  PWM  y  signed  char  gamma,  gamma  50  Hz 
-100...  100 
Moment  of  Inertia,  7  unsigned  char  moi,  unknown  set  once 
1  (max.  )  ...  250  (min.  ) 
Static  compensation  moment  k,  unsigned  char  scm,  unknown  set  once 
0  ...  150 
4Customised  absolute  angle  sensor 
50ther  frequencies  are  possible  but  200  Hz  has  been  used  throughout  this  work. 
60 
-  black  sector,  I-  white  sector 
7The  setting  moi=50  was  used  throughout  the  experimental  work  presented  in  this  thesis. 
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Table  5.3:  Measurement  configurations  of  the  trainer  for  FES  cycling.  Measurement  configuration  1 
is  the  used  when  the  built-in  motor  control  is  activated.  Measurement  configuration  2  is 
used  when  the  duty  cycle  of  the  PWIVI  is  directly  controlled  by  the  laptop. 
Measurements  Configuration 
lst:  Standard  mode  2nd:  PWM  control  mode  with 
customised  angle  sensor 
Cadence  wT*  xx 
Motor  torque  m 
T*  xx 
M 
Angle  V*  x 
Field  change  event  ef,  x 
5.4  Signal  Processing 
5.4.1  Signal  Calibration 
The  default  factory  calibrations  for  the  values  shown  in  Tables  5.1  and  5.2  are  not  exact  enough  for 
scientific  purposes  so  that  a  re-calibration  procedure  is  required.  Results  of  this  procedure  are  newly 
calibrated  measurements  wC*  and  mc*  for  cadence  and  motor  moment,  respectively.  M 
In  order  to  assign  the  correct  moment  limits  and  to  achieve  zero  steady  state  error  for  the  cadence 
controller,  new  calculation  rules  for  lb_jn,  ub_m,  scm  and  cad_r  have  to  be  determined  (for  factory 
calibration  cf.  Table  5.2). 
Cadence  Calibration 
The  cadence  w  T*  sent  by  the  ergometer  is  determined  by  Equation  (5.4)  and  subsequent  A-D  con- 
version.  Accuracy  is  low  because  of  uncertainties  in  the  parameters  h  and  k,  Thus,  a  time-varying 
calibmtion 
(oc*  =  k,,,  (t)w  (5.5) 
is  applied  where  the  factor  k,,,  (t)  varies  slowly  under  different  load  conditions.  The  proportionality 
factor  k,,  (t)  is  estimated  online  by  means  of  an  extended  Kalman  filter  (see  Section  5.4.3)  based  on 
angle  measurements. 
Moment  Calibration 
The  motor  moment  measurement  has  to  be  calibrated  for  each  ergometer.  For  the  unitless  value 
T* 
=  MM  moment  a  calibration  of  the  form 
C*  = 
kmaMT*  +  kmb  mm  m  (5.6) 
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is  introduced  with  the  constants  k,,,.  and  k"Ib.  This  leads  to  the  calibrated  motor  moment  measurement 
C*  mm  with  the  unit  Nm.  The  constant  k,  "b  is  employed  to  take  a  possible  offset  (due  to  the  A-D 
conversion)  into  account. 
Motor  Moment  Calibration  Procedure:  The  equation  of  motion  is  given  by 
dw(t) 
M,  sign  (co  (t))  +  kf  oj  (t)  +ML  (t)  +MM  (t)  ---4  Jc  -  (5.7) 
dt 
where  mm  is  the  real  motor  moment,  M,  is  the  amount  of  static  friction,  kf  is  the  damping  constant 
related  to  the  crank  shaft,  ML  is  load  moment  acting  at  the  crank  shaft  and  J,  is  the  total  moment 
of  inertia  at  the  crank  shaft.  The  term  J,  d  wl  dt  will  be  zero  for  constant  speed.  Assuming  zero 
acceleration  and  inserting  Equation  (5.6)  into  (5.7)  yields 
M,  sign  (co)  +  kf  w+  ML(t)  +  k,.  (MT*(t)  +  k,.  )  =  0.  (5.8)  m 
The  constants  M,  kf 
, 
k,,,.  and  k"Ib  can  be  experimentally  identified  using  a  least  squares  procedure 
under  the  following  conditions: 
1.  The  load  moment  ML(t)  is  varying  and  known. 
2.  Data  have  been  acquired  at  different  positive  and  negative  constant  speeds  w. 
The  first  condition  has  been  fulfilled  by  attaching  a4  kg  weight  on  one  crank  arm  only,  leaving  the 
other  crank  arm  unloaded.  The  load  moment  can  then  be  calculated  by 
ML(t)  =  -4kg  -  9.81m/s 
2 
.1c.  COS  (ýO(t))  (5.9) 
with  the  crank  angle  ýp  defined  as  shown  in  Figure  5.7  and  the  crank  arm  length  1,  =  0.11  cm.  In  order 
to  achieve  constant  cadence  and  fulfilment  of  condition  two,  a  customised  cadence  controller  (see 
Section  5.7)  was  designed  and  applied  during  the  tests.  The  controller  gives  zero  tracking  error,  i.  e. 
perfect  constant  speed,  due  to  repetitive  control  techniques  but  requires  an  accurate  angle  sensor.  The 
built-in  motor  control  of  the  ergometer  may  be  used  if  no  accurate  angle  sensor  is  mounted.  However, 
speed  variations  will  occur  in  this  case  because  of  the  limited  bandwidth,  so  that  the  assumption  of 
constant  speed  is  not  entirely  true. 
Table  5.4  lists  the  identified  parameters  for  the  ergometer  used  in  this  work.  Data  have  been  acquired 
for  -50,  -30,30  and  50  rpm  with  the  built-in  and  customised  speed  controller.  Figure  5.8  shows  the 
C*  calibrated  motor  moment  mm  (solid  line)  together  with  the  moment  -  (M,  sign  (wc*)+kf  o)c*+ML  W) 
(dashed  line)  for  the  built-in  speed  controller.  Figure  5.9  illustrates  the  result  for  the  customised 
speed  controller.  Data  for  different  cadence  trials  have  been  plotted  together.  A  good  fit  of  the  curves 
indicates  good  moment  calibration.  While  the  estimates  obtained  with  the  two  speed  controllers  differ 
as  expected,  the  calibration  with  perfect  constant  speed  is  better.  However,  the  results  are  relatively 
close,  so  that  the  simpler  approach  with  built-in  motor  control  is  preferred  in  practice. 
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Weight  (mass  4  kg) 
at  right  crank  arm 
Figure  5.7:  Moment  calibration.  A4  kg  weight  is  mounted  at  one  crank  arm  in  order  to  produce  a 
known  load  moment  at  the  crank  shaft. 
Table  5A  Results  of  the  moment  calibration. 
Parameter  Value  (customised  controller)  Value  (built-in  motor  controller) 
k,,,,,  0.3389  Nm  0.3226  Nm 
-0.135  Nm  -0.0591  Nm 
M,  -3.97  Nm  -3.38  Nm 
k1  -0.0001  Nm.  s  -0.0101  Nm.  s 
error  (standard  deviation)  0.505  Nm  0.607  Nm 
error  (mean  value)  0.000  Nm  0.000  Nm 
Setting  up  the  Static  Compensation  Moment 
For  the  static  compensation  moment  Aý.,  (see  figure  5.4)  the  same  calibration  as  for  the  motor  torque 
measurement  can  he  applied 
Ü, 
=k  scm  +k1,  * 
(5.10) 
For  a  specified  moment  ý1,  the  setting  sent  to  the  ergometer  is  then  given  by 
scm  =  floor((Aý,  - 
The  functionfloor  rounds  its  argument  down  to  the  nearest  integer. 
Setting  up  Moment  Limits 
The  upper  limit  of  the  moment  iW  is  re-calibrated  by 
Tn-  =  kT,  -,,,  ub-m 
where  kT,,,,  is  a  positive  constant.  For  the  lower  limit  the  following  relation 
in  =  k￿￿  1  b_m  +km, 
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Figure  5.8:  Motor  moment  calibration  results  with  built-in  motor  control.  The  upper  graph 
shows  the  calibrated  motor  moment  mcm*  (solid  line)  and  calculated  reference  moment 
-(M,  sign(coc*)  +  kf  coc*  +  MOD  (dashed  line). 
with  the  constants  ki..  and  kmb  holds. 
Having  completed  the  calibration  of  the  motor  moment  measurement,  the  constants  in  the  Equations 
(5.12)  and  (5.13)  can  be  experimentally  identified  as  follows: 
1.  Voluntary  cycling  at  a  specified  constant  cadence  with  cadence  reference  and  supportive  mo- 
ment  limitation  set  to  zero  (cad 
- 
r---O  and  ub_m--O)  while  applying  staircase-like  changes  to 
lb_m;  The  averaged  calibrated  motor  torque  measurement  minus  the  compensation  moment 
corresponds  in  this  case  to  m  and  the  coefficients  ki,  and  k,,,  can  be  determined  using  the 
z. 
least  squares  method. 
2.  Voluntary  cycling  at  a  specified  constant  cadence  with  cadence  reference  set  to  the  highest 
possible  value  exceeding  the  actual  cycling  cadence  and  the  resisting  moment  limitation  set  to 
zero  (cad 
- 
r=80  and  lb_m--O)  while  applying  staircase-like  changes  to  ub_m;  The  averaged 
calibrated  motor  torque  measurement  minus  the  compensation  moment  i*,  corresponds  in  this 
case  to  N  and  the  coefficient  kjw.  can  be  determined  using  the  least  squares  method. 
Figure  5.10  shows  an  example  of  an  experiment  to  calibrate  the  moment  limit  m.  The  calibrated 
C*  motor  moment  measurement  mm  subtracted  by  ff,  is  plotted  as  a  light  solid  line;  the  calibrated  limit 
m  (dashed  line)  is  also  shown  in  the  upper  graph.  The  obtained  calibration  parameters  for  the  lower 
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Figure  5.9:  Motor  moment  calibration  results  with  customised  motor  control.  The  upper  graph 
shows  the  calibrated  motor  moment  mc*  (solid  line)  and  calculated  reference  moment  M 
-(M,  sign(wc*)  +  kf  wc*  +  MOD  (dashed  line). 
moment  limit  m  are 
kt,,,  =  -0.12  Nm  and  kmb=  -1.37Nm. 
The  calibration  of  N  did  in  fact  correspond  to  the  factory  calibration  given  in  Table  5.2. 
Finally,  after  calibration,  the  controller  moment  limits  which  have  to  be  sent  to  the  ergometer  can  be 
calculated  by 
lb_m  =  floor((m  -  kmb)1kt,  (5.14) 
ub_m  =  floor(m-1kF.  )  (5.15) 
where  m  and  N  are  the  desired  physical  limits. 
Setting  up  the  Cadence  Reference 
The  reference  cadence  wT  should  be  calibrated  by 
w,  T 
=  w,  -1k,,  (t).  (5.16) 
with  0.75  as  the  factory  calibration  factor  (cf.  Table  5.2).  The  factor  k,,,  will  be  determined  on-line 
using  the  extended  Kalman  filter  described  in  Section  5.4.3.  Notice  that  ojT  represents  the  reference 
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Figure  5.10:  Result  of  lower  moment  limit  calibration;  The  upper  graph  shows  the  calibrated  limit  m 
(dash-dotted  line)  together  with  the  calibrated  motor  moment  m(m'*  which  is  lowered  by 
the  amount  of  the  compensation  moment  ý1,. 
for  the  sensed  cadence  o)  T  within  the  ergometer  while  co,  represents  the  reference  for  the  real  physical 
cadence  w.  Thus,  the  actual  reference  cad_r  which  is  sent  to  the  ergorneter  can  be  calculated  by 
cad_r  =  floor((o,  /k,,  (t)/0.75).  (5.17) 
5.4.2  Crank  Angle  Detection 
The  standard  ergometer  does  not  have  an  accurate  angle  sensor.  Discrete-event  angle  measurements 
can  be  obtained  by  analysing  the  timing  of  the  Sector  Change  Event  commands  which  are  sent  au- 
tomatically  towards  the  PC  or  stimulator  and  inform  about  the  colour  of  the  entered  sector.  Length 
of  stay  in  a  sector  is  measured  as  a  counterpart  to  sector  size  for  almost  constant  speed.  Through  the 
lengths  of  stay,  the  individual  sectors  are  identified  and  their  borders  related  to  known  angle  measure- 
ments.  As  shown  in  Figure  5.11,  six  angle  measurements  can  be  obtained  in  this  way.  The  assumption 
of  constant  speed  for  detecting  the  angle  can  be  dropped  as  soon  as  the  sectors  have  been  identified 
and  an  absolute  position  has  been  obtained.  After  this,  the  disk  serves  as  a  standard  incremental  angle 
sensor  with  different  large  angle  increments. 
5.4.3  Extended  Kalman  Filter 
The  Figure  5.12  illustrates  the  signal  processing  for  the  use  of  the  ergometer's  built-in  motor  control 
(measurement  configuration  1).  Figure  5.13  shows  the  signal  processing  when  the  duty  cycle  of  the 
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Crank  angle 
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0  Rotating  disk 
connected  to  the 
crank  shaft 
Figure  5.11:  Coded  disk  inside  the  ergometer;  The  disk  rotates  with  the  crank  shaft.  A  discrete-event 
angle  measurement  can  be  realised  with  angle  values  ýpj  to  ý06  related  to  the  sector 
borders.  The  sizes  of  the  sectors  are  given  in  degrees. 
PWM  is  directly  controlled  (measurement  configuration  2).  In  both  cases,  an  Extended  Kalman  Filter 
(EKF)  is  applied  for  sensor  fusion  and  signal  estimation. 
Kalman  filters  are  optimal  state  observers  for  linear  systems  that  take  into  account  statistical  properties 
of  the  system  like  measurement  and  system  noise.  Extended  Kalman  filters  are  a  modification  of 
Kalman  filters  for  nonlinear  systems.  They  are  usually  utilised  when  it  is  important  that  the  state 
estimate  produced  by  the  observer  is  as  accurate  as  possible  and  where  the  statistical  properties  of 
the  noise  in  the  measurements  can  be  determined.  Extended  Kalman  filters  are  suboptimal  state 
estimators  for  nonlinear  systems  based  on  local  linearisations  of  the  nonlinearities.  The  popularity  of 
extended  Kalman  filters  is  due  to  their  relatively  simple  implementation. 
Figure  5.12:  Signal  processing  for  the  standard  measurement  configurations  1.  Cadence,  motor 
torque  and  angle  measurements  are  available  from  the  ergometer.  The  angle  measure- 
ment  is  derived  from  sector  change  events. 
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k. 
Figure  5.13:  Signal  processing  for  direct  control  of  the  PWM  (measurement  configuration  2).  The 
customised  angle  sensor  has  to  be  used  when  the  duty  cycle  of  the  PWM  is  set  directly. 
The  filter  is driven  by  the  available  noisy  measurements  from  different  sensors  arriving  at  different 
sample  rates.  The  discrete-time  filter  delivers  estimates  of 
9  crank  cadence  iý, 
9  motor  moment 
9  crank  angle  0,  and 
*  cadence  calibration  factor 
at  a  constant  sampling-time  tk  which  may  be  smaller  than  the  sampling-times  of  the  measurements. 
Estimates  between  measurements  are  based  on  the  integration  of  an  assumed  dynamic  model.  In  order 
to  obtain  good  estimates,  the  noise  characteristic  of  each  measurement  has  to  be  taken  into  account. 
The  sampling-time  tk  of  the  filter  has  been  chosen  as  5  ms.  This  allows  fast  reaction  to  incoming 
measurements. 
Signal  Model 
The  discrete-time  state-space  model  for  the  interesting  signals  is 
WT  (I  +  1)  =  OJ  (1)  +  W,,  (1)  (5.18a) 
(PY  +  1)  =  VY)  +  tkk,,  (I)o)T(l)  (5.18b) 
k,,,  (I  +  1)  =  k,,  (1)  +  wk.  (1)  (5.18c) 
mm(1+1)  =  mm(l)+w.  M(I) 
(5.18d) 
where  I  is  the  sample  index.  The  motor  moment  mm  (1),  the  sensed  cadence  wT(l)  (inside  the  ergome- 
ter  without  quantisation  noise)  and  the  calibration  factor  k.  (1)  are  modelled  as  random  walks  with 
the  uncoffelated  white  noise  signals  w,,,,,,  (1),  w.  (1)  and  wký.  (1)  respectively.  Introduction  of  the  state 
noise  guarantees  the  convergence  of  the  state  estimate  even  for  a  long  running  time  of  the  Kalman 
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filter.  For  changing  load  conditions,  alterations  of  k,,,  will  be  detected.  The  system  equation  (5.18b)  of 
the  crank  angle  describes  just  the  discrete-time  integration  of  the  calibrated  cadence  oi  (1)  =  k,,  (t)coT. 
The  states  of  (5.18)  can  be  combined  in  the  state  vector  x  as  follows: 
x(1) 
= 
[T(l) 
ço(l)  k(l)  mM(l)]  (5.19) 
Some  state  measurements  are  available  but  corrupted  by  measurement  noise  mainly  caused  by  quan- 
tisation.  The  relation  between  measurements  and  states  is  given  by 
T*(I)  31(1)  000  SIM  00  VA) 
Y(l)  ý0*  (1)  0  82(l)  00  XY)  +0  32(l)  0  V.  P(l) 
m  C*  (1)  000  31(l)  00  31(l)  V.,  (1)  m 
H(l)  L(i) 
where  v,,,  (1),  v  ..  m  (1)  and  v.  (1)  are  the  measurement  noise  signals  related  to  the  uncalibrated  cadence, 
the  calibrated  motor  moment  and  the  crank  angle.  Dependent  on  the  availability  of  measurements,  the 
signals  31  (1)  and  32  (1)  are  assigned  to  one  or  zero.  In  the  case  of  a  torque  and  cadence  measurement 
arriving  on  the  serial  link,  81  (1)  will  be  one,  or  else  zero.  The  signal  820)  is  one  if  a  new  angle 
measurement  is  available,  or  else  zero. 
The  time-discrete  model  can  be  written  in  a  compact  form  as 
x(,  +  1)  =f  (x(I»  +  w(1)  (5.20) 
H(1)x(I)+L(l)v(1)  (5.21) 
With 
xi  (1)  W'(1) 
X2(1)  +  TkX3(I)XI  (1)  0 
f  (x  (1)) 
X3  (1) 
WQ)  = 
Wkv  (1) 
(5.22) 
L 
X40) 
JLW,, 
(1) 
1 
Extended  Kalman  Filter  (EKF)  Equations 
The  state-space  model  (5.18)  is  nonlinear  so  that  an  Extended  Kalman  Filter  (EKF)  algorithm  is 
required  [37].  Recursive  execution  of  the  following  steps  is  necessary: 
1.  Correction  of  the  covariance  matrix  P  (1)  of  the  estimation  error  after  new  measurements: 
P(l)  =  P(l)  -  P(I)H(1)T  (H(I)P(I)H(I)T  +  R,  )-l  H(I)P(l)  (5.23) 
2.  Correction  of  the  state  estimates  after  new  measurements: 
!  (I)  =  -TC(l)  +  P(I)H(I)T  Rv-1  (y(l)  -  H(l).  Tc(l))  (5.24) 
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3.  Propagation  of  the  system  state: 
10  +  1)  =f  (i(l))  (5.25) 
4.  Propagating  the  covariance  matrix  of  the  estimation  error: 
A 
P(I  +  1)  =  4b(l)P(1)4b  T  (1)  +R  (5.26) 
With 
G,  f  (x  (1»  1 
5x  (17  x  (1)  ..  =X(l) 
Within  the  EKF  equations,  the  notation  n  stands  for  a  priori  values  (before  a  measurement)  and 
[^)  stands  for  posterior  values  (after  a  measurement).  The  matrices  R,,,  are  R,,  are  the  covariance 
matrices  of  the  noise  vectors  w  and  v.  The  system  representation  is  based  on  equations  (5.20)  and 
(5.21). 
Filter  Parameters 
Parameters  of  the  extended  Kalman  filter  are  the  initial  error  covariance  matrix  P(O),  the  initial  a 
priori  state  vectori  (0),  as  well  as  the  covariance  matrices  of  the  noise  signýl  vectors  w and  v. 
The  initial  error  covariance  matrix  P  (0)  is  chosen  to  be  a  diagonal  matrix.  Larger  values  indicate  that 
there  is  a  larger  discrepancy  between  initial  state  estimates  and  real  values. 
For  increasing  measurement  noise  variances,  the  EKF  will  trust  the  internal  model  predictions  more 
than  the  measurements.  Smaller  corrections  of  the  a  priori  state  estimate  are  generated  by  discrep- 
ancies  between  the  measurement  and  the  predicted  output.  The  noise  covariance  matrix  Rt,  is  set 
according  to  the  specification  of  the  measurement  system,  i.  e.  depending  on  the  measurement  config- 
uration  used. 
The  state  noise  variances  are  the  most  critical  tumng  parameters  of  the  EKF.  The  EKF  can  be  seen 
as  a  low  pass  filter  for  the  measurements  w*  and  mc*.  Smaller  noise  variances  for  states  result  in  M 
smoother  state  estimates  with  respect  to  the  measurements  but  more  phase  shift. 
EKF  parameter  sets  which  are  suitable  for  the  different  measurement  configurations  are  given  below. 
Settings  for  measurement  configuration  1: 
-1 
rpm2  00-0.1 
rpm  2000 
R,  0  10deg  20R, 
0  0.001  00 
001  Nm2 
00002 
L0000.05 
Nm 
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101  pM2  0000 
(0)  = 
eg  2, 
fc  (0)  = 
00  106  d00 
000  102  Nm2  0 
Settings  for  measurement  configuration  2: 
1  rpM2  00  0.1  rpm  2  000 
R,  0  1.62  deg  20  R￿, 
0  0.001  00 
001  Nm  2 
0  2  000.05Nm 
103  rpM2  0  0  0  0 
(0)  =  , 
ic(0)  =  106  deg2  0  0 
00  0  102  Nm2  0 
Evaluation  of  the  EKF  for  Measurement  Configuration  1 
The  accuracy  of  the  filter  was  investigated  for  the  most  challenging  case,  measurement  configuration 
1.  The  angle  measurement  from  the  installed  custornised  sensor  was  used  as  reference  (pf  to  validate 
the  angle  estimate  obtained  by  the  EKF.  Two  tests  were  carried  out.  In  the  first  test  (Test  A),  the 
ergometer  motor  maintains  the  cadence  at  40  rpm  and  the  cyclist  tries  to  cycle  actively,  working 
against  the  motor.  In  the  second  test  (Test  B),  the  motor  is  only  resisting  the  movement  slightly 
(m  =-1  Nm,  N=0  Nm,  w,  =0  rpm,  3  Nm),  and  the  cyclist  is  instructed  to  cycle  at  different 
constant  speeds. 
Figures  5.14  and  5.15  show  the  result  of  Test  A.  The  estimated  cadence  6Q)  = 
L(1)6  T  (1)  (solid  line) 
is  depicted  together  with  the  uncalibrated  cadence  measurement  wl*  (doffed  line)  in  Figure  5.14.  The 
middle  graph  shows  the  cadence  calibration  factor  k,,,,  which  increases  during  the  active  cycling  phase 
(15  to  32  seconds).  The  estimated  motor  torque  ihm(l)  is  plotted  in  the  lower  graph.  The  angle 
estimation  results  are  presented  in  Figure  5.15.  After  8  s,  the  EKF  estimates  the  angle  accurately. 
Estimate  (solid  line),  reference  angle  (dashed  line)  and  discrete-event  angle  measurements  (circles) 
are  plotted  in  the  upper  graph  of  Figure  5.15.  The  estimation  error,  shown  in  the  lower  graph,  is 
smaller  than  5  degrees  after  the  initial  filter  convergence. 
The  result  of  Test  B  is  depicted  in  Figures  5.16  and  5.17.  The  representation  of  the  data  corresponds 
to  that  in  Figures  5.14  and  5.15.  The  results  show  that  also  for  varying  cadence,  a  good  estimate  of 
the  crank  angle  can  be  achieved  with  measurement  configuration  1. 
The  not  instrumented  ergometer  can  therefore  be  directly  used  for  FES  cycling  with  respect  to  the 
required  measurements.  However,  measurement  configuration  I  also  has  a  drawback.  Accurate  esti- 
mates  are  not  available  before  the  disk  sectors  have  been  identified  and  angle  measurements  are  fed 
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into  the  EKF.  This  requires  an  initial  turning  of  the  crank  at  almost  constant  speed.  Fulfilment  of  this 
prerequisite  with  paraplegics  is  straightforward  by  initially  using  motor  assistance. 
5.4.4  Active  Crank  Torque  Estimation 
Estimation  of  the  muscularly  produced  crank  torque  is  possible  for  isokinetic  cycling  where  the  motor 
maintains  constant  speed.  In  this  situation,  the  moment  balance  at  the  crank  can  be  written  as 
MA  (t)  +MP  (t)  +  MM  (t) 
--:  --  0-  (5.27) 
The  motor  moment  mm  counterbalances  the  passive  moment  (friction,  gravitation  of  the  legs)  and 
the  active  (muscularly  produced)  moment  of  the  legs.  In  order  to  allow  an  assessment  of  the  active 
moment,  the  passive  moment  has  to  be  identified  first  from  a  passive  cycling  trial  with  motor  support 
only.  Without  active  cycling  or  stimulation,  the  passive  moment  is  determined  easily  by  the  measured 
motor  moment.  The  passive  moment  can  be  expressed  as  a  function  of  the  crank  angle  in  the  form  of 
a  Look-Up-Table  (LUT)  [61  ]: 
MAP)  ý-  -MM«P)  ý  LLU(9)s  MA(t)  0-  (5.28) 
Consequently,  the  estimate  of  the  active  moment  is  then  given  by 
-Am(l)  -  LUT(0(1)).  (5.29) 
Estimate  6  (solid  line)  and  measurement  wT*  (dotted  line 
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Figure  5.14:  Cadence  and  torque  estimates  of  the  EKF  during  an  isokinetic  trial. 
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Figure  5.15:  Angle  estimate  of  the  EKF  during  an  isokinetic  trial. 
Estimate  6  (solid  line)  and  measurement  wT*  (dotted  line) 
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Figure  5.16:  Cadence  and  torque  estimates  of  the  EKF  during  an  isotonic  trial. 
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Figure  5.17:  Angle  estimate  of  the  EKF  during  an  isotonic  trial. 
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5.5  Stimulation  Device  and  Pattern  Generator 
The  portable  stimulation  device  employed  has  been  developed  in  cooperation  with  the  German  com- 
pany  HASOMED  GmbH.  The  author's  contribution  was  to  put  forward  the  specifications  for  the 
stimulation  parameters  and  timing,  the  interfaces  and  the  communications  protocol.  Furthermore,  the 
FES  cycling  algorithms  inside  the  stimulator  have  been  designed  and  implemented. 
The  current-controlled  8  channel  stimulator  RehaStim  pro  TM  is  a  certified  medical  product  and  pos- 
sesses  two  independent  current  sources  which  are  multiplexed  to  4  outputs  each.  The  main  processor 
of  the  stimulator  is  an  ultra-low-power  16-bit  RISC  mixed-signal  processor  from  Texas  Instruments 
(MSP430F169).  There  are  two  independent  stimulation  modules  hosting  each  one  of  the  current 
sources.  Each  stimulation  module  owns  another  microprocessor  (MSP430F149)  which  is  responsible 
for  the  pulse  generation  timing.  The  stimulation  module  A  has  the  stimulation  channels  I  to  4,  stim- 
ulation  module  B  has  the  stimulation  channels  5  to  8.  Since  both  modules  function  independently 
simultaneous  pulse  generation  on  module  A  and  B  is  possible. 
Figure  5.18  shows  the  stimulator  device.  The  device  is  operated  by  a  touch  panel  with  illurnination. 
The  technical  specifications  are  listed  in  the  Table  5.5.  Notice  that  the  RS232  and  USB  interfaces 
share  the  same  UART  interface  of  the  MSP430  so  that  multiplexing  must  be  applied  when  using  both 
interfaces  at  the  same  time.  This  is  the  case  for  the  stand-alone  operation  of  ergometer  and  stimulator 
which  are  connected  by  RS232  and  where  the  USB  port  of  the  stimulator  can  be  optionally  used  for 
data  logging.  In  the  PC-controlled  configuration  the  USB  interface  is  employed  for  communication 
with  the  PC  and  the  RS232  is  free.  The  stimulator  possesses  additional  inputs  and  outputs  which 
are  not  used  here.  Galvanic  isolation  between  high  voltage  generation/electrodes  and  the  rest  of  the 
stimulator  electronics  has  been  realised  for  safety  reasons. 
.' 
Figure  5.18:  Portable  8  channel  stimulator  of  the  FES  cycling  system. 
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Table  5.5:  Technical  details  of  the  stimulation  device. 
Current  0...  126  mA  in  2  m.  A  steps 
Pulsewidth  0,20...  500  gs  in  1  Its  steps 
Frequency  see  Section  5.5.1 
Pulse  form  biphasic 
Channels  8  (2  times  4  on  two  modules) 
Serial  ports  RS232  and  USB  with  galvanic  isolation 
Digital  and  analogue  1/0  8  pins  which  can  be  assigned  individually  as 
12-bit  analogue  inputs  (8  available),  12-bit 
analogue  outputs  (2  available)  or  digital  in- 
puts/outputs  (8  available) 
Sensor  supply 
_5 
V/  100  m.  A 
Figure  5.19  shows  the  form  of  a  delivered  bi-phasic  pulse  on  an  ideal  resistive  load.  Current  amplitude 
and  pulsewidth  are  defined  in  the  figure.  Notice  that  there  is  a  fixed  pause  of  100  tts  between  the  two 
phases  of  the  pulse.  At  the  end  of  the  pulse  the  remaining  charge  on  the  electrodes  and  skin  is  removed 
by  an  active  shortcut  (change  of  electrode  polarity  for  I  tts). 
Current  . 
Pulse 
current 
amplitude 
Figure  5.19:  Definition  of  pulsewidth  and  current  amplitude  for  a  biphasic  pulse. 
5.5.1  Pulse  Generation  Modes 
The  stimulator  offers  different  modes  of  stimulation  pulse  generation.  An  Application  Programming 
Interface  (API)  is  provided  which  enables  the  development  of  customised  stimulator  applications  us- 
ing  the  different  modes  of  pulse  generation.  Moreover,  a  serial  communication  protocol  is  available 
so  that  the  pulse  generation  can  also  be  controlled  by  sending  commands  with  115200  Bauds  from  an 
external  device,  preferably  a  PC. 
The  following  modes  of  pulse  generation  are  available: 
*  Single  Pulse  Mode:  On  an  external  command  or  an  API  function  call  the  stimulator  generates 
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a  single  pulse  on  a  specified  channel  with  desired  current  amplitude  and  pulsewidth.  The  stim- 
ulator  will  generate  the  pulse  immediately  after  processing  the  command.  Complex  stimulation 
patterns  may  be  generated  by  sending  more  than  one  command.  The  application  program  inside 
the  stimulator  or  the  external  device  (PC)  are  responsible  for  controlling  the  stimulation  timing, 
i.  e.  the  stimulation  pulse  interval.  Therefore,  the  API  of  the  stimulator  provides  a  16-bit  timer 
with  a  resolution  of  I  ms. 
0  Continuous  Channel  List  (CCL)  Mode:  Using  this  mode,  the  generation  of  complex  patterns 
is  greatly  simplified.  The  main  processor  and  the  processors  of  the  stimulation  modules  control 
the  pulse  generation  by  means  of  timer-interrupts.  A  list  of  stimulation  channels  has  to  be  spec- 
ified,  on  which  pulses  or  even  pulse  groups  (doublets  or  triplets)  will  repeatedly  be  generated. 
Figure  5.20  defines  the  main  stimulation  period  tj  and  the  inter-pulse  time  t2  of  doublets  and 
triplets  with  the  help  of  an  example.  The  channel  list  is  repeatedly  processed  with  time  period 
tj.  Pulse  generation  takes  place  on  the  selected  channels,  ordered  by  the  channel  numbers.  For 
each  selected  channel  a  time  slot  of  1.5  ms  is  reserved,  even  if  current  or/and  pulsewidth  are 
zero  for  the  channel  or  if  the  pulsewidth  is  smaller  than  1.5  ms.  At  least  1.5  ms  pass  between  the 
stimulation  of  different  channels  of  one  module.  The  stimulation  modules  A  and  B  process  the 
channel  list in  parallel  with  a  time  offset  of  0.6  ms.  Module  A  generates  pulses  on  the  channels 
I  to  4  if  applicable,  and  module  B  generates  pulses  on  the  channels  5  to  8  if  applicable.  The 
inter-pulse  time  t2  of  doublets  and  triplets  is  fixed  for  all  channels  and  is  set  during  an  initial- 
isation  step.  When  doublets  or  triplets  have  to  be  generated  the  charinel  list  will  be  processed 
two  or  three  times  more  with  period  t2.  Stimulation  takes  place  only  on  the  channels  on  which 
doublets  or  triplets  have  to  be  generated. 
The  main  stimulation  frequency  is  specified  by  the  period  tj.  Some  channels  of  the  channel  list 
can  be  assigned  to  a  lower  frequency  which  has  the  period  nt,  where  n  is  a  positive  integer. 
The  CCL  mode  must  be  initialised  by  an  API  function  call  or  a  command  (external  control). 
Used  channels,  main  time  ti,  inter-pulse  time  t2  and  the  maximal  size  of  pulse  groups  must  be 
chosen  at  this  stage.  The  minimal  possible  inter-pulse  time  t2  depends  on  the  maximal  number 
of  channels  assigned  to  the  individual  stimulation  modules  as  follows 
t2  ?:  1.5  ms  -  max(nchA  ,  nch,,  )  (5.30) 
where  nh,  and  nIhB  are  the  number  of  selected  channels  of  stimulation  modules  A  and  B 
respectively.  The  minimal  possible  period  tj  depends  on  t2  and  the  maximal  size  npg  of  pulse 
groups  used  (npg  -..:  1  for  single  pulses,  npg  ý2  for  doublets,  npg  --=  3  for  triplets).  The 
constraint  for  tj  is  then 
tj  ý:  npg  *  t2  +  1.5  ms  (5.31) 
where  the  1.5  ms  above  results  from  a  communication  between  the  main  processor  and  the 
stimulation  modules  as  indicated  in  Figure  5.20.  The  period  tj  can  be  changed  in  the  range 
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Figure  5.20:  Example  for  the  Continuous  Channel  List  Mode  of  the  stimulator.  The  channel  list  en- 
closes  the  channels  1,3,5  and  6.  The  main  stimulation  frequency  is  I/  t  1.  Doublets  are 
generated  on  the  channels  3  and  5  with  a  frequency  I  It-).  The  grey  bars  indicate  some 
communication  periods  in  which  the  actual  stimulation  settings  are  transfered  from  the 
main  controller  to  the  stimulation  modules.  Stimulation  pulses  are  represented  by  black 
bars  where  the  same  width  and  amplitude  have  been  assumed  for  simplicity. 
3 
... 
1023.5  ms  in  0.5  ms  steps  subject  to  the  constraint  (5.3  1),  and  t2  can  be  altered  in  the  range 
3 
... 
16  ms  in  0.5  ms  steps  subject  to  the  constraint  (5.30).  Using  all  8  channels,  a  minimal 
group  time  t2  of6  ms  can  be  achieved,  i.  e.  a  doublet  or  triplet  frequency  of  180  Hz.  When  only 
doublets  and  single  pulses  with  a  frequency  of  180  Hz  are  applied  (np,,  =  2),  a  minimal  value 
of  13.5  ms  for  period  ti  is  obtained,  i.  e.  a  maximal  possible  main  frequency  of  74.1  Hz. 
Another  API  function  cali  or  external  command  deactivates  the  CCL  mode.  When  the  CCL 
mode  is  active,  the  pulse  parameters  (pulsewidth,  current  amplitude  and  group  mode  (single 
pulse,  doublet  or  triplet)  of  the  selected  channels  can  be  altered  by  a  corresponding  API  function 
call  or  an  external  command.  The  new  parameters  will  be  used  from  the  next  processing  of  the 
channel  list  onwards. 
The  main  processor  controls  the  frequency  I/  tj  by  which  the  channel  list  is  processed.  Each 
time  the  stimulation  cycle  repeats,  the  main  processor  sends  the  actual  stimulation  settings  to 
the  two  stimulation  modules  which  then  generates  the  individual  pulses  on  the  selected  chan- 
nels.  The  processors  on  the  stimulation  modules  guarantee  that  specified  pulsewidths  and  inter- 
pulse  times  of  the  doubles  and  triples  are  realised. 
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One  Shot  Channel  List  (OSCL)  Mode:  Just  as  in  the  Continuous  Channel  List  Mode  a  chan- 
nel  list  is defined  by  an  initialisation  step.  However,  processing  of  the  channel  list  is  not  au- 
tomatically  repeated  so  that  the  time  period  tj  ceases  to  exist.  Instead,  the  channel  list  will  be 
processed  once  and  pulses  and/or  pulse  groups  are  generated,  only  if  a  special  API  function  call 
or  an  external  command  are  issued.  Pulse  parameters  (pulsewidth,  current  amplitude  and  group 
mode  of  the  selected  channels)  are  specified  by  the  API  function  call  or  the  external  command. 
The  OSCL  mode  offers  the  possibility  to  control  the  main  stimulation  frequency  by  an  appli- 
cation  program  running  in  the  stimulator  or  by  an  external  device  while  the  inter-pulse  time  of 
the  doublets  and  triplets  is  realised,  by  the  stimulation  modules. 
5.5.2  Stimulation  Pattern 
The  stimulation  pattern  and  its  design  are  similar  to  the  one  described  in  Section  4.4.3.  Crank  angle 
intervals  are  defined  in  which  specified  muscles  groups  are  stimulated.  The  intervals  are  corrected  for 
different  cadences.  A  fixed  individual  current  amplitude  is  assigned  to  each  muscle.  This  amplitude 
is  kept  constant  while  the  pulsewidth  is  varied  during  the  cycling  to  control  the  stimulation  intensity. 
In  order  to  simplify  the  system  the  same  pulsewidth  is  applied  to  all  muscle  groups. 
Differences  in  the  stimulation  pattern  and  design  compared  to  Section  4.4.3  are: 
A  gradual  onset  of  stimulation  is  possible  defined  by  a  ramp  over  some  stimulation  pulses.  This 
option  is  useful  for  low  cadences  where  stimulation  phases  of  the  muscles  are  longer.  A  slowly 
rising  pulsewidth  may  avoid  unwanted  triggering  of  spastic  reflexes. 
The  stimulation  pattern  can  be  assessed  now  on  the  basis  of  the  estimated  active  drive  moment 
during  isokinetic  cycling.  This  allows  determination  of  stimulation  ranges  where  only  positive 
drive  torque  is  generated.  Ferrante  et  al.  [22]  recently  proposed  a  strategy  to  automate  this 
process. 
5.5.3  PC-Controlled  Stimulator  Operation 
Stimulator  and  PC  are  connected  by  USB.  Galvanic  isolation  is  provided  by  the  stimulator.  The  One 
Shot  Channel  List  Mode  is  used  in  this  setup.  This  means  that  the  main  stimulation  frequency  is 
controlled  by  the  PC  software.  The  stimulation  conditions  are  checked  every  5  ms  synchronised  to 
the  extended  Kalman  filter  updates.  This  is  10  times  faster  than  with  the  implementation  for  the 
tricycle.  Stimulation  of  a  channel  is  activated  as  soon  as  the  crank  angle  enters  the  corresponding 
angle  interval.  Any  stimulation  period  can  be  defined  which  is  an  integer  of  the  5  ms  base  sampling- 
time. 
The  test  of  the  stimulation  conditions  and  the  generation  of  the  stimulation  pulses  are  in  this  case 
synchronised.  A  more  accurate  fit  of  the  stimulation  to  the  specified  angle  intervals  (at  least  starting 
angles)  is  thus  achieved.  However,  noisy  angle  estimates  ofjerky  movements  may  represent  a  problem 
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with  this  approach  since  a  stimulation  interval  could  be  entered  and  left  several  times  very  quickly 
in  succession.  If  pulses  were  generated  each  time  the  interval  is  entered  then  an  unwanted  high 
frequency  stimulation  pulse  train  would  arise.  To  avoid  this  effect,  activation  of  stimulation  for  a 
channel  will  be  inhibited  for  the  stimulation  period  after  the  stimulation  interval  was  left. 
Variable  frequency  trains  can  be  easily  generated  as  explained  above  with  the  new  stimulator. 
5.5.4  Stand-Alone  Stimulator  Operation 
For  stand-alone  operation  of  ergometer  and  stimulator,  the  Continuous  Channel  List  Mode  is  em- 
ployed.  The  extended  Kalman  filter  is  implemented  in  fixed-point  arithmetic  running  at  only  20  Hz. 
The  stimulation  conditions  are  tested  at  this  frequency  and  an  API  function  is  called  for  stimulation 
parameter  update  when  stimulation  settings  change.  Notice  that  no  synchronisation  of  pulse  gener- 
ation  and  stimulation  condition  check  takes  place.  This  implemehtation  is  comparable  to  the  one  in 
Section  4.4.3. 
5.6  Use  and  Limitations  of  the  Built-In  Motor  Controller 
The  built-in  controller  setup  has  been  described  in  Section  5.3.  It  can  be  used  for  FES  cycling  but  has 
some  limitations.  The  two  cases,  isokinetic:  and  isotonic  training,  are  studied  separately  to  discuss  the 
usefulness  of  the  built-in  controller. 
5.6.1  Isokinetic  Training 
In  the  case  of  an  isokinetic  cycling  exercise,  the  motor  is  controlled  to  maintain  a  desired  cadence 
while  the  cyclist  tries  to  work  against  the  motor  aiming  to  accelerate  to  crank.  If  integral  action  is 
included  in  the  controller  and  if  the  bandwidth  of  the  closed-loop  system  is  sufficiently  high,  then 
the  motor  will  maintain  the  true  cadence  on  average  close  to  the  reference.  Limited  bandwidth  will 
result  in  cadence  variations  around  the  reference.  The  variations  may  be  larger  when  the  active  drive 
moment  produced  by  the  cyclist  does  not  act  uniformly  at  the  crank.  This  is  very  likely  for  paraplegic 
cyclists  where  the  electrical  stimulation  usually  does  not  result  in  a  uniform  moment  generation.  In 
order  to  realise  isokinetic  training  with  the  ergometer's  motor  control,  the  moment  limit  N  has  to  be 
set  to  the  maximum  and  the  moment  limit  m  to  the  largest  possible  negative  value.  In  summary,  the 
ergometer  can  be  directly  used  to  realise  FES  cycling  under  isokinetic  conditions. 
Experimental  Test 
The  feasibility  of  isokinetic  FES  cycling  has  been  experimentally  tested  by  one  investigator  (neu- 
rologically  intact,  male,  age  of  26,  body  weight  of  90  kg).  The  quadriceps  and  hamstrings  on  both 
legs  were  stimulated.  Table  5.6  summarises  the  stimulation  parameters.  The  results  of  the  isoki- 
netic  cycling  test  are  shown  in  Figure  5.21.  In  the  upper  graph,  the  desired  cadence  w,  =  40  rpm 
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(dashed  line)  is  plotted  together  with  the  estimated  cadence  6  (solid  fine).  Stimulation  intensity  has 
been  adjusted  manually  by  the  experimenter  using  the  dial.  The  middle  graph  indicates  the  applied 
pulsewidth  which  was  the  same  for  all  stimulated  muscles.  Finally,  the  active  drive  moment  by  FES 
is depicted  in  the  bottom  graph.  The  first  35  s  were  passive  cycling  without  stimulation  in  order  to 
estimate  the  passive  moments  at  the  crank. 
Table  5.6:  Stimulation  settings  during  the  isokinetic  and  isotonic  FES  cycling  tests.  A  stimulation 
frequency  of  20  Hz  has  been  chosen  for  all  muscles. 
Muscle  Stimulation  interval  [degree]  Current  [mA]  Muscle  activation  and 
relaxation  delay  [ms] 
Right  quadriceps  60-185  40  150 
Left  quadriceps  240-5  40  150 
Right  hamstring  210-360  35  150 
Left  hamstring  30-180  35  150 
Reference  cadence  (dashed)  and  estimated  cadence  (solid) 
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Figure  5.21:  Isokinetic  FES  cycling  test. 
5.6.2  Isotonic  Training 
A  resisting  moment  at  the  crank  is  realised  under  isotonic  training  conditions  by  the  DC  drive.  Com- 
pared  to  purely  mechanical  trainers,  the  motor  can  provide  not  only  a  resisting  moment  but  can  also 
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support  the  cycling.  A  strategy  is  to  set-up  a  low  base  cadence  first.  This  may  be  a  cadence  of  10 
to  20  rpm which  initiates  the  cycling  movement,  and  most  important,  helps  to  get  the  angle  detec- 
tion  with  measurement  configuration  1  running.  In  order  to  achieve  the  base  cadence  wb,  the  upper 
moment  limit  N  is  set  to  its  maximum  and  the  reference  cadence  W"  is  chosen  as  cob. 
As  soon  as  the  electrical  stimulation  is  active,  the  required  motor  torque  for  maintaining  6ob  is  reduced 
by  the  amount  of  active  (muscular)  moment  at  the  crank.  For  stronger  increasing  active  moment,  the 
motor  starts  to  work  against  the  cyclist  up  to  a  resistive  moment  specified  by 
A 
MR  ýM+Ms  (5.32) 
where  M,  is  the  positive  static  friction  compensation  moment  of  the  built-in  controller  which  can  be 
set  to  a  desired  value.  This  offers  the  possibility  to  choose  the  resisting  moment  by  setting  and 
For  any  cadence  larger  than  the  base  cadence,  the  motor  moment  MR  is  realised  at  the  crank  shaft  on 
average. 
The  moment  ;  1,  should  be  chosen  once  to  compensate  for  the  true  static  friction  moment  as  well  as 
possible.  An  estimate  of  the  friction  M,  is  obtained  by  the  moment  calibration  procedure.  This  value 
will  of  course  increase  slightly  for  the  ergometer  system  with  cyclist.  Recall  that,  motor  moment 
calibration  was  performed  only  with  a  reference  weight. 
During  cycling  the  resistance  is  controlled  by  adjusting  a.  Using  3  Nm  for  example,  the  lowest 
resistance  (with  the  calibration  given  in  Section  5.4)  is  MR  =-1.37  Nm  +3  Nm  =  1.7  Nm.  Notice 
that  this  is  in  fact  still  a  supporting  torque.  The  paraplegic  has  to  produce  at  least  the  difference 
between  the  real  static  friction  moment  M,  and  the  positive  minimal  resistance  MR  by  electrical 
stimulation  of  the  musculature  in  order  to  achieve  any  cadence  larger  than  cob.  The  largest  possible 
resisting  moment  is  MR  =-  19.85  Nm  +3  Nm  =-  16.85  Nm.  Hence,  the  resisting  moment  MR  Can 
be  varied  from  a  small  supporting  torque  to  a  rather  large  braking  torque. 
The  cycling  cadence  may  be  controlled  by  the  electrical  stimulation  and  so  maintained  at  a  constant 
level,  while  the  resisting  moment  can  be  varied  to  set  different  cycling  powers.  Control  of  cadence  by 
muscle  stimulation  is  described  in  detail  in  Section  6.3. 
In  summary,  the  ergometer  can  be  used  directly  for  FES  cycling  under  isotonic  conditions.  Exact 
control  of  resistance  is  possible.  Further,  the  moment  of  inertia  control  of  the  ergometer  guarantees 
smooth  cycling  movements.  Hence,  there  is  no  need  for  changing  the  controller  with  respect  to  this 
application. 
Experimental  Test 
Figure  5.22  shows  a  feasibility  test  for  isotonic  cycling.  The  same  stimulation  parameters  are  used  as 
in  the  isokinetic  trial.  In  the  upper  graph,  the  set  base  cadence  (ob  =  20  rpm  (dashed  line)  is  plotted 
together  with  the  estimated  cadence  iý.  Stimulation  intensity  has  been  adjusted  manually  by  the 
experimenter  using  the  dial  in  order  to  achieve  a  steady  state  cadence  of  40  rpm  for  the  initial  chosen 
resistance.  The  middle  graph  indicates  the  applied  pulsewidth  which  was  the  same  for  all  stimulated 
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muscles.  Finally,  the  motor  moment  is  depicted  in  the  bottom  graph.  The  resisting  motor  moment  MR 
was  1.7  Nrn  for  the  first  40  s  and  was  changed  then  to  1  Nm.  Notice  that  the  MR  is  actually  positive, 
i.  e.  the  motor  still  supports  the  movement  and  partly  compensates  for  the  passive  moments  of  the 
system.  The  cadence  drops  to  the  lower  value  Of  MR  to  30  rpm  due  to  less  motor  support.  A  higher 
stimulation  intensity  would  be  required  to  keep  a  cadence  of  40  rpm. 
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5.7  Customised  Cadence  Controller 
The  built-in  motor  controller  has  integral  action,  but  comes  with  a  limited  bandwidth.  The  isokinetic 
FES  cycling  test  with  an  intact  subject,  shown  in  Figure  5.21,  reveals  cadence  variations  with  an  am- 
plitude  of  8  rpm  during  active  stimulation.  Certainly,  one  can  live  with  such  a  controller  performance 
in  clinical  practice.  There  are  however  situations,  where  "perfect"  constant  cadence  is  required,  e.  g. 
studies  on  stimulation  pattern  optimisation.  Accurate  cadence  control  also  improved  the  moment  cal- 
ibration  of  the  ergometer.  An  accurate  estimation  of  the  active  drive  moment  depends  as  well  on  the 
assumption  of  constant  speed.  This  provided  the  motivation  to  investigate  the  design  of  a  customised 
cadence  controller. 
5.7.1  Experimental  Setup 
In  order  to  realise  a  customised  cadence  controller  for  isokinetic  training  the  ergometer  motor  must 
be  controlled  directly.  The  duty  cycle  of  the  PWM  signal  is  therefore  adjusted  by  a  cadence  controller 
C,  as  illustrated  in  Figure  5.23.  The  reference  cadence  w,.  (k)  is  specified  by  the  experimenter,  where 
k  is  the  index  of  the  sampling  instances.  The  sensed  cadence  6(k)  is  the  output  of  the  EKF  where 
measurement  configuration  2  must  be  used  together  with  the  PWM  control  mode.  An  update  of  the 
duty  cycle  y  (k)  can  be  performed  every  20  ms.  Thus,  the  cadence  estimate  of  the  EKF  is  down- 
sampled  to  the  same  sampling  rate. 
A  dynamic  model  is  identified  between  the  duty  cycle  y  (k)  and  the  cadenco  6  (k)  without  active  elec- 
trical  stimulation  but  with  person  in  the  ergometer.  The  duty  cycle  is  altered  by  a  Pseudo  Random 
Binary  Sequence  (PRBS)  and  the  corresponding  S)(k)  is  recorded.  An  ARMAX-type  model  (see  Sec- 
tion  2.2)  is  estimated  from  the  input/output  data  using  the  prediction  error  method.  The  identification 
procedure  provides  for  controller  design  the  input  transfer  function  Hp(q-1)  defined  by  the  integer 
nk  and  the  polynomials  A(q-1)  and  B(q-1).  Typically,  the  dynamics  are  stable  and  of  first  order  with 
no  zeros  and  a  three  step  input/output  delay  which  is  mainly  caused  by  the  serial  communication. 
The  generic  design  procedure  of  Section  2.3  and  Section  2.4  was  applied  to  the  identified  model 
subject  to  the  following  definitions: 
*  The  controlled  output  y(k)  is  the  cadence  @(k). 
e  The  control  signal  u  (k)  is  the  duty  cycle  y  (k). 
o  The  reference  signal  r(k)  is  the  desired  cadence  w,,  (k). 
The  pole-placement  method  is  used  to  design  the  controller.  Integral  action  is  included  into  the 
controller,  i.  e.  Ad  =1-  q-1.  To  make  sure  that  measurement  noise  does  not  generate  large  signals, 
Sd  +  q-  I  was  assigned.  By  this  means,  measurement  signals  at  the  Nyquist  frequency  do  not  give 
any  error  at  the  output  variable  y(k).  No  poles  and  zeros  are  cancelled  by  the  controller.  Taking  this 
controller  configuration,  the  degree  estimate  for  the  characteristic  polynomial  factor  k  is  obtained 
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Figure  5.23:  Closed-loop  structure  for  the  custornised  motor  control. 
by  Equation  (2.39)  as 
deg  A,,  <  5. 
Incomplete  separation  of  command  and  disturbance  response  is  selected  in  the  controller  design  pro- 
cess,  and  two  second  order  polynomials  A,,  (q  -  1)  and  A,  (q  -  1)  are  chosen,  specified  by  the  rise  times 
t,  Ar  and  tf'-.  The  characteristic  polynomial  of  the  windup  observer  is  equated  with  the  polynomial 
A,  (q-1). 
The  main  aim  of  designing  a  new  cadence  controller  is  to  obtain  better  rejection  of  periodic  distur- 
bances  and  as  a  consequence  less  cadence  variation  during  the  isokinetic  training.  The  input/output 
delay  of  the  model  as  well  as  the  relatively  large  sampling  time  for  the  motor  control  Emit  the  achiev- 
able  bandwidth  under  the  standard  controller  design  methodology.  The  bandwidth  required  to  reject 
the  periodic  disturbances  cannot  be  achieved  without  intolerable  noise  sensitivity:  Alternatively,  a 
plug-in  repetitive  controller  is  designed  as  described  in  Section  2.4.  Tuning  parameters  of  the  plug-in 
controller  are  the  gain  k,  and  the  period  N  of  the  disturbance.  For  a  given  desired  cadence  o),  -  the 
period  is  determined  by 
floor  (5.33) 
where  t,  is  the  sarnpling-time  of  the  controller.  Notice  that  a  redesign  of  the  repetitive  controller  must 
be  carried  out  when  the  desired  cadence  changes. 
5.7.2  Experimental  Procedure 
The  following  experimental  procedure  has  to  be  carried  out  to  design  and  validate  the  custornised 
cadence  controller: 
1.  Identification.  A  PRBS  is  designed  off-line.  The  signal  has  to  excite  the  major  dynamics 
of  the  system.  The  PRBS  used  has  a  period  of  2000  samples  and  is  constant  for  at  least  50 
samples  after  each  transition.  The  mean  value  and  amplitude  of  the  signal  are  40%  and  10% 
respectively. 
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The  PRBS  of  the  duty  cycle  is  applied  to  the  ergometer  with  cyclist  in  an  open-looP  test,  Ia- 
belled  Test  PRBS.  No  electrical  stimulation  is  active.  The  obtained  set  of  input/output  data  is 
employed  for  model  identification.  This  step  also  involves  model  validation. 
2.  Controller  Design.  Based  on  the  experimentally  identified  model  the  feedback  control  system 
is  designed  following  the  guidelines  given  in  the  Sections  2.3  and  2.4.  Design  parameters  are 
the  rise  times  t;  ý,  and  tý-,  the  gain  k,.  as  well  as  the  disturbance  period  N.  The  latter  is  defined 
by  the  desired  constant  cadence  w,.. 
3.  Experimental  controller  test  (Test  Q.  The  closed-loop  system  performance  is  experimentally 
validated.  For  a  given  constant  cadence  w,  the  resulting  cadence  variations  caused  by  electrical 
stimulation  of  just  the  quadriceps  on  both  legs  are  assessed.  Stimulation  intensities  for  the 
quadriceps  are  chosen  so  that  torque  disturbances  of  a  magnitude  of  at  least  4  Nm  are  generated. 
Following  the  analysis  of  the  control  system,  the  design  parameters  are  sometimes  changed  and 
Test  C  is  repeated. 
5.7.3  Experimental  Results 
The  control  approach  has  been  experimentally  tested  by  one  investigator  (neurologically  intact,  male, 
age  of  26,  body  weight  of  90  kg).  All  results  are  from  the  same  experimental  session. 
Results  of  Test  PRBS  and  the  Model  Identification 
Results  of  Test  PRBS  are  shown  in  Figure  5.24.  In  the  upper  plot,  the  input  signal  (duty  cycle)  is 
depicted.  The  measured  cadence  (solid  line)  is  plotted  in  the  lower  graph  together  with  simulated 
output  (dashed  line)  of  the  estimated  model.  The  first  second  is  cut  off  for  the  identification  process. 
The  estimated  input  transfer  function  of  the  ARMAX  model  is 
Hd(q-1)  = 
0.3217q-3 
1-0.4576q- 
(5.34) 
possessing  a  DC  gain  of  1.16  rpm/  (%duty  cycle).  'The  model  (5.34)  describes  only  the  deterministic 
system  behaviour.  Notice  in  Figure  5.24  that  cadence  disturbances  caused  by  the  gravity  of  the  legs 
are  of  course  not  captured  by  the  identified  input  transfer  function. 
Results  of  the  Controller  Design 
The  results  of  the  controller  design  are  illustrated  in  the  form  of  the  closed-loop  frequency  responses 
in  Figure  5.25.  The  responses  of  the  output  sensitivity  function  S  (solid  line),  the  complementary 
output  sensitivity  function  T  (dashed  line)  and  the  reference  model  H,,  (dash-dotted  line)  are  shown 
for  the  design  with  plug-in  repetitive  controller  (thin  lines)  and  without  plug-in  repetitive  controller 
(bold  line).  A  period  of  N=  75  was  used  for  the  repetitive  controller,  corresponding  to  a  desired 
cadence  of  o),  =  40  rpm.  In  addition,  the  rise  times  tý,  =  0.10  s  and  týo  =  0.08  s  as  well  as  the  gain 
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Figure  5.24:  Motor  identification  data. 
k,  =  0.2  were  used.  These  design  parameters  give  a  good  tradeoff  between  sufficient  disturbance 
rejection  and  noise  sensitivity.  The  main  frequencies  of  the  periodic  disturbance  for  a  cadence  of 
40  rpm  are  4.18  rad/s  (cadence)  and  8.36  rad/s  (twice  the  cadence).  Disturbances  at  these  frequencies 
are  sufficiently  attenuated  by  using  the  plug-in  repetitive  controller. 
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Figure  5.25:  Frequency  responses  of  the  output  sensitivity  function  S  (solid),  complementary  out- 
put  sensitivity  function  T  (dashed)  and  reference  model  H,  (dash-dofted)  for  the  cus- 
tomised  cadence  control.  Thin  lines  indicate  the  controller  design  with  plug-in  repetitive 
controller,  and  bold  lines  represent  the  design  without  plug-in  repetitive  controller. 
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Results  of  Test  C 
The  results  of  Test  C  are  presented  in  Figure  5.26.  The  upper  graph  shows  the  cadence  estimate  (solid 
line)  and  reference  (dashed  line).  The  time  instant  when  the  repetitive  controller  is  switched  on  is 
indicated  by  a  dash-dotted  vertical  line.  Initially,  the  plug-in  repetitive  controller  is  deactivated.  The 
second  subplot  shows  the  control  signal  u.  The  active  drive  torque  and  the  applied  pulsewidth  are 
shown  in  the  lower  two  subplots.  There  was  an  increase  in  pulsewidth  after  70  s  to  investigate  the 
behaviour  of  the  plug-in  repetitive  control  with  respect  to  a  change  in  the  periodic  disturbance.  Stim- 
ulation  parameters  are  equivalent  to  the  settings  given  in  Table  5.6,  but  with  zero  current  amplitudes, 
i.  e.  no  stimulation,  for  the  hamstrings. 
5.7.4  Conclusions 
The  experimental  results  with  the  intact  subject  show  that  the  proposed  control  approach  performs 
reliably,  and  according  to  the  design  formulations.  Rejection  of  periodic  moment  disturbances  can 
be  achieved  by  means  of  the  plug-in  repetitive  controller.  When  switching  the  plug-in  repetitive 
controller  on,  absorption  of  the  disturbances  takes  place  within  6  cycles.  After  a  change  in  the  distur- 
bance,  due  to  an  altered  stimulation  intensity  the  repetitive  controller  needs  a  very  short  time  to  adapt 
to  the  new  situation.  The  designed  controller  possesses  a  sufficiently  large  stability  margin  (s  =  2), 
and  is  robust  enough  to  function  for  different  cyclists.  A  redesign  for  a  new  cyclist  is  not  absolutely 
necessary. 
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Figure  5.26:  Test  of  the  customised  cadence  control  (Test  C).  The  plug-in  repetitive  controller  is  ini- 
tially  deactivated.  The  dash-dotted  vertical  line  indicates  the  time  instant  when  the  plug- 
in  controller  is  switched  on. 
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5.8  Summary  and  Conclusions 
FES  cycling  can  be  established  in  conjunction  with  a  commercially  available  ergometer.  No  modifi- 
cations  are  necessary  to  use  the  ergometer.  Required  signals  for  the  FES  cycling  algorithms  can  be 
estimated  by  an  extended  Kalman  filter  which  is  driven  by  the  internal  ergometer  signals  provided  by 
serial  communication.  A  detailed  calibration  procedure  is  given  for  the  motor  moment  and  several  er- 
gometer  settings.  Isokinetic  and  isotonic  cycling  exercises  can  be  realised  with  help  of  the  DC  motor 
inside  the  ergometer.  The  cadence  control  can  be  improved  by  a  custornised  cadence  controller.  How- 
ever,  in  this  case  the  ergometer  has  to  be  instrumented  with  an  additional,  more  accurate  angle  sensor. 
The  8  channel  stimulator  employed  was  newly  developed  in  cooperation  with  a  biomedical  company. 
The  stimulation  timing  was  improved  allowing  a  faster  reaction  to  the  crank  angle  measurement  (esti- 
mate)  and  easy  use/generation  of  variable  frequency  trains.  This  opens  the  road  to  further  research  on 
the  use  of  variable  frequency  trains  in  FES  cycling.  The  feasibility  of  the  developed  system  for  FES 
cycling  has  been  proven  in  experiments.  Future  work  will  involve  tests  with  paraplegics.  The  simpler 
setup  consisting  of  stimulator  and  ergometer  only  is  basically  ready  for  everyday  clinical  use  where 
exact  calibration  and  stimulation  timing  are  not  so  critical. 
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6.1  Summary 
Aim:  The  aim  was  to  investigate  closed-loop  control  of  the  cyclist's  work  rate  in  FES  cycling.  A 
well  controlled  work  rate  is  important  to  realise  a  prescribed  training  regime  and  for  exercise  testing. 
Methods:  Work  rate  (power)  is  defined  as  the  product  of  cadence  and  active  drive  torque  produced 
by  the  cyclist  at  the  crank. 
When  using  isotonic  cycling  ergometers,  the  cadence  is  controlled  at  a  constant  level  by  adjusting 
the  stimulation  intensity  of  the  FES  activated  musculature.  A  desired  work  rate  is  then  realised  by 
applying  an  appropriate  resistance  (load)  at  the  crank.  Under  steady  state  conditions  the  active  drive 
torque  at  the  crank  counterbalances  the  resistive  load  at  the  crank.  For  the  cadence  control  problem, 
an  analytical  controller  design  based  on  a  linear  model  of  the  stimulation  intensity-cadence  dynamics 
which  are  identified  off-line,  is  proposed  in  this  chapter. 
During  isokinetic  cycling,  cadence  is  kept  constant  by  the  training  device  (motor  controlled),  and  the 
active  drive  torque  has  to  be  controlled  by  adjusting  the  electrical  stimulation  of  the  leg  musculature 
in  order  to  achieve  a  desired  work  rate.  The  averaged  active  crank  torque  over  one  cycle  is  controlled 
by  a  self-tuning  controller  which  adjusts  the  stimulation  intensity.  The  reference  torque  is  calculated 
from  the  desired  power  and  the  given  constant  cadence.  Controller  parameters  are  determined  online 
on  the  basis  of  a  recursively  estimated  model  which  describes  the  relationship  between  the  stimulation 
and  torque. 
Results:  The  feasibility  of  the  new  feedback  control  methods  has  been  proven  in  experiments. 
Accurate  work  rate  control  can  be  achieved  by  application  of  the  developed  feedback  control  methods. 
For  the  isotonic  case,  the  smallest  achievable  work  rate  by  the  cyclist  is  technically  determined  by  the 
crank  torque  required  to  passively  turn  the  legs  at  the  smallest  adjustable  cycling  resistance  (unbraked 
system).  For  many  SCI  subjects,  the  magnitude  of  this  work  rate  will  be  a  substantial  fraction  of  their 
maximal  exercise  capacity.  In  contrast  to  this,  work  rate  control  in  isokinetic  cycling  devices  extends 
the  lower  range  of  realisable  work  rates  towards  0  W. 
112 6  Work  Rate  Control  in  FES  Lower-Limb  Cycle  Ergometry 
Conclusions:  Work  rate  control  with  isokinetic  cycling  ergometers  shows  several  advantages 
compared  to  work  rate  control  with  isotonic  cycling  ergometers.  Firstly,  the  full  work  rate  range 
starting  from  0W  can  be  realised.  Furthermore,  self-tuning  control  of  the  active  drive  moment  for 
isokinetic  cycling  ergometers  yields  a  subject  specific  controller  without  the  need  of  a  labour-intensive 
off-line  system  identification  as  required  for  the  cadence  control  in  the  isotonic  case. 
Contribution:  The  author  developed  the  methods,  and  implemented  the  experimental  software. 
Furthermore,  the  author  planned  and  ran  the  experiments.  Parts  of  this  work  are  published  in  [43,82, 
841. 
6.2  Introduction 
The  control  of  work  rate  is  essential  in  studies  focusing  on  the  effect  of  FES  cycling  exercise  on  car- 
diopulmonary  fitness.  To  achieve  a  desired  work  rate,  it  is  crucial  that  both  cadence  and  active  crank 
torque  are  well  controlled.  Failure  to  do  so  would  represent  a  serious  methodological  weakness  in 
FES  exercise  testing  studies. 
Isotonic  exercise  devices.  Most  previous  studies  have  utilised  stationary  FES  cycling  ergometers 
with  a  large  flywheel  where  only  an  isotonic  cycling  exercise  can  be  performed.  With  such  devices, 
the  resistance  at  the  flywheel  is  set  to  specify  the  desired  work  rate  while  a  control  algorithm  attempts 
to  maintain  a  target  cadence  of  50  rpm.  The  desired  power  can  be  established  until  fatigue  develops 
and  the  stimulation  level  reaches  its  maximal  value.  In  this  case,  the  cadence  is  allowed  to  drop  as  low 
as  35  rpm  before  the  resistive  load  is  reduced  in  an  attempt  to  increase  cadence.  The  use  of  simple 
integral  control  for  feedback  regulation  of  cadence  is  possible,  as  the  stimulation  intensity-cadence 
dynamics  is  relatively  slow  because  of  the  large  moment  of  inertia  introduced  by  the  flywheel. 
The  cadence  control  problem  becomes  more  challenging  if  the  moment  of  inertia  at  the  crank  is 
small.  The  open  loop  system  bandwidth  increases  and  disturbances  influence  the  cycling  cadence 
consequently  faster.  A  controller  has  to  react  quicker  but  must  be  still  insensitive  to  measurement 
noise.  Only  one  other  research  group  [12,131  has  previously  developed  closed-loop  controllers  for 
control  of  cycling  cadence  in  an  isotonic  FES  cycling  system  without  a  flywheel.  In  [12]  a  fixed 
parameter  PID  controller  is  developed  which  is  based  upon  a  system  designed  for  feedback  control 
' 
of 
knee  angle  in  response  to  quadriceps  stimulation.  A  nonlinear  fuzzy-logic  controller  is  presented  in 
[13].  Both  of  these  approaches  lead  to  fixed  non-model-based  controllers  which  are  difficult  to  adapt 
to  take  account  of  inter-subject  variability. 
A  serious  problem  in  isotonic  cycling  is  that  the  cyclist  has  to  produce  a  drive  torque  which  entirely 
counterbalances  the  resistance  (load)  at  the  crank  at  a  constant  cadence  in  order  to  pedal.  The  smallest 
possible  work  rate  is  therefore  determined  by  the  smallest  realisable  resistance  at  the  crank  (usually 
unbraked  flywheel)  and  the  established  cadence  (usually  50  rpm).  The  minimal  resistance  depends  on 
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the  internal  system  friction  and  on  the  subject.  An  increased  muscle  tone  and  passive  joint  moments 
contribute  to  this  resistance  as  well.  A  realistic  range  for  the  smallest  possible  work  rate  is  5  to  10  W. 
Power  output  for  isotonic  training  devices  is  often  incorrectly  defined  as  increase  of  work  rate  above 
the  minimal  possible  work  rate.  'ýZero"  power  in  isotonic  ergometer  systems  is  then  defined  by  the 
amount  of  power  required  to  passively  turn  the  legs  and  the  unbraked  flywheel  at  a  given  cadence. 
Isokinetic  exercise  devices  provide  a  number  of  benefits  with  respect  to  work  rate  control.  The  motor 
assists  the  cycling  so  that  cycling  at  true  zero  work  rate  is  possible  for  the  subject.  At  zero  work  rate, 
the  legs  are  solely  turned  by  the  motor.  Before  active  cycling  by  means  of  FES  starts,  the  passive 
crank  torques  can  be  measured  and  approximately  described  as  a  function  of  the  crank  angle.  Sub- 
traction  of  the  passive  torque  from  the  measured  crank  torque  gives  the  active  drive  torque  during  the 
FES  cycling.  The  work  rate  is  then  obtained  as  the  product  of  active  drive  torque  and  angular  velocity 
at  the  crank.  Since  the  cadence  is  constant,  the  other  variable,  active  drive  torque,  must  be  controlled 
by  adjusting  the  stimulation  intensity  in  order  to  obtain  a  desired  work  rate.  The  feasibility  of  this 
strategy  has  *n  experimentally  proven  in  [26]  and  [46].  Hunt  et  al.  [46]  used  an  approach  based  on 
system  identification  and  analytical  feedback  design.  To  obtain  a  controller  which  is  optimally  tuned 
for  a  specific  subject,  the  system  identification  and  control  design  procedures  have  to  be  carried  out 
at  the  start  of  each  experimental  session. 
Figure  6.1  illustrates  the  work  rate  control  strategies  for  isotonic  and  isokinetic:  training  devices.  Dur- 
ing  operation  of  isotonic  training  devices,  cadence  is  normally  kept  constant  by  a  control  algorithm 
that  adjusts  the  stimulation  intensity.  The  reference  resistance  (load)  is  determined  from  the  reference 
work  rate  and  the  selected  constant  cadence.  As  the  desired  work  rate  is  usually  piecewise  constant, 
the  same  is  true  for  the  resistance.  The  resistance  is  adjusted  open-loop  on  the  flywheel  or  through  an 
electromagnetic  brake.  Closed-loop  control  of  resistance  is  applied  when  an  electric  motor  is  used  to 
brake  the  pedalling. 
In  the  case  of  isokinetic  cycling,  a  control  algorithm  attempts  to  keep  the  cadence  constant  by  means 
of  an  electric  motor.  The  desired  work  rate  is  defined  via  the  active  (muscularly  produced)  crank 
torque  when  the  cadence  is  constant.  The  active  crank  torque  is  closed-loop  controlled  with  the  stim- 
ulation  intensity  as  control  signal. 
A  new  feedback  control  method  for  the  cadence  control  in  isotonic  training  devices  is  introduced  in 
Section  6.3.  It  is  assumed  that  the  resistance  (load)  at  the  crank  is  well  controlled.  Self-tuning  control 
of  the  FES  induced  crank  torque  for  isokinetic  cycling  is  studied  in  Section  6.4  under  the  assumption 
that  cadence  is  well  controlled  by  the  motor.  The  stimulation  intensity  is  in  both  cases  modulated  by 
the  pulsewidth  which  is  the  same  for  all  stimulated  muscles. 
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Figure  6.1:  Work  rate  control  for  isokinetic  and  isotonic  cycling  ergometers. 
6.3  Isotonic  Training:  Cadence  Control  via  FES 
In  this  section,  a  new  method  for  the  control  of  cadence  on  an  isotonic  cycling  ergometer  is  introduced. 
This  control  problem  represents  an  important  sub  control  problem  of  the  work  rate  control  for  isotonic 
cycling  ergometers. 
6.3.1  Methods 
For  the  cadence  control,  an  analytical  controller  design  is  proposed  based  on  a  linear  model.  The 
model  is  identified  from  experimental  data  and  describes  the  relationship  between  the  stimulation 
intensity  (pulsewidth)  and  the  cadence  for  a  specified  constant  resistance  at  the  crank.  In  the  identi- 
fication  experiment,  the  leg  muscles  are  stimulated  by  a  pulsewidth  signal  in  the  form  of  a  Pseudo- 
Random  Binary  Sequence  (PRBS),  and  the  corresponding  cadence  is  measured.  An  ARMAX-type 
model  (see  Section  2.2)  is  estimated  from  the  recorded  input/output  data  using  prediction  error  meth- 
ods.  The  identification  procedure  provides  the  polynomials  A(q-1),  B(q-1)  and  C(q-)  as  well  as  the 
input/output  delay  nk-  71ýypically  the  dynamics  obtained  are  first  order  and  stable.  Using  a  sampling 
time  of  T,  =50  ms,  an  input/output  delay  nk  of  3  sampling  steps  is  observable. 
The  generic  controller  design  of  Section  2.3  is  then  applied  to  the  cadence  model,  subject  to  the 
following  conditions: 
*  The  controlled  output  y  (k)  is  the  cadence  o)  (k). 
e  The  control  signal  u(k)  is  the  stimulation  intensity  (pulsewidth). 
o  The  reference  signal  r(k)  is  the  desired  cadence. 
Linear  Quadric  Gaussian  (LQG)  controller  design  is  used  to  determine  the  controller  parameters  while 
the  identified  polynomial  C(q-1)  (part  of  the  noise  transfer  function)  is  not  used  for  the  controller 
design.  Instead,  a  new  polynomial  C(q-1)  is  chosen  in  order  to  place  the  observer  poles  as  outlined 
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Cadenc  e 
Reference 
cadence  uýr 
LL 
( (con't  n  constant)  Cadence  Motor 
controller 
FES  lower- 
limb  cycling 
ergometer 
W  Active  torque 
ý: 
Reference  controller 
: 
m:  r  Stimu  tion  'mu  l.!  'On 
work  rate  W, 
,_ 
in  r  intenity  T  (piecewise 
constant) 
------------ 
Active  (muscularly  produced  torque 
---------------------------------  ------ 
115 6  Work  Rate  Control  in  FES  Lower-Limb  Cycle  Ergomeny 
in  Section  2.3.6.  No  poles  and  zeros  are  cancelled  by  the  controller.  Integral  action  is  included 
in  the  controller,  i.  e.  -Ad  =1-  q-1.  In  Section  4.6.2  it  was  shown  that  the  resulting  cadence  in 
FES  cycling  has  intra-cycle  variations.  These  variations  consist  mainly  of  two  frequency  components 
which  correspond  to  the  cadence  and  two  times  the  cadence.  The  plant  gain  is low  at  these  frequencies 
so  that  a  large  control  effort  would  be  required  to  eliminate  these  variations  by  a  cadence  controller. 
The  closed-loop  sensitivity  to  measurement  noise  would  also  increase  when  increasing  the  bandwidth 
to  eliminate  these  intra-cycle  variations.  For  these  reasons,  cancellation  of  these  variations  was  not 
considered  in  the  controller  design.  Instead  of  this,  the  controller  is  determined  in  such  a  way,  that  the 
intra-cycle  speed  variations  do  not  unnecessarily  excite  the  control  signal  (pulsewidth).  This  can  be 
approximately  achieved,  for  a  constant  reference  cadence  w,  by  choosing  the  controller  polynomial 
Sd  as  follows 
Sd  "I-  2cos(wT,  )q-1  +q  -2 
The  intra-cycle  variations  are  here  treated  approximately  as  a  sinusoidal  disturbance  with  a  frequency 
equivalent  to  the  cadence. 
Taking  this  controller  configuration,  the  degree  estimate  for  the  characteristic  polynomial  factor  C  by 
using  Equation  (2.48)  is 
deg  C<2. 
Complete  separation  of  command  and  disturbance  response  is  selected  in  the  controller  design  pro- 
cess.  One  tuning  parameter  of  the  controller  is  the  weight  p.  In  addition,  two  second  order  polynomi- 
als  C(q-1)  and  A,.  (q-1)  have  to  be  chosen,  specified  by  the  rise  times  tc  and  t;  ý,.  The  characteristic 
polynomial  of  the  windup  observer  is  equated  with  the  Hurwitz  spectral  factor  D,  (q-1)  which  is  de- 
fined  by  the  spectral  factorisation  within  the  LQG  design  process. 
6.3.2  Subjects 
The  new  approach  was  experimentally  tested  with  two  paraplegic  subjects.  Both  subjects  participated 
in  the  pilot  study  on  FES  cycling  which  is  described  in  Chapter  4.  Details  of  the  two  subjects  (S  I  and 
S2)  are  given  in  Table  4.1. 
6.3.3  Experimental  Procedure 
The  cadence  control  approach  was  tested  with  the  FES  tricycle  I  which  was  mounted  on  a  cycle 
trainer.  The  device  and  setup  is described  in  detail  in  Section  4.4.  The  experimental  procedure  for 
identification  and  control  design  consists  of  the  following  steps: 
Open-loop  Pseudo-Random  Binary  Sequence  (PRBS)  test:  A  stimulation  intensity  signal  of 
PRBS  form  is  applied  in  open  loop  for  a  specified  constant  resistance  (load).  The  PRBS  has 
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a  specified  mean  level  (usually  close  to  the  midrange  of  the  input  signal)  and  amplitude.  The 
resulting  cadence  is  measured. 
Model  identification:  A  linear  dynamic  (transfer  function)  model  (ARMAX)  is  fitted  to  the 
input-output  (pulsewidth--cadence)  data  using  prediction  error  methods.  A  range  of  model 
orders  can  be  tested  and  models  compared  and  validated. 
9  Control  design:  The  validated  model  is  used  to  design  the  feedback  controBer  for  cadence. 
LQG  design  is  used,  with  specified  control  weight  p  and  rise  times  tC  and  týr. 
In  order  to  test  the  efficacy  of  the  cadence  strategy,  two  separate  feedback-control  tests  are  defined. 
1.  Test  CT:  Cadence  tracking  control.  This  is  a  closed-loop  test  of  cycle  cadence  tracking.  During 
this  test,  the  resistance  at  the  crank  is  kept  constant,  but  the  reference  cadence  is  subject  to  step 
changes. 
2.  Test  DR:  Disturbance  rejection.  During  this  test,  the  reference  value  for  cycle  cadence  is  kept 
constant.  The  resistance  acting  at  the  drive  wheel  is  then  varied  to  investigate  the  effect  of 
resistances  changes  on  the  cadence  control. 
The  subjects  sit  normally  on  the  tricycle  with  legs  attached  to  the  pedal  orthoses  during  all  the  tests. 
6.3.4  Experimental  Results 
Exemplary,  experimental  results  with  the  paraplegic  subject  SI  are  represented.  All  results  are  from 
the  same  experimental  session.  The  stimulation  parameters  used  for  subject  S1  are  surnmarised  in 
Table  6.1. 
Table  6.1:  Stimulation  settings  for  the  subject  S1  during  for  the  cadence  control  (stimulation  frequency 
of  20  Hz). 
Muscle  Stimulation  interval  [degrees]  Current  [mA]  Muscle  activation  and 
relaxation  delay  [ms] 
Right  quadriceps  55-155  90  150 
Left  quadriceps  235-335  80  150 
Right  hamstring  190-265  80  150 
Left  hamstring  10-85  90  150 
Right  gluteus  90-180  70  150 
Left  gluteus  270-0  80  150 
Results  of  Test  PRBS  and  the  Model  Identification 
Results  of  Test  PRBS  are  shown  in  Figure  6.2.  On  the  lower  axis,  the  input  signal  (stimulation 
intensity)  is  shown.  The  measured  cadence  (solid  line)  is  plotted  in  the  upper  graph  together  with 
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Table  6.2:  Identified  pulsewidth-cadence  models  for  subject  S1  and  S2  (sample  time  T,  =50  ms). 
Subject  SI 
Hd(q-1) 
0.0035q-3 
I-0.985q-1 
Rise  time  7.29s 
DC  gain  0.23  !  ý'T 
Subject  S2 
0.0039q-3 
I-0.968ýý 
4.38s 
0.12  !  ým,  - 
simulated  output  (dashed  line)  of  the  estimated  model.  The  simulated  model  response  describes  only 
the  deterministic  system  behaviour.  A  high-frequency  ripple  is  clearly  visible  in  the  measured  output. 
These  cadence  variations  are  caused  by  the  gravity  of  the  legs  are  are  therefore  not  captured  by  the 
identified  input  transfer  function  model.  Furthermore,  some  muscle  fatigue  is  observable  in  the  PRBS 
Test  which  results  in  a  slow  but  steady  decline  of  the  measured  cadence.  This  trend  in  the  cadence 
has  been  removed  before  identification  of  the  ARMAX  model. 
Table  6.2  gives  information  about  the  identified  pulsewidth-cadence  models  for  both  subjects.  The 
model  for  subject  S2  is  included  for  comparison.  Rise  time  and  DC  gain  vary  significantly  between 
the  subjects. 
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Figure  6.2:  Cadence  identification  data  (result  of  Test  PRBS). 
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Results  of  the  Controller  Design 
The  identified  model  was  used  to  compute  a  feedback  controller  for  cycle  cadence.  The  result  of 
the  controller  design  for  subject  SI  is  illustrated  in  form  of  the  closed-loop  frequency  responses 
in  Figure  6.3.  The  responses  of  the  output  sensitivity  function  S  (dotted  line),  the  complementary 
output  sensitivity  function  T  (solid  line),  and  the  reference  model  H,.  (dash-dotted  line)  are  shown. 
Additionally  to  this,  the  frequency  response  of  the  transfer  function  from  an  output  disturbance  to  the 
control  signal  is  plotted  as  a  dashed  line  (normalised  by  the  factor  7).  The  rise  times  tC  =Is  and 
t,  Ar  =2s  as  well  as  the  weight  p=0.1  were  used.  These  design  parameters  give  a  good  tradeoff 
between  sufficient  disturbance  rejection  and  noise  sensitivity.  The  main  frequency  of  the  intra-cycle 
cadence  variations  for  a  cadence  of  50  rpm  is  5.27  rad/s.  Figure  6.3  shows  that  disturbances  at  this 
frequency  pass  unaltered  to  the  output  and  do  not  unnecessarily  excite  the  control  signal. 
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Figure  6.3:  Frequency  responses  of  the  output  sensitivity  function  S  (dotted),  complementary  output 
sensitivity  function  T  (solid)  and  reference  model  H,  (dash-dotted)  for  the  cadence  con- 
troller.  The  frequency  response  of  the  transfer  function  from  an  output  disturbance  to  the 
control  signal  is  plotted  as  a  dashed  line  (normalised  by  the  factor  7). 
Results  of  Test  CT 
Results  of  Test  CT  are  presented  in  Figure  6.4.  The  upper  graph  shows  the  cadence,  both  measured 
(solid  line)  and  reference  (dashed  line).  The  lower  part  of  the  figure  shows  the  control  signal  u. 
During  this  test  the  reference  signal  for  cadence  is  changed  in  steps  between  40  and  60  rpm. 
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Results  of  Test  DR 
A  closed-loop  disturbance  rejection  test  is  shown  in  Figure  6.5.  Here,  the  desired  speed  is  constant  at 
50  rpm.  The  nominal  resistance  (used  for  system  identification)  is  applied  during  the  periods  indicated 
by  the  grey  solid  bars.  Increased  resistance  is  added  to  the  trikes  drive  wheel  during  the  period 
indicated  by  the  dashed  black  bar  in  the  graph  whereas  a  reduced  resistance  was  present  during  the 
period  indicated  by  the  solid  black  bar.  Despite  these  load  changes,  the  cadence  is  maintained  close 
to  its  desired,  constant  value. 
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Figure  6A  Closed-loop  tracking  test  for  the  cadence  control  during  isotonic  cycling. 
6.3.5  Discussion  and  Conclusions 
It  was  found  that  a  linear  transfer  function  was  sufficient  for  good  approximation  of  the  relationship 
between  stimulation  intensity  and  cadence.  It  can  be  seen  that  the  model  captures  the  dominant 
dynamic  response  of  the  cadence.  For  the  purposes  of  control  design,  it  is  not  necessary  for  the 
model  to  capture  the  high-frequency  gravitational  effects  of  the  legs  acting  on  the  pedals  since  it  is 
not  desirable  for  the  controller  to  try  to  counteract  these  effects.  Instead,  the  design  has  to  ensure  that 
the  high-frequency  ripple  in  the  cadence  does  not  excite  the  control  signal  in  the  case  of  a  closed-loop 
bandwidth  close  to  these  frequencies. 
The  disturbance  test  shows  that  the  controller  is  able  to  reject  disturbances  sufficiently  fast.  Cadence 
can  be  well  controlled  in  the  range  of  40  to  60  rpm.  This  allows  to  select  an  optimal  operation 
condition  for  the  cyclist.  Both  controller  tests  show  a  gradual  increase  in  stimulation  intensity  due  to 
the  fatigue  of  the  electrically  stimulated  muscles  that  is  successfully  compensated  by  the  controller. 
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Figure  6.5:  Closed-loop  disturbance  rejection  test  for  the  cadence  control  during  isotonic  cycling. 
(grey  bar  -  period  of  nominal  resistance,  black  bar  -  period  of  reduced  resistance,  dashed 
black  bar  -  period  of  increased  resistance). 
Thus,  the  feasibility  of  this  new  methodology  for  the  design  of  automatic  speed  control-lers  for  FES 
cycling  has  been  shown  in  preliminary  experiments  with  paraplegic  subjects.  The  approach  is  simple 
and  can  be  applied  rapidly  to  each  cyclist  at  the  start  of  an  exercise  session.  This  brings  the  advantage 
that  the  controller  is  tuned  to  each  individual  to  ensure  that  the  best  feedback  control  performance  is 
achieved.  Further  work  is  needed  to  quantify  the  variability  of  muscle  dynamics  between  subjects  and 
the  day  to  day  variations.  Issues  of  robustness  in  the  controller  design  have  to  be  investigated.  The 
significant  differences  in  the  identified  models  (see  Table  6.2)  for  the  two  subjects  indicate  that  robust 
control  can  only  be  achieved  at  the  cost  of  reducing  the  general  controller  performance.  Differences 
in  the  models  are  clearly  reflected  in  DC  gain  and  rise  time. 
6.4  Isokinetic  Training:  Self-Tuning  Moment  Control  via  FES 
Control  of  the  active  crank  moment  produced  by  the  muscles  for  isokinetic  cycling  ergometers  is 
treated  in  this  section.  It  is  assumed  that  the  cadence  is  well  controlled  by  the  motor,  and  that  the 
frequency  ranges  of  cadence  control  and  torque  control  are  well  separated.  Týpically,  the  cadence 
control  loop  has  a  significantly  larger  bandwidth  than  the  torque  control  loop.  As  a  result,  the  two 
design  problems  can  be  separated. 
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6.4.1  Methods 
As  already  mentioned  several  times,  the  work  rate  W(t)  is  defined  as  the  product  of  cadence  w  and 
active  drive  torque  MA  produced  by  the  muscles  at  the  crank: 
01  (t)  "  (6.2) 
For  a  given  reference  work  rate  W,  (t)  and  a  constant  cadence  w(t)  =  w,.,  it  is  straightforward  to 
calculate  the  reference  for  the  active  crank  torque  by 
MAJO  :  --  Wr(t)10r-  (6.3) 
Due  to  the  limited  bandwidth  of  the  electrically  stimulated  muscles  and  the  crude  stimulation  pattern 
it  is  not  practicable  to  aim  at  realising  M  A,  (t)  exactly  by  feedback  controlled  electrical  stimulation. 
A  more  sensible  aim  is  to  control  the  average  active  crank  torque  over  one  crank  cycle.  This  leads  to 
the  time-discrete  controlled  variable  y(k)  defined  by 
(6.4)  y(k)  lß 
v  mA(t)dt,  kEZ. 
k-Igs 
where  T,  '  =  llw,.  is  the  sampling  time  and  k  is  the  sample  index  (crank  cycle  index).  The  reference 
r  for  this  variable  may  be  obtained  by  sampling  MA,  (t): 
r(k)  -=  MAr  (t  =  kT,  ).  (6.5) 
The  sampling  of  the  reference  and  the  calculation  of  the  average  active  drive  torque  are  performed  at 
a  specified  crank  angle  which  is  the  same  for  every  crank  cycle.  In  this  work,  the  zero  crank  angle  is 
used. 
The  control  signal  u(k)  is  the  stimulation  intensity  which  is  modulated  by  the  pulsewidth  (same 
pulsewidth  for  all  stimulated  muscles).  Over  one  crank  cycle,  the  pulsewidth  is  kept  constant.  The 
pulsewidth  signal  is  limited  to  the  interval  Lu,  ii].  The  lower  bound  u  represents  the  minimal  pulsewidth 
required  to  produce  a  measurable  active  crank  torque.  Physiologically,  !i  is  the  stimulation  threshold 
for  releasing  action  potentials  in  the  stimulated  lower  motor  neurons.  The  upper  bound  V  is  either 
technically  caused  by  the  stimulator  device  or  is  the  pulsewidth  at  which  the  maximal  number  of  mo- 
tor  units  is  recruited  and  no  force  increase  can  be  achieved  by  an  increase  in  the  stimulation  intensity. 
Model  of  Stimulation  Intensity  -  Active  Drive  Torque  Dynamics 
A  change  of  the  pulsewidth  at  the  sample  instant  t=  klw,.  has  a  direct  impact  on  the  next  crank 
cycle.  For  the  non-saturated  pulsewidth,  a  simple  linear  model  where  the  torque  is  proportional  to  the 
stimulation  intensity  can  be  postulated  for  the  system  behaviour: 
y(k)  =  bq-'(u(k)  -_u)  +x(k)  =  bq-lu(k)  -  by  +x(k).  (6.6) 
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Here,  b  is  the  system  gain,  x(k)  is  white  measurement  noise,  and  q-1  is  the  delay  operator.  The 
system  gain  b  is  subject-specific  and  also  depends  on  daily  changing  factors  such  as  the  electrode 
positions.  The  gain  can  be  assumed  to  be  slowy  time-varying  during  a  session  of  FES  cycling.  Muscle 
fatigue  has  an  influence  on  the  torque  generation  capability  of  the  cyclist  but  evolves  slowly  compared 
to  the  system  dynamics.  The  second  model  parameter  u  is  time-invariant  and  can  be  experimentally 
identified.  For  this,  the  stimulation  intensity  is  gradually  increased  and  the  lowest  pulsewidth  at  which 
an  active  torque  is  produced  by  the  stimulated  muscles  is  recorded  by  the  experimenter  as  bound  u. 
Online  Estimation  of  the  System  Gain 
With  the  known  lower  bound  u,  the  system  gain  b  can  be  estimated  online  by  means  of  Recursive 
Least  Squares  (RLS)  with  forgetting  factor  [5]: 
b(k)  =  b(k  -  1)  +  K(k)(y(k)  -  b(k  -  1)(u(k  -  1)  -  _u)) 
(6.7) 
K  (k)  = 
P(k  -  1)(u(k  -  1)  -  _u)  (6.8) 
(X  +  (u(k  -  1)  -  _U)2P(k  -  1)) 
P(k)  =  (1-K(k)(u(k-l)-_u)P(k-l)IX.  (6.9) 
In  the  equations  above,  K(k)  is  the  adaptation  gain,  P(k)  is  variance  of  the  estimation  error,  I  is  the 
forgetting  factor,  and  ý(k)  is  the  estimated  gain.  luning  parameters  of  the  RLS  algorithm  are  the 
initial  variance  P  (0)  of  the  estimation  error,  the  initial  estimate  9  (0)  and  the  forgetting  factor  L  The 
estimation  of  the  system  gain  relies  on  input/output  data  (the  pulsewidth  u  and  the  averaged  active 
crank  torque  y)  which  areý  acquired  online. 
Self-Tuning  Controller 
On  the  basis  of  the  online  estimated  system  model,  a  two  degree  of  freedom  controller  as  introduced 
in  Section  2.3  can  be  adapted  at  every  sampling  instant  to  the  currently  estimated  plant  model.  The 
time-variant  input  transfer  function  of  the  model  is  given  by 
q-nkB(q-1,  k) 
IA  Hp(q-1,  k)  =-  A(q-1,  k)  u(k)  =  q-  b(k)u*(k)  (6.10) 
with  B(q-1,  k)  =  L(k)  >0  and  A(q-1,  k)  =  1.  The  controller  is  determined  at  every  sampling  instant 
by  the  procedure  outlined  in  the  Sections  2.3  and  2.5,  using  the  pole-placement  method.  This  gives 
the  time-variant  controller  polynomials  R(q-1,  k),  S(q-1,  k)  and  T(q-1,  k)  of  the  RST-controller. 
Integral  action  is  included  in  the  controller,  i.  e.  Ad  =1-  q-1.  This  is  required  to  compensate 
constant  or  slowly  varying  disturbances  such  as  muscle  fatigue.  The  offset  term  -by  of  the  model 
(6.6)  represents  in  this  sense  a  constant  disturbance.  Dependent  on  the  chosen  forgetting  factorX, 
both  the  controller  integrator  and  the  RLS  algorithm  can  both  react  to  a  change  in  the  system  gain 
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caused  by  muscle  fatigue.  To  avoid  this  dangerous  competition,  it  is  advisable  to  choose  a  small 
bandwidth  for  the  parameter  estimation  loop,  selecting  a  forgetting  factor  between  (0.98  <-  X<  1). 
To  make  sure  that  measurement  noise  does  not  generate  large  signals,  -9d  =1+  q-1  was  assigned. 
No  poles  and  zeros  are  cancelled  by  the  controller.  Taking  this  controller  configuration,  the  degree 
estimate  for  the  characteristic  polynomial  factor  A,,  by  using  Equation  (2.39)  is 
deg  A,,  <  2.  (6.11) 
Incomplete  separation  of  command  and  disturbance  response  is  selected  in  the  controller  design  pro- 
cess,  and  two  first  order  polynomials  A,,  (q-1)  and  A,.  (q-1)  are  chosen,  specified  by  the  rise  times 
t;  ý,  and  tý-.  For  this  application  rise  times  are  usually  specified  in  crank  cycles.  The  characteristic 
polynomial  of  the  windup  observer  is  chosen  as  A,,  (q-1)  =1  (dead  beat  observer). 
6.4.2  Experimental  Setup 
The  self-tuning  controller  for  the  active  crank  torque  has  been  experimentally  tested  by  one  investiga- 
tor  (neurologically  intact,  male,  age  of  26,  body  weight  of  90  kg)  with  the  motorised  ergometer  (see 
Chapter  5).  The  stimulation  parameters  are  the  same  as  reported  in  Table  5.6  in  Chapter  5.  During  the 
experiments,  the  custornised  cadence  controller  (see  Section  5.7)  for  the  DC  motor  has  been  applied 
with  a  reference  cadence  of  40  rpm.  The  active  crank  torque  induced  by  FES  is  determined  by  the 
procedure  outlined  in  Section  5.4.4. 
6.4.3  Experimental  Procedure 
The  experimental  procedure  for  carrying  out  a  power  controlled  isokinetic  FES  cycling  test  consists 
of  the  following  steps. 
1.  Selection  of  a  constant  cadence,  which  is  used  in  the  following  steps. 
2.  Test  P:  Passive  crank  torque  estimation.  The  passive  crank  torque  is  experimentally  deter- 
mined  for  the  selected  cadence.  In  this  test,  the  legs  are  passively  moved  solely  by  the  electric 
motor  for  one  minute  while  crank  angles  and  motor  torque  have  to  be  recorded.  A  functional 
relation  between  the  passive  crank  torque  (obtained  from  the  motor  torque)  and  the  crank  angle 
is  extracted  from  the  stored  data. 
3.  Test  T.  -  Threshold  identification.  The  motor  controls  the  cadence.  Stimulation  intensity  is 
increased  in  discrete  steps  manually  by  the  experimenter  until  a  muscularly  produced  torque 
above  zero  can  be  observed  at  the  crank.  The  pulsewidth  at  which  active  crank  torque  rises 
above  zero  corresponds  to  the  threshold  u.  Optionally,  the  test  can  be  continued,  and  the 
pulsewidth  increased  further  to  obtain  an  estimate  for  the  maximal  possible  active  crank  mo- 
ment,  and,  consequently,  maximal  possible  work  rate. 
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4.  Test  WRT:  Work  Rate  Tracking  Test.  This  is  a  test  to  evaluate  the  overall  work  rate  control 
with  the  underlying  self-tuning  moment  controller.  A  work  rate  profile  (step  changes)  is  spec- 
ified  together  with  the  two  tuning  parameters  týr  and  tý-  for  the  self-tuning  controller.  Larger 
rise  times  give  slower  tracking  but  reduce  the  sensitivity  of  the  closed-loop  system  with  respect 
to  measurement  noise.  Controller  parameters  may  be  changed  online  if  required  (e.  g.  to  reduce 
noise  sensitivity).  The  reference  for  the  active  drive  torque  is  calculated  online  from  the  work 
rate  profile  and  the  specified  cadence. 
It  is  assumed  that  a  working  cadence  controller  is  already  available.  Notice,  that  Test  T  and  Test  WRT 
could  be  run  as  one  test.  As  soon  as  u  is  known,  the  work  rate  control  can  start. 
6.4.4  Experimental  Results 
Figure  6.6  shows  the  result  for  Test  T.  The  upper  graph  shows  the  applied  pulsewidth  which  is  in- 
creased  in  steps.  In  the  middle  graph  the  measured  active  crank  torque  is  plotted.  The  lower  subplot 
represents  the  static  relationship  between  pulsewidth  and  active  crank  torque.  The  circles  indicate  the 
end  of  each  constant  stimulation  phase.  Moment  and  pulsewidth  at  these  points  have  been  used  to 
calculated  the  static  relationship  between  pulsewidth  and  active  crank  torque.  A  threshold  value  of 
u=  100  gs  has  been  obtained  from  Test  T. 
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Figure  6.6:  Results  of  Test  T.  Stimulation  intensity  is  manually  increased  step  by  step  and  the  re- 
sulting  active  drive  torque  (averages  over  one  crank  cycle)  is  measured.  The  end  of 
each  phase  with  constant  stimulation  intensity  is  indicated  by  a  circle.  The  static  moment 
at  these  time  instants  has  been  used  to  construct  the  static  curve  shown  in  the  bottom 
graph. 
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Figure  6.7:  Power  control  test  (Test  WRT)  for  isokinetic  training.  Notice  that  the  controlled  power  is 
the  average  over  one  cycle. 
The  results  of  the  work  rate  control  test  are  shown  in  Figure  6.7.  The  reference  work  rate  (dashed)  is 
plotted  together  with  the  measured  power  output  (bold  solid  line).  The  work  rate  reference  is  changed 
in  steps  between  0  and  10.2  W.  The  desired  power  output  is  obtained  by  filtering  the  referen6e  trough 
the  reference  model  H,  The  resulting  signal  is  shown  as  a  thin  solid  line  in  the  upper  graph.  The 
corresponding  stimulation  intensity  (pulsewiddi)  is  plotted  in  the  middle  part  of  Figure  6.7.  The 
stimulation  pulsewidth  is  seen  to  be  smooth  throughout. 
In  the  lower  graph  of  the  figure,  the  estimated  plant  gain  9(k)  is  shown  (,  X  =  0.95).  The  estimate 
converges  within  50  s.  After  convergence,  the  tracking  performance  meets  the  specification  closely. 
The  specified  rise  times  tAr  and  tý-  are  6  and  4  crank  cycles  respectively. 
6.4.5  Discussion  and  Conclusions 
The  feasibility  of  a  self-tuning  moment  controller  in  isokinetic  FES  cycling  could  be  demonstrated. 
The  approach  allows,  in  conjunction  with  the  cadence  control  presented  in  Section  5.7,  an  accurate 
control  of  work  rate.  There  is  no  lower  bound  for  the  realisable  work  rate  as  in  isotonic  cycling.  It  was 
found  that  the  simple  model  (6.6)  is  sufficient  for  the  controller  design.  The  assumption  of  linearity  is 
justified  for  a  large  range  of  pulsewidth  values.  This  can  be  clearly  seen  in  the  static  pulsewidth-active 
drive  torque  curve  plotted  in  the  lower  part  of  Figure  6.6. 
The  parameter  estimation  works  also  under  static  conditions  since  only  one  parameter  has  to  be  iden- 
tified.  No  probing  control  signals  or  disturbances  have  to  be  introduced  to  successfully  estimate  the 
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system  gain.  The  online  controller  calculation  is  always  possible  as  long  as  the  plant  gain  does  not 
become  zero.  Parameter  estimation  and  online  controller  adaptation  are  computationally  inexpensive 
and  can  therefore  be  directly  implemented  in  the  stimulation  device. 
In  summary,  self-tuning  control  ensures  that  the  a  good  feedback  control  performance  for  a  subject  is 
automatically  achieved.  The  work  rate  control  approach  for  isokinetic  training  significantly  extends 
both  the  range  and  the  exercise-test  sensitivity  for  FES  cycling.  The  methodology  needs  to  be  tested 
with  paraplegic  subjects  in  future. 
6.5  Summary  and  Conclusions 
Accurate  work  rate  control  in  FES  cycling  could  be  achieved  by  the  application  of  newly  developed 
feedback  control  methods.  For  the  isotonic  case,  the  smallest  achievable  work  rate  by  the  cyclist 
is  technically  determined  by  the  crank  torque  required  to  passively  turn  the  legs  at  the  smallest  ad- 
justable  cycling  resistance  (unbraked  system).  For  many  SCI  subjects,  the  magnitude  of  this  work 
rate  will  be  a  substantial  fraction  of  their  maximal  exercise  capacity.  In  contrast  to  this,  work  rate 
control  in  isokinetic  cycling  devices  extends  the  lower  range  of  realisable  work  rates  towards  OW. 
Furthermore,  self-tuning  control  of  the  active  drive  moment  for  isokinetic  cycling  ergometers  yields 
a  subject  specific  controller  without  the  need  of  a  labour-intensive  off-line  system  identification  as 
required  for  the  cadence  control  in  the  isotonic  case. 
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Future  Work 
Different  aspects  of  FES  lower-limb  cycling  in  paraplegia  have  been  studied  in  this  thesis.  The  feasi- 
bility  of  mobile  FES  cycling  has  been  demonstrated  in  a  one  year  pilot  study  with  paraplegic  subjects. 
TWo  of  the  subjects  who  participated  in  the  study  could  cycle  over  distances  of  up  to  3  km  without 
motor  assistance.  This  has  been  achieved  with  a  low  intensity  training  regime  where  cycling  exer- 
cises  have  been  carried  out  once  a  week  only.  However  the  small  action  radius  of  FES  cycling  and  the 
observed  low  power  output  (<20  W)  limit  the  recreational  use.  A  clear  conclusion  of  this  work  is  that 
motor  assistance  is  required  in  order  to  support  locomotion  by  FES  cycling.  The  motor  can  compen- 
sate  for  external  disturbances  (including  slope,  wind  resistance  and  loss  of  muscle  power),  and  it  can 
greatly  increase  the  overall  power  output,  thereby  significantly  extending  the  range  of  operation.  The 
development  of  control  strategies  for  mobile  motor  assisted  FES  cycling  must  be  an  essential  part  of 
future  work. 
It  was  found  that  inexpensive  FES  cycling  systems  can  be  realised  by  the  adaptation  of  commercially 
available  recumbent  tricycles  or  by  the  use  of  motorised  ergometers.  The  systems  fulfil  the  needs 
of  paraplegic  users  and  offer  different  training  modes.  Muscular  action  induced  by  FES  can  be  per- 
formed  against  a  constant  resistive  load  (isotonic)  or  at  a  constant  cadence  (isokinetic).  During  the 
isokinetip  mode,  a  motor  assists  or  resists  the  cycling  in  order  to  maintain  a  constant  cadence.  It  has 
been  successfully  demonstrated  that  repetitive  control  theory  can  be  used  to  obtain  low  variations  in 
the  motor  controlled  cadence  during  isokinetic  FES  cycling.  The  isokinetic  training  mode  allows  a 
larger  proportion  of  SCI  persons  to  undertake  FES  cycling,  i.  e.  those  unable  to  generate  and  maintain 
sufficient  muscle  force  to  pedal  independently,  or  in  those  with  low  tolerance  to  FES  due  to  residual 
sensation. 
Accurate  work  rate  control  can  be  achieved  by  the  application  of  the  feedback  control  methodologies 
which  have  been  developed  and  presented  in  this  thesis.  In  the  isokinetic  cycling  mode,  the  full 
range  of  power  output  starting  from  0W  is  realisable.  It  is  therefore  recommended  to  use  this  cycling 
mode  for  exercise  testing.  The  proposed  adaptive  control  of  the  work-rate  in  the  form  of  a  self-tuning 
controller  guarantees  that  the  a  good  feedback  control  performance  for  a  subject  is  automatically 
achieved. 
Future  studies  on  FES  cycling  should  aim  to  optimise  the  performance  and  efficiency  of  this  method. 
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The  use  of  variable  frequency  trains  represents  one  of  the  most  promising  approaches  to  increase 
power  output,  especially  in  the  fatigued  state  of  FES  activated  musculature.  Implementation  of  such 
pulse  trains  is  greatly  simplified  by  the  newly  developed  stimulation  devices  presented  in  this  thesis. 
The  stimulator  in  conjunction  with  the  described  motorised  FES  ergometer  can  be  directly  used  for 
studies  on  variable  frequency  trains  in  FES  cycling.  The  system  is  suitable  for  research  because  of  its 
accuracy  and  the  provided  signals  (crank  angle,  torque  and  cadence).  With  the  help  of  the  developed 
feedback  control  methods,  well  defined  testing  conditions  can  be  realised. 
Besides  this  use  in  research,  the  developed  systems  and  methods  should  be  integrated  into  a  clinical 
environment  and  made  available  for  home  use. 
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